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Introduction

Although radiotherapy is an effective treatment for breast cancers, it also brings significant late morbidity.
In order to reduce the treatment complications, Accelerated Partial Breast Irradiation (APBI) has been
used to irradiate the post lumpectomy cavity instead of the whole breast for early stage breast cancer
patients. However, conventional external beam radiotherapy is not optimal for APBI due to inadequate
understanding of the exact location of the post lumpectomy cavity, insufficient setup/monitoring accuracy
and limited beam selection. The goal of this study is to develop a dedicated image-guided treatment
system for APBI. We will first determine the optimal techniques for localizing and tracking the post
lumpectomy cavity. Historically, x-ray projection imaging, cone-beam CT and optical surface imaging
have been used to image/track the surrogate for post lumpectomy cavity, including surgical clips, seroma,
and shape of the breast to guide ABPI. However, each of these methods experiences some variation
during the treatment period and the performance between surgery and simulation is not well understood.
In this study the performance of these methods will be fully investigated and understood from surgery to
the end of treatment. The optimal system for imaging/tracking the post lumpectomy cavity will then be
used to guide a cost-effective, dedicated irradiator for ABPI. This unit will use a single x-ray source for
imaging and therapy, and will have a compact, self-shielded housing to reduce the cost. The head of the
irradiator will rotate around the breast being treated to increase the flexibility of beam selection and will
be able to deliver intensity modulated beams to spare heart and lung. A treatment planning system will
also be developed for real-time imaging/tracking and re-planning. Successful completion of the proposed
breast irradiator will have a significant impact on ABPI as the setup accuracy, delivery efficiency and
treatment outcome are expected to be comparable or even better than the current standard. The low-cost
and compact design will also make ABPI more accessible to women in uniform and in developing or
undeveloped countries.

Specific Aims

For early stage breast cancer patients, post lumpectomy Accelerated Partial Breast Irradiation (APBI) has
been used as an alternative to whole breast irradiation. The objective of APBI is to deliver a highly
conformal and lethal dose of radiation to the cancer cells within the target volume (TV, the area of the
lumpectomy cavity) while avoiding morbidity in the surrounding healthy tissue. To accomplish this,
APBI relies on the precise and accurate TV localization and dose delivery for each fraction of the
treatment. However, current external beam APBI is delivered using a general-purpose x-ray irradiator
(e.g., linear accelerator or cobalt unit), which is sizable, expensive, and most importantly, suboptimal as
the beam selection is very restricted.

The goal of this study is to develop a dedicated image-guided external-beam radiotherapy system for
APBI. The central hypothesis of this application is that a dedicated radiotherapy unit customized for
prone breast setup/irradiation considering all the technical challenges is much more optimal and cost-
effective for APBI than conventional general-purpose external beam unit. The rationale for this
application is that, a more cost-effective and compact dedicated breast irradiator will make ABPI more
accessible to women in uniform, in under-served population, and in developing countries, and will
improve the control/cure rates with better cosmetic outcomes for breast cancer patients in those
populations. We plan to test our central hypothesis and accomplish the objective of this application by
pursuing the following three specific aims:
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1. Design and prototype a dedicated radiation delivery apparatus for partial breast irradiation:
1.1. Determine the optimal X-ray energy for imaging, therapy and shielding purposes.

1.2. Optimize the space and shielding requirement by integrating real-time imaging and tracking
systems and beam stopper into a small form factor.

1.3. Construct a prone breast patient immobilization board to optimize patient comfort, setup
accuracy, and reproducibility.

1.4. Build a smart beam-shading device that can deliver pencil beam IMRT in non-isocentric and
non-coplanar manner.

1.5. Evaluate dosimetric accuracy and delivery efficiency in phantoms.
2. Develop an image-guidance system for patient setup and tracking:

2.1. Determine the optimal configuration of imager and control circuit for the dedicated APBI unit in
Aim 1.

2.2. Develop efficient CBCT reconstruction algorithms for the source and imaging geometry.

2.3. Construct hardware and software motions phantoms to simulation breathing motion during
treatment.

2.4. Build and test a real-time image-guided software module for patient setup and motion
management.

3. Develop a real-time image-guided treatment planning system for the dedicated breast radiotherapy
apparatus in Aim 1 and 2:

3.1. Develop an inverse planning algorithm for the proprietary delivery mechanism.

3.2. Explore an efficient scheme for real-time re-planning of the treatment based on the tumor
location and deformation.

Successful completion of the proposed dedicated breast irradiator will have a significant impact on partial
breast irradiation as the setup accuracy, delivery efficient and treatment outcome are expected to be
comparable or even better than the current treatment approach using a standard linear accelerator.
However, the small and compact design of the irradiation apparatus will allow breast radiotherapy to be
performed in many clinics without large vault for modern external radiotherapy unit. The self-shielding
design will also significantly reduce the shielding requirement. As a result, breast radiotherapy can be
more available to people at the community hospital rather than at the regional cancer center that might be
40-50 miles (or even further) away. For military personnel, this means less time spent on travel to military
hospitals or VA medical with radiotherapy facility, which is sparse around the country. The low cost and
small size apparatus will also benefit many women with breast cancers in the developing or under-
developed countries who usually don’t have easy access to radiotherapy treatment for their diseases.
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The Project Milestone Schedule

The project milestone schedule marks the project’s major aim and subaims and establishes the planned
timeline for their completion. A milestone schedule for the aims of this project is presented in Figure 1.
The high-level tasks are also briefly described below.

1. Design and prototype a dedicated radiation delivery apparatus for partial breast irradiation:

1.1.

1.2,

1.3.

1.4.

15.

Determine the optimal X-ray energy for imaging, therapy and shielding purposes: We will use
Monte Carlo code to calculate projection images for 300 kVp to 6 MV photons and studied the
image qualities of reconstructed CBCT. We will also produce percent depth dose and beam
profiles of different energies. A cost function will be developed considering image quality, beam
penetration, normal tissue toxicity and construction cost as an objective metric for evaluating the
merit of each beam.

Optimize the space and shielding requirement by integrating real-time imaging and tracking
systems and beam stopper into a small form factor: We will use Monte Carlo simulation and
theoretical analysis to simulate the quality of different beam energies ranging from 300 kVp to 6
MV, and estimate the shielding requirements and cost. Lower energy-beam can be produced by
directly lowering the accelerating potential in Monte Carlo simulation. The energy spectrum can
be further manipulated (softened or hardened) using targets of various Z numbers in simulation.
Once the leakage profile of the proposed unit is available from the Monte Carlo simulation,
shielding requirements and cost can be calculated based on the available shielding data.

Construct a prone breast patient immobilization board to optimize patient comfort, setup
accuracy, and reproducibility: We plan to design and construct a prone breast board for the
dedicated APBI apparatus. This prone breast board will address most deficiencies of current
available prone boards and will work with the special geometry and beam shaping device to
provide maximal comfort, stability and accuracy for APBI.

Build a smart beam-shading device that can deliver pencil beam IMRT in non-isocentric and
non-coplanar manner: At the end of the first year, we have designed a smart beam shaping
device that can deliver pencil beam IMRT in non-isocentriac and non-coplanar manner. We have
also mathematically solved this aiming problem for this device in the grant proposal for the 2™
year. We plan to build a real-size prototype that will implement the aiming algorithm.

Evaluate dosimetric accuracy and delivery efficiency in phantoms: As a baseline, the output of
the flattened beams of the proposed radiotherapy system for APBI will first be calibrated
according to the AAPM TG51 protocol*. Since non-flattened and non-standard fields, shorter
SSD and rotational radiation delivery will also be used for treatment, a calibration protocol will
be developed for clinical use following the formalism developed by Alfonso et el®. Calibrated
ionization chambers, diode/TLD dosimeters and radiochromic films will be used to measure the
dosimetric accuracy and delivery efficiency for test treatment plans on phantoms.

2. Develop an image-guidance system for patient setup and tracking:

2.1

Determine the optimal configuration of imager and control circuit for the dedicated APBI unit in
Aim 1. Because the space limitation, a small imager (< 20 cm in width and length) is expected
to be used. The optimal imager configuration therefore depends on how accurate the imager can
be calibrated for measuring the radiation fluence and how well images can be stitched together to
form a larger projection image. We will first model the detector response, develop an EPID
calibration and an image stitching algorithms. The optimal configuration will be determined
based on the requirements of both algorithms.
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2.2. Develop efficient CBCT reconstruction algorithms for the source and imaging geometry: We
plan to develop a CBCT reconstruction technique that patches projection images from multiple
scans to increase the reconstruction volume and minimizes artifacts. We will implement the
Feldkamp algorithm?® or the simultaneous algebraic reconstruction technique (SART)* for CBCT
reconstruction. Graphic processing unit (GPU) will be used to speed up the reconstruction,
particularly for SART.

2.3. Construct hardware and software motions phantoms to simulation breathing motion during
treatment:

2.3.1.Hardware motion phantom: We will build and design a breathing phantom of a female torso
to support the development and evaluation of the proposed image-guidance system. The
phantom will be designed to include the breast structures and significant anatomical boney
structures and soft tissue to produce a realistic patient breathing motion. The phantom soft
tissue will be made using elastomeric materials that will replicate the characteristics of the
corresponding human tissues. The phantom will include a computer controlled respiratory
system that will produce respiratory motion patterns driven by recorded patient respiratory
data in addition to parameterized, regular breathing patterns. The phantom control
application software will be written to run on a computer using the Microsoft Windows
operating system.

2.3.2. Software motion phantom: We plan to license the XCAT digital motion phantom for
general simulation. We will also build at least two moving thorax phantom-one from the
4D CT scan of the hardware motion phantom and one from the 4D CT scan of a real patient.
The moving phantom will have multiple CT volumes—one for each breathing phase. The CT
volume of each breathing phase will be segmented and linked to the appropriate lookup
table for NIST mass attenuation coefficients. Siddon’s method® will be used to calculate the
X-ray transmission line integral through the attenuation phantom from the X-ray source to
the detector.

2.4. Build and test a real-time image-guided software module for patient setup and motion
management: We will first formulate the requirements of the real-time image-guided software
module. Different components of this software module will be built and tested. An efficient
image segmentation algorithm will be developed to identify the treatment volume and critical
organs considering the temporal and spatial variation of the patient anatomy. The “real-time
image-guided treatment planning system” in Aim 3.2 will be interfaced with this software
module. This software module will be tested and refined using the image data from digital
motion phantoms and hardware motion phantoms.

3. Develop a real-time image-guided treatment planning system for the dedicated breast radiotherapy
apparatus in Aim 1 and 2:

3.1. Develop an inverse planning algorithm for the proprietary delivery mechanism: We plan to build
a simple treatment planning system (TPS) first using Clarkson algorithm for dose calculation and
3D mathematical functions to define patient body, treatment targets and organs at risk. This
simple TPS provide a convenient tool for optimizing the proprietary delivery mechanism. 3D
pencil beam convolution algorithm for CT-based dose computation will later be implemented to
evaluate the proposed machine using realistic patient scans. Different inverse planning
algorithms using DVH and NTCP will be tested in the simple TPS first for comparison. The
identified optimal algorithm will then be implemented in the CT-based TPS.

3.2. Explore an efficient scheme for real-time re-planning of the treatment based on the tumor
location and deformation: We plan to test the proposed workflow for daily real-time re-planning
using the simple TPS (Aim 3.1) and the hardware phantom (Aim 2.3).
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1% Quarter
09/11-11/11

2" Quarter
12/12-02/12

3rd Quarter
03/12-05/12

4™ Quarter
06/12-08/12

1. Design and prototype a dedicated radiation delivery apparatus for partial breast irradiation:

. . o MC code evaluation, | System Build imager Simulate images for
1.1. Determine the optimal X-ray energy for imaging, therapy and | equipment configuration and | geometry different energies
shielding purposes. acquisition install MC codes
1.2. Optimize the space and shielding requirement by integrating Personnel System Build machine/ 1_51 round
real-time imaging and tracking systems and beam stopper into | recruitmentand MC | configuration and room geometry | simulations and
a small form factor. code evaluation install MC codes refining

1.3. Construct a prone breast patient immobilization board to

optimize patient comfort, setup accuracy, and reproducibility.

Clinical data analysis,

CAD software selection and training

Analyze the requirements and design
using CAD software

1.4. Build a smart beam-shading device that can deliver pencil

beam IMRT in non-isocentric and non-coplanar manner.

(CSC) assembly

1.5. Evaluate dosimetric accuracy and delivery efficiency in

phantoms.

Construct “Curved-Surface Collimator”

Build a functional model of the smart
beam-shaping device

No activity until the 4™ quarter of the 2™ year.

2. Develop an image-guidance system for patient setup and tracking:

Identify vendors
for x-ray source

2.1. Determine the optimal configuration of imager and control
circuit for the dedicated APBI unitin Aim 1.

responses.

Mathematical modeling of detector

Develop (1) calibration method for
array detector and (2) image stitching

algorithms

2.2. Develop efficient CBCT reconstruction algorithms for the
source and imaging geometry.

simulation data

Develop panoramic CBCT technique using

GPU parallel processing for forward

projections

2.3. Construct hardware motion phantom (HMP) and software
motion phantom (SMP) to simulation breathing motion during
treatment.

2.4. Build and test a real-time image-guided software module for
patient setup and motion management.

No activity until the 3" quarter of the 2"
year.

3. Develop a real-time image-guided treatment planning system for the dedicated breast radiotherapy apparatus in Aim 1 and 2:

3.1. Dewelop an inverse planning algorithm for the proprietary
delivery mechanism.

year.

3.2. Explore an efficient scheme for real-time re-planning of the
treatment based on the tumor location and deformation.

Figure 1. Time project milestone schedule for the 2" year.

Build & test in-house digital phantom.

No activity until the 3" quarter of the 2"

No activity until the 3" year.

SMP: license and test XCAT, MCAT

HMP: develop requirements and look

for vendors

Formulate the requirements

Simple geometry TPS: forward and
inverse planning
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Year 2 Project Plan and Status

The progress of the project is shown in Figure 2. As of the end of 2™ year, the overall project is on
schedule — most sub aims are on or ahead of schedule and some are slightly behind the schedule. The
following presents the personnel and resource allocations and progress of each sub aims for this quarter:

1. Design and prototype a dedicated radiation delivery apparatus for partial breast irradiation:

DOD Annual Report 07/18/2011-08/17/2012

1.1. Determine the optimal X-ray energy for imaging, therapy and shielding purposes:

»  Personnel: Dr. Song Wang supervised by Dr. Jenghwa Chang.

»  Resources: A DELL Precision T7500 Tower Workstation was purchased for this purpose.
This workstation is reconfigured by installing Linux OS so that EGS/NRC Monte Carlo
software can be installed and run on this workstation.

»  Progress: On schedule.

1.2. Optimize the space and shielding requirement by integrating real-time imaging and tracking
systems and beam stopper into a small form factor:

»  Personnel: Dr. Bertrand Biritz and Dr. Leo Li supervised by Mr. John Cheeseborough.
»  Resources: Fluka Monte Carlo software was installed on a Linux server with 16 cores.
»  Progress: On schedule.

1.3. Construct a prone breast patient immobilization board to optimize patient comfort, setup
accuracy, and reproducibility:

»  Personnel: Dr. Fridon Kulidzhanov and Dr. Leo Li are responsible for this project.

»  Resources: A copy of Turbo CAD software was purchased for designing the prone breast
board.

»  Progress: On schedule.

1.4. Build a smart beam-shading device that can deliver pencil beam IMRT in non-isocentric and
non-coplanar manner:

»  Personnel: Mr. John Cheesborough is responsible for this project.

»  Resources: A copy of Dessault Systems SolidWorks was purchased for the design of the
device. Rapid prototyping equipment was used to construct a functional model.

»  Progress: On schedule.

1.5. Evaluate dosimetric accuracy and delivery efficiency in phantoms:

»  Dr. Clifford Chao is responsible for this project by contacting different for potential x-ray
sources.
»  Progress: On schedule.

Develop an image-guidance system for patient setup and tracking

2.1. Determine the optimal configuration of imager and control circuit for the dedicated APBI unit in
Aim 1:

»  Personnel: Dr. Song Wang and Dr. Leo Li supervised by Dr. Jenghwa Chang are
responsible for developing the calibration algorithm. Dr. Xing Wang was hired in the fourth
quarter and supervised by Dr. Jenghwa Chang for developing the image stitching algorithm.

»  Resources: the EPID on the Varian iX LINAC and the MapCheck device for IMRT QA.

»  Progress: Mathematical modeling of detector response and development of the calibration
algorithm is on schedule. Development of the image stitching algorithm is delayed by ~2
months due to slow recruiting.

Page 10




Principal Investigator: Dr. K.S. Clifford Chao

2.2. Develop efficient CBCT reconstruction algorithms for the source and imaging geometry:

»  Personnel: Dr. Lili Zhou supervised by Dr. Jenghwa Chang.

»  Resources: A DELL 7400 workstation and two NVIDIA Tesla C2050 GPGPU cards was
purchased for parallel processing of the reconstruction algorithms. 4D MCAT
(Mathematical Cardiac Torso phantom) and XCAT (extended cardiac-torso) digital motion
phantoms were used to generated simulated projection images. Projection images of the CT
CatPhan phantom for CBCT reconstruction were also generated using the EPID no the
Varian iX LINAC.

»  Progress: On schedule.

2.3. Construct hardware and software motions phantoms to simulation breathing motion during
treatment:

»  Personnel: Dr. Lili Zhou supervised by Dr. Jenghwa Chang is responsible for the software
motion phantom. Dr. Xin Wang was hired and supervised by Dr. Jenghwa Chang is
responsible for developing the hardware motion phantom.

»  Resources: 4D MCAT (Mathematical Cardiac Torso phantom) and XCAT (extended
cardiac-torso) digital motion phantom software were purchased for generating projection
images. We have also contacted potential vendors who might be able to customize their
physical motion phantoms to serve our needs.

»  Progress: Development of the software phantom is on schedule. Development of the
hardware phantom is behind schedule by ~1 months due to slow recruiting.

2.4. Build and test a real-time image-guided software module for patient setup and motion
management:

»  Personnel: Mr. Hansen Chen is responsible for this project.
»  Resources: VTK, ITK, DCMTK toolkits.
»  Progress: on schedule.

3. Develop a real-time image-guided treatment planning system for the dedicated breast radiotherapy
apparatus in Aim 1 and 2:

3.1. Develop an inverse planning algorithm for the proprietary delivery mechanism:

»  Personnel: Drs. Song Wang and Daniel Li supervised by Dr. Jenghwa Chang.

»  Resources: Drs. Wang and Li are currently using their personal notebook computers. Two
DELL Precision workstations are recently ordered to speed up this project.

»  Progress: on schedule.

3.2. Explore an efficient scheme for real-time re-planning of the treatment based on the tumor
location and deformation:

»  Personnel: Mr. Hansen Chen is responsible for this project.
»  Resources: Not applicable
»  Progress: on schedule.

Note: No activity until the 3" year after the simple TPS in Aim 3.1 is completed.

DOD Annual Report 07/18/2011-08/17/2012 Page 11




Principal Investigator: Dr. K.S. Clifford Chao

4™ Quarter
06/12-08/12

2" Quarter
12/12-02/12

1% Quarter
09/11-11/11

3rd Quarter
03/12-05/12

1. Design and prototype a dedicated radiation delivery apparatus for partial breast irradiation:

1.1.

Determine the optimal X-ray energy for imaging, therapy and
shielding purposes.

MC code evaluation, | System Build imager Simulate images for

install MC codes

acquisition

1.2.

Optimize the space and shielding requirement by integrating
real-time imaging and tracking systems and beam stopper into
a small form factor.

Build machine/

Personnel System

code evaluation

1.3.

Construct a prone breast patient immobilization board to
optimize patient comfort, setup accuracy, and reproducibility.

Clinical data analysis Analyze the require design

1.4.

Build a smart beam-shading device that can deliver pencil
beam IMRT in non-isocentric and non-coplanar manner.

1.5.

Evaluate dosimetric accuracy and delivery efficiency in
phantoms.

2. Develop an image-guidance system for patient setup and tracking:

Build a functional model of the smart
beam-shaping device

Construct “Curved-Surface Collimator”
(CSC) assembly

No activity until the 4™ quarter of the 2™ year.

2.1.

Determine the optimal configuration of imager and control
circuit for the dedicated APBI unit in Aim 1.

Mathematical modeling of detector Develop calibrati ethod for array
. gorithms

2.2.

Develop efficient CBCT reconstruction algorithms for the
source and imaging geometry.

2.3.

Construct hardware motion phantom (HMP) and software
motion phantom (SMP) to simulation breathing motion during
treatment.

2.4.

Build and test a real-time image-guided software module for
patient setup and motion management.

3. Develop a real-time image-guided treatment planning system for the dedicated breast radiotherapy apparatus in Aim 1 and 2:

3.1

Develop an inverse planning algorithm for the proprietary
delivery mechanism.

3.2.

Explore an efficient scheme for real-time re-planning of the
treatment based on the tumor location and deformation.

Develop panoramic CBCT technique using | GPU parallel proceiiini for forward

N ¢ ¢

o activity until the 3 quarter of the 2"

No activity until the 3™ a

quarter of the 2" geometry TRS: forward and

Pl

No activity until the 3" year.

Figure 2. Progress of the project. The blue arrow indicates the progress of each task.
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Year 2 Publications

In this section we list the peer-reviewed papers, abstracts and presentations that were published during the
2" year:

Peer-reviewed papers:

1.

2.

J. Chang, L. Zhou, S. Wang, KSC. Chao, “Panoramic cone beam computed tomography,”
Medical Physics 2012;39:2930-2946.

L. Zhou, K. S. C. Chao, and J. Chang, "Fast Poly-energetic Forward Projection for Image
Formation Using OpenCL on a Heterogeneous Parallel Computing Platform," submitted to the
Medical Physics.

Abstracts:

1.

10.

11.

R. Bassalow, A. Sabbas, M. Delamerced, S. Trichter, F. Kulidzhanov, L. Nedialkova, D. Nori, K.
Chao, and J. Chang, "SU-E-T-337: Monte-Carlo Study of Dose Perturbation Effects in External
Beam Therapy of the Prostate Caused by the Presence of Post?Implant Brachytherapy Seeds,"
Proc. AAPM 2010 Annual Meeting, Medical Physics 38, 3565-3565 (2011).

R. Bassalow, S. Trichter, A. Sabbas, B. Parashar, F. Kulidzhanov, L. Nedialkova, G. Wernicke,
D. Nori, K. Chao, and J. Chang, "SU-E-T-582: Monte?Carlo Study of Dosimetric Effects of
Brachytherapy Seeds Presence in Lung External Beam SBRT," Proc. AAPM 2011 Annual
Meeting, Medical Physics 38, 3623-3623 (2011).

J. Chang, L. Zhou, and K. Chao, "SU-E-J-10: Panoramic Cone Beam Computed Tomography
(CBCT)," Proc. AAPM 2011 Annual Meeting, Medical Physics 38, 3443-3443 (2011).

F. Kulidzhanov, A. Sabbas, J. Chang, S. Trichter, M. Hayes, G. Wernicke, D. Nori, and K. Chao,
"SU-E-T-497: Experience in Prone Breast Setup Accuracy Improvment,” Proc. AAPM 2011
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Year 2 Results

1. Design and prototype a dedicated radiation delivery apparatus for partial breast irradiation:
1.1. Determine the optimal X-ray energy for imaging, therapy and shielding purposes.

Figure 3 shows the preliminary Monte Carlo simulations performed with the “egs_cbct” code®’ to
analyze the image quality as a function of field size for an on-board imaging panel of 40 kV point (or
equivalently 120 kV x-ray) source. The irradiated phantom was a 60x60x30 cm?® water phantom with one
embedded bone insert of 20 cm length and 2x2 cm? cross section. The source was placed 100 cm
upstream of the iso-center and the water phantom centered at the iso-center. The imaging panel was
positioned 50 cm downstream of the iso-center and comprised of 200%200 pixels with 0.2 cm pixel pitch.
Simulations were conducted for field sizes ranging from 5x20 to 45x20 cm? defined at the iso-centric
plane (or 7.5x30 to 67.5x30 cm? at the imaging plane) while the source fluence was kept constant for all
simulations. Air kerma was scored as the detector response.

Since the same number of photons was used in the Monte Carlo simulation for each field size, results in
Figure 3 indicate that for the same mAs, the image quality is better for the smaller field size. Better image
quality for projection images also leads to better image quality for CBCT reconstruction. We plan to
repeat the simulation and study the image quality for energies ranging from 120 kVp - 6MV during the 3"
year. We will also use the MC simulation to produce the percent depth dose for those energies. The
combination of both studies will provide critical information for deciding the optimal energy for the
proposed dedicated radiation delivery apparatus.

(A) 5%20 cm? (B) 45%20 cm?

©) D)

Figure 3: Simulated projection images for (A) 5x20 cm? and (B) 45x20 cm? fields respectively. Panel (C) shows the central
profiles of the total signal and primary signal of both fields and Panel (D) is the contrast-to-noise ratio vs. the field size.
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1.2. Optimize the space and shielding requirement by integrating real-time imaging and tracking systems
and beam stopper into a small form factor.

FLUKA is a fully integrated particle physics Monte Carlo simulation package running on Linux. It is a
mature and robust package developed at European Organization for Nuclear Research (CERN), an
international high energy particle physics lab in Geneva Switzerland. To run this software efficiently, we
built a parallel processing environment which included 4 Dell PowerEdge rack mounted servers, each
with an Intel Xeon Quad Core CPU with TurboBoost technology running Fedora Linux.

Figure 4 show the preliminary Monte Carlo simulation results of the shielding requirements for 2 MV
source and the current machine design, i.e., multiple-cone geometry. The geometry is: 10x10 cm field
size, SAD of 58 cm, 130 cm from target to beam stopper (dimensions 50x35%20 cm, WxHxD), and 2 in.
thick lead walls. As can be seen the beam stopper and lead walls already shield most of the primary and
secondary radiation.

Figure 4. Monte Carlo simulation of the shielding requirements for 2 MV source.

The maximum value impinging on the wall to which the beam is 5.72 R/week. Using the NCRP 151
guideline of dose equivalent calculation for beams with energy less than 10 MeV, the dose equivalent is
5.72/104 = 0.055 Sv/week =55 mSv/week. Note that the above simulation is for one static beam. Since
the proposed ABPI machine irradiates the patients from multiple angles, we can use similar parameters
for CyberKnife shielding design. Assuming the use factor = 0.05, the dose equivalent is 55x0.05= 2.75
mSv/week. To reduce the dose equivalent to 0.1 mSv/week, the required attenuation

. 2.75 - . i . . .
is 1"5( f{].1) =141y Assuming the scattering energy is 500k, the attenuation can be achieved
with 11.9 x 1.4 =16 mm lead or 11.7 x 1.4 = 16.4 cm concrete.

We plan to continue the above simulation for different energies. Similar minimum requirements for
shielding will be calculated and the design for proposed APBI machine will be modified accordingly.

1.3.Construct a prone breast patient immobilization board to optimize patient comfort, setup accuracy,
and reproducibility.

We analyzed the clinical data and developed requirements for the proposed breast patient immobilization
board. We also had a draft for the first round of design and are currently putting the design in the
TurboCad software. We will have by the end of the 1% quarter of the 3 year a complete design in CAD
format that can be forwarded to the machine shop for construction.
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1.4.Build a smart beam-shading device that can deliver pencil beam IMRT in non-isocentric and non-
coplanar manner.

We have completed the construction of the mechanical components of a functional model of the smart
beam-shaping device. The assembly consists of the “Curved-Surface Collimator” (CSC) assembly
mounted on a two-axis gimbals assembly. Figure 5 shows the CSC and two-axis gimbals as a combined
servo-mechanical assembly. It describes the designation of each axis of motion. The CSC is the smart
beam-shaping device while the gimbals add the capability for non-isocentric, non-coplanar treatment.

We have selected a Gallil, DMC-4183 motion controller for the servo-mechanical assembly. This
controller has been used successfully in other radiation therapy systems and we are confident that it will
be a good fit for this application. We have begun the development of the diagnostic level functions of the
application software to control the model.

Figure 5: Photo of the smart beam-shaping device prototype.

We will develop the user interface for diagnostic control starting the 1% quarter of the 3 year. When this
is complete, we will begin the integration of the hardware and software, to be followed by the continued
development of the operation of the smart beam-shaping device as a servo-mechanical assembly.

1.5. Evaluate dosimetric accuracy and delivery efficiency in phantoms.

We are currently investigating a few x-ray sources from different vendors. The most attractive products
are manufactured by AET, Inc (http://www.aetjapan.com). The Compact Linear Accelerator developed by
AET has maximum beam energy of 50MeV and accelerator length of 70cm or less, and is capable of high
electric field acceleration. Figure 6 shows the pictures and specifications of the 1IMeV X-Band Compact Linear
Accelerator and 2 MeV S-Band Compact Linear Accelerator by AET, Inc., that we are seriously consider for
this project.
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| Structure ||On-axis coupled standing wave]
| Accelerator Material |[OFHC
| Accelerator Length |[25cm

|
|
|Acceleration Frequency||9,400MHz |
| Qo Value |[8,500 |
|
|
|

| Shunt Impedance  |[70MQ/m
|  BeamEnergy  |[1MeV@250KW
|  BeamCurrent  |[150mA

Figure 6A. Picture and specifications of the 1MeV X-Band Compact Linear Accelerator by AET, Inc.

| Structure ||Side coupled standing wave|
| Accelerator Material ||OFHC

| Accelerator Length |[15cm

|
|
|Acceleration Frequency][2,856MHz |
| Qo Value |[14,500 |
|
|
|

| Shunt Impedance ||90MQ/m
| BeamEnergy  |2Mev@2MW
| BeamCurrent  |[500mA

Figure 6B. Picture and specifications of the 2 MeV S-Band Compact Linear Accelerator by AET, Inc.
2. Develop an image-guidance system for patient setup and tracking:
2.1.Determine the optimal configuration of imager and control circuit for the dedicated APBI unit in Aim

Two-dimensional (2D) detector arrays, such as electronic portal image device (EPID) and “MapCheck”,
are routinely used for dosimetric quality assurance (QA) of radiation treatment plans. Calibration of an
array of 2D detectors is not trivial because it is impractical to irradiate one detector at a time. Instead, an
open-field beam can be used to irradiate the whole or a part of the 2D array so that the sensitivity of each
detector can be derived from the raw detector readings and the fluence of the irradiated field; the latter is
actually not uniform and usually need to be determined or modified as well. Several methods have been
developed in the past for calibration of the 2D detector array and most of them are very time consuming.

We have developed an efficient method to determine the sensitivities of a 2D detector array for the APBI
machine. This method only requires the irradiation of the 2D array with a wide open-field beam at the
central and two (one laterally and one longitudinally) shifted locations. The irradiations at the central and
lateral locations are required to reconstruct the relative lateral beam profiles, as shown in Figure 7A, and
the irradiations at the central and longitudinal locations are used to reconstruct the relative longitudinal
beam profiles,.

For a specific longitudinal location Y

Mc(X.Y)  RXYDIxS(X.Y) _ R(XY)
Mo (X.Y) RX—-1YIxS5(.Y) R(HE-1Y)D (1)

Rewriting this formula gives

MK, Y n McX LY McAX,Y
i [{X } :R{X—Z,Y]x 4 EEX } 4 EEX }

RULY)=RX — 1LY )x—— =X :
My (X, ¥) Mpar X — LYY My (XY
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MK —M+LY)  M-M+2Y) MY
Mo —M+ LYY Mg —M+2.7) MY

= R{X— M,Yr]x
)

From the above formula, the relative beam profile at any lateral position M on the positive X axis and
longitudinal position ¥" can be derived from the ratio of two measurements, iteratively from 1 to M.
Similarly, relative 1D longitudinal beam profiles at lateral position X and longitudinal position N can

be derived.
detectors on MapCHECK
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Figure 7. (A) Measurements required to calculate relative lateral beam profiles. Mc(X,Y) is a wide-beam irradiation at the
central detector array with respect the central axis (CAX), M a7(X,Y) is a wide-beam irradiation with the array shifted laterally
and R(X,Y) is the two-dimensional beam profile in question. (B) The dimension of the MapCHECK device and the detectors
(plotted as dots) (C) The orientation of the setup.

We have tested this algorithm using the MapCheck device (Figure 7B) as its calibration is simpler and
already available. MapCHECK has its own calibration routine, and the sensitivity of all detectors can be
read readily, which was used as the “gold standard” for comparison in this study. The orientation of the
setup is shown in Figure 7C. We also developed a “shift with error-locking” method to minimize the
error propagation and implemented the method developed by Greer et al® for comparison. Figure 8 shows
the central beam profiles measured by the vendor routine, the “shift with error-locking” method and the
Greer’s method. Figure 8A is the beam profiles along X axis and Figure 8B is along Y axis. It is observed
that these three methods agree with each other quite well in the central area but diverge at the beam
borders. This is expected since beam penumbra is not considered in our model.

In conclusion, we have developed a sensitivity calibration method for calibrating array detector. This
method requires only two shifts of detector for data collection (large field irradiation), from which the
sensitivity of the detector can be reconstructed recursively. Additional 3-4 small field irradiations are
needed with the “shift with error-locking” method, which can significantly reduce the error propagation.
The results showed that our “shift with error-locking” method is comparable with the Greer method but
requires much fewer measurements. In addition, this method require no complicated modeling (using
Monte Carlo simulations), does not use beam flattening. Moreover, no rotation of the detector is needed
for our method, which is particularly suitable for 2D arrays with no rotation function like EPID and
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MapCheck. We are currently improving the model of the detector array to address this problem at the
penumbra regions.

beam profile of central X axis
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Fig. 8 Central beam profiles by the vendor routine inside MapCHECK, by the “shift with error-locking” method and the Greer’s
method are compared. (a) are beam profiles along X axis. (b) are beam profiles along Y axis.

2.2.Develop efficient CBCT reconstruction algorithms for the source and imaging geometry.
2.2.A. Panoramic CBCT

Cone-beam computed tomography (CBCT) is the main imaging tool for image-guided radiotherapy but
its functionality is limited by a small imaging volume and restricted image position (imaged at the central
instead of the treatment position for peripheral lesions to avoid collisions). Here, we present the concept
of “panoramic CBCT” which can image patients at the treatment position with an imaging volume as
large as practically needed.
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As shown in Figure 9, in this novel “panoramic CBCT” technique, the target is scanned sequentially from
multiple view angles. For each view angle, a half scan (180° + @,n Where G- iS the cone angle) is
performed with the imaging panel positioned in any location along the beam path. The panoramic
projection images of all views for the same gantry angle are then stitched together with the direct image
stitching method (i.e., according to the reported imaging position) and full-fan, half-scan CBCT
reconstruction is performed using the stitched projection images.

(A) (B)

Figure 9. lllustration of the concept of panoramic CBCT. (A) Three panoramic views achieved by sequentially collimating the
source (Coll. £1, Coll. £2 or Coll. £3) to irradiate a part of the target for half scan. The field size is comparable to the size of the
imaging panel positioned along the beam path for each view. (B) The “equivalent” view from the three panoramic views re-
binned at a plane normal to the central axis of the source, which is equivalent to scan the target using an “equivalent” imaging
panel large enough to encompass the whole target.

To validate this imaging technique, we simulated cone-beam projection images of the Mathematical
Cardiac Torso (MCAT) thorax phantom for three panoramic views. Gaps, repeated/missing columns and
different exposure levels were introduced between adjacent views to simulate imperfect image stitching
due to uncertainties in imaging position or output fluctuation. A modified simultaneous algebraic
reconstruction technique (modified SART) was developed to reconstruct CBCT images directly from the
stitched projection images. As a gold standard, full-fan, full-scan (360° gantry rotation) CBCT
reconstructions were also performed using projection images of one imaging panel large enough to
encompass the target. Contrast-to-noise ratio (CNR) and geometric distortion were evaluated to quantify
the quality of reconstructed images.

The results show that truncated images with artifacts were observed for the CBCT reconstruction using
projection images of the central view only. As shown in Figure 10, when the image stitching was perfect,
complete reconstruction was obtained for the panoramic CBCT using the modified SART with the image
quality similar to the gold standard (full-scan, full-fan CBCT using one large imaging panel). Imperfect
image stitching, on the other hand, lead to (streak, line or ring) reconstruction artifacts, reduced CNR
and/or distorted geometry.

In conclusion, we have developed a panoramic CBCT technique and demonstrated with simulation data
that it can image tumors of any location for patients of any size at the treatment position with comparable
or less imaging dose and time. However, the image quality of this CBCT technique is sensitive to the
reconstruction artifacts caused by imperfect image stitching. Better algorithms are therefore needed to
improve the accuracy of image stitching for panoramic CBCT.
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Transverse

Coronal

Sagittal

(A) 1 big panel/full scan (B) 1 big panel/half scan (C) 3 panoramic views/half scan

Figure 10. Comparison of transverse, coronal and sagittal slices for CBCT reconstructions using projection images from (A) 1 big
panel/full scan (the standard for comparison), (B) 1 big panel/half scan, and (C) 3 panoramic views/half-scan. Standard SART
was used for CBCT reconstructions of (A) and (B) while “modified SART” was used for (C). Full scan: 360° gantry rotation.
Half scan: 200° gantry rotation.

2.2.B. Fast Forward Projection for Image Formation Using OpenCL

We are also investigating the use of parallel processing to speed up the CBCT reconstruction. The first
step is to accelerate forward and backward projections on GPGPU Using OpenCL. Simulated projection
images of digital phantoms constructed from CT scans have been widely used for clinical and research
applications but their computation speed are not fast enough for real-time comparison with the
radiography. To address this obstacle, we performed poly-energetic forward projections (see 2.3.A
Software Phantom for more details) using Open Computing Language (OpenCL) in a parallel computing
ecosystem consisting of CPU and GPGPU (general purpose graphics processing unit) for fast image
formation.
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Figure 11A illustrates the ray trace method for calculating the line integral along different rays for a two-
dimensional object. The solid dots indicate the boundaries of intersecting pixels and the interval between
two neighboring dots defines the chord length of intersection. The numbers of intersecting pixels along
ray 1 and ray 2 are different. The Siddon’s method® is used to compute the x-ray transmission line integral
and the x-ray fluence is the exponential of line with added Poisson noise. To accelerate the calculation we
partitioned the workloads using the task parallelism (TP) and data parallelism (DP) and scheduled them in
a parallel computing ecosystem consisting of CPU and GPGPU (NVIDIA Tesla C2050) using OpenCL
only. Figure 11B illustrates the GPU architecture used to parallel-process the forward and backward
projections in Figure 11A. We explored the task overlapping strategy and the sequential method for
generating the first and subsequent DRRs. A dispatcher was designed to drive the high-degree parallelism
of the task overlapping strategy. Numerical experiments were conducted to compare the performance of
the OpenCL/GPGPU-based implementation with the CPU-based implementation.

(A) (B)
Figure 11. (A) Illustration of the ray trace method for calculating the line integral along different rays for a two-dimensional
object. (B) The GPU architecture used to parallel-process the forward and backward projections in (A).

Figure 12 shows (A) the comparison of computation times for DRR generation using the task overlapping
strategy and the sequential method, and (B) the speedup for DRR generation and line integral over CPU.
For a phantom size of 512 x 512 x 223, the time for calculating the line integrals for a 512 x 512 image
panel was 16.2 ms on GPGPU for a monoenergetic energy source in comparison to 8.83 s on CPU. The
total computation time for generating one poly-energetic projection image of 512 x 512 was 0.3 s (141s
for CPU).

The Computation time of DRR generation on GPGPU The speedup of DRR generation and line integral
B Task overlapping strategy M Sequential method BTask overlapping strategy W Sequential method  OLine integral (Task 2)
< 600 54572
. 2500 37304 _ 537.58
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Figure 12. (A) The comparison of computation times for DRR generation using the task overlapping strategy and the sequential
method. (B) The speedup for DRR generation and line integral over CPU.

Figure 13 demonstrates the projections calculated by (A) and (C) CPU-based, and (B) and (D) OpenCL-
based GPU implementations. (A) and (B) at 0 degree. (C) and (D) at 90 degree. The relative difference
images of (A) and (C) is shown in (E), and the relative difference of (B) and (D) in (F). The relative
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difference between the projection images obtained with the CPU-based and OpenCL/GPGPU-based
implementations was on the order of 10° and was virtually indistinguishable. The task overlapping
strategy was 5.84 and 1.16 times faster than the sequential method for the first and the subsequent DRRS,

respectively.
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B) (F)

Figure 13. The projections calculated by (A) and (C) CPU-based, and (B) and (D) OpenCL-based GPU implementations. (A)
and (B) at O degree. (C) and (D) at 90 degree. The relative difference images of (A) and (C) is shown in (E), and the relative
difference of (B) and (D) in (F).

2.3.Construct hardware and software motions phantoms to simulation breathing motion during
treatment.

2.3.A. Software Phantom

Simulated projection images of digital phantoms constructed from CT scans have been widely used for
clinical and research applications but their quality are not optimal for comparison with the radiography
acquired with an x-ray source of different energies. To address this issue, we propose to build digitally
constructed attenuation phantoms by segmenting the anatomical CT images into different tissue types and
assigning each tissue type with the attenuation coefficients for different X-ray energies.

The x-ray source can be a radioisotope or an x-ray generator with a known spectrum described as weight
w(n) for energy bin E(n). The proposed poly-energetic forward projection uses a lookup table containing
the NIST published mass attenuation coefficients (/) for different tissue types and photon energies
ranging from 1keV to 20MeV. The CT images of interested sites are first sesgmented into different tissue
types based on the CT numbers, and converted to a three-dimensional attenuation phantom by linking
each voxel to the corresponding tissue type in the lookup table. The Siddon’s method is used to compute
the x-ray transmission line integral for E(n) and the x-ray fluence is the weighted sum of the exponential
of line integral for all energy bins with added Poisson noise.

To validate this method, a digital head and neck phantom constructed from the CT scan of a Rando head
phantom was segmented into three (air, grey/white matter and bone) regions for calculating the poly-
energetic projection images for the Mohan 4MV energy spectrum. Figure 14 shows the projection images
at 0 degree (the 1st column) and 90 degree (the 2nd column) for (A) and (B) 0.25 MeV, (C) and (D) 0.75
MeV, and (E) and (F) 4.0 MeV. The projection images were generally similar to typical portal images
obtained with a 4 or 6 MV x-ray source on a high-energy linear accelerator.

In addition to the home made phantom. We have also licensed the 4D NURBS-based Cardiac-Torso
(XCAT) digital phantom program from the Duke University and have performed preliminary tests. The
XCAT phantom was originally developed to provide a realistic and flexible model of the human anatomy
and physiology for use in nuclear medicine research, specifically single-photon emission computed
tomography (SPECT) and positron emission tomography (PET). The XCAT phantom was extended to
four dimensions to model common patient motions such as the cardiac and respiratory motions using 4D
tagged magnetic resonance imaging (MRI) data and 4D high-resolution respiratory-gated CT data
respectively. Both datasets were acquired from normal patient volunteers. With its basis upon human data
and the inherent flexibility of the NURBS primitives, the result is a computer-generated phantom that
closely resembles the anatomical structures and cardiac and respiratory motions of a normal human
subject. Combined with accurate models of the imaging process, the 4D XCAT is capable of simulating
imaging data close to that of actual patients. The 4D XCAT phantom has provided an excellent tool with
which to study the effects of anatomy and patient motions on SPECT and PET images. It is widely used
in nuclear medicine imaging research.

The XCAT phantom is capable of simulating two physical models: a 3D distribution of attenuation
coefficients for a given photon energy (attenuation phantoms) and a 3D distribution of emission
radionuclide activity for the various organs (activity phantoms). It has a spherical lesion generator that
will create phantoms of the user defined lesion. It also ha a vector generator that will output motion
vectors as determined from the phantom surfaces. Figure 15 shows the CBCT reconstruction results from
projection images simulated with the XCAT digital phantom.
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In conclusions, we have successfully built digital phantoms using anatomic CT images and NIST /p
tables for simulating realistic poly-energetic projection images and optimized the processing speed with
parallel computing using GPGPU/OpenCL-based implementation. The computation time was fast (0.3 s
per projection image) enough for real time IGRT (image-guided radiotherapy) applications. We have also
licensed the XCAT phantom that can simulation the projection images of the moving object inside the
thorax. Both phantoms have being used to generate projection images for other studies and will be used

continuously for the projects of the 3 year.
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Figure 14. Projection images at 0 degree (the 1st column) and 90 degree (the 2" column) for (A) and (B) 0.25 MeV, (C) and (D)

0.75 MeV, and (E) and (F) 4.0 MeV.
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Figure 15. The CBCT reconstruction results from projection images simulated by the XCAT digital phantom.

2.3.A. Hardware Phantom - Personalized Motion Phantom for Radiotheapy

250

The requirements for the hardware phantom have been formulated. This project consists of hardware and
software developments. For hardware development we will build a 3D moving phantom driven by DC or
servo motors. For the software part we will develop codes capable of importing the 4D CT, segmenting
the tumor for each breathing phase, and modeling the tumor trajectory for the full breathing cycle. The
whole system need to be run on battery so that it can be positioned on a rotating platform for CBCT

acquisition.
The final product should be able to
(1) Import the 4D CT of a patient.

(2) Identify the lung tumor position for each breathing phase.

(3) Reconstruct the moving path of the tumor.

(4) Control the phantom movement to emulate the tumor motion for different breathing phases.

(5) Run on battery.

(6) Be positioned on a rotating platform for CBCT acquisition.
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We have contacted a few vendors for building a hardware motion phantom. Figure 16 show the front,
right, and top views of the design of the hardware motion phantom by a vendor.

Front Right Top

Figure 16. The front, right, and top views of the design of the hardware motion phantom by a vendor.

We are not satisfied with this design as it doesn’t meet with all the above requirements. We are still
looking for other vendors or potential collaborators who might build this phantom for this project. With
the proposed motion phantom the accuracy of the motion management technique can be evaluated before
the first treatment for each individual patient. Potential delivery errors can be identified and corrected
during the planning stage. In addition, the proposed motion phantom can also be used to test new motion
management techniques that are being developed.

2.4.Build and test a real-time image-guided software module for patient setup and motion management.

We have formulated the first stage requirements of the real-time image-guided software module. We
have also identified specific software development toolkits (e.g. ITK and VTK) for medical image
processing that might be potentially suitable for our project aims. The real-time image-guided software
will require four major modules: (1) interface to the on-board imaging (OBI) system, (2) automatic image
registration /fusion function, (3) automatic image segmentation (contouring) function and (4) patient shift
/ re-localization data feedback to the treatment machine / control console.

We already looked into the first module requirement for image importing /interface to the OBI device.
We have selected an open-source DICOM toolkit named DCMTK. This toolkit has the codes for
importing DICOM images and DICOM RT structure sets. Our software will parse the DICOM data and
store them in a designed DICOM data structure in the computer memory for further program use. Figure
17 demonstrates the image registration. The daily cone-beam CT images are processed using the
deformable image registration (DIR) algorithm based on the Tx plan images and contours for tumor target
and critical organs. The result of DIR is the contours automatically generated onto the daily CT images
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(A) Pre-Registration: daily cone-beam CT images are off from the Tx plan images due to patient setup uncertainties

(B) Automatic Image Registration: the Tx and daily images are aligned with patient shift calculated

Figure 17. Demonstration of the image registration algorithm.

We are planning to look into the mutual information algorithm and deformable image registration
algorithm in ITK to conduct some feasibility studies. A feasibility study for the integration of the
development tools will be conducted and tested in the 1% quarter of the 3" year.

3. Develop a real-time image-guided treatment planning system for the dedicated breast
radiotherapy apparatus in Aim 1 and 2:

3.1.Develop an inverse planning algorithm for the proprietary delivery mechanism.
3.1.A. Forward Planning

A simple treatment planning system for the proposed APBI machine was developed using Clarkson
algorithm for dose calculation and 3D mathematical functions to define patient body, treatment targets
and organs at risk. A spherical coordinate system was used to represent the radiation source positions. A
discrete Cartesian coordinate systems was used to represent the phantom/patient data and a continuous
Cartesian coordinate systems was used for dose calculation , i.e., dose matrix. Dose to a voxel was
calculated using TMR and OAR:

DV = MUxOFXTMR(d)*OAR(OAD).

A mathematical phantom has been created with an elliptical cross-section of a major axis of 25 cm and a
minor axis of 15 cm; superior-inferior direction has an infinite length. Dose grid contains 100x100x100
elements, with 0.2 cm spacing. This gives a volume of 20x20x20 cm®. There are four delivery cones at
50, 70, 100 and 120 degree polar angles (40, 20, -10 and -30 from the transverse iso-plane). 18, 22, 23
and 20 non-coplanar beams are placed on the above cones respectively; the arc length between
neighboring sources on a cone is fixed. Iso-center is positioned at (5, 0, 0) and (-5, 0, 0) respectively.

Figure 17 shows the results of the simple TPS system. Figure 17A is the dose distributions on three
orthogonal iso-planes, demonstrating that the proposed beam arrangement leads to highly conformed
ellipsoid dose concentration. Figure 17B is the dose distribution on a plane 4 cm upstream the iso-center
(Z plane), showing the entrance dose from the two cones at the polar angles 50 and 70 degree. Figure 17C
is the central profile extracted from the iso-plane perpendicular to the central axis of the delivery cone.
Dose is concentrated at the center with low entrance dose, much like a proton dose distribution.

We plan to develop inverse planning for the proposed APBI geometry using this simple TPS, followed by
CT-based TPS using pencil beam algorithm.
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(A) (B) ©)

Figure 18. Results of the simple TPS system (A) Displayed are dose distributions on three orthogonal iso-planes (B) Dose
distribution on a plane 4 cm upstream the iso-center (Z plane) (C) Central profile extracted from the iso-plane perpendicular to
the central axis of the delivery cone.

3.1.B. Inverse Planning

The goal of this study us to develop the algorithm for multiple beam configurations to deliver a prescribed
dose to the planning target volume (PTV) while sparing surrounding organs at risk (OARs). This goal can
be achieved by delivering a prescribed radiation dose to the target with high conformity and by reducing
the radiation doses received by OARs. Because PTV coverage and OAR sparing are generally
contradictory, importance factors are usually adopted to express their relative importance. In this study,
we defined the cost function F(X,K) as following :

F (X K) = ky (K)(Dpi ore (X) — By + S K [Dyas o (X) ~ Do ]

where Dpinprv(X) is the minimum dose in PTV and Dpaxoar(X) is the maximum dose in OARS
respectively for each structure i (i =1, ..., M) as a function of beam weight (X). M is the total number of
structures involved, including OAR or other healthy tissues (OHT). D,,, is the desired dose for the PTV,
Doar IS the tolerance dose for OAR and k; represents the relative importance of the i- th structure
showing its priority for optimization as a function of K. Different sets of importance factors will have
different characteristics and will result in different final plans. X represents the set of beam weights so
that Dpin prv(X) and Diax0ar(X) can be expressed by

N
Dinpry (X) = [Z diX; 1
e

N
Dmax,OAR (X)= [Z dij X; ]i+:l...l
j=1

where dj is the dose per volume with unit beam weight from the j th beam to i th unit volume within PTV
or OAR and , [X]*([X]) is defined as maximum(minimum) dose in the unit volume among total | unit
volumes. N is the total number of beams. For this study we assumed the beam weight ¥; is either 0 or 1 so
that we will find the best beam combination in 2" sets of total beam configurations.

For OAR we only considered the surrounding tissues around PTV for this study and the importance factor
was 1 as well as Doag= 0 for the simplest case. Later we will include complex OAR structures with
various importance factor and possibly floating number of beam weights if we need.

In this study, the genetic algorithm mimicking the pass of randomly mutated genes from the parent to the
offsprings was used to optimize the cost function. The strategy was to produce offsprings of the parent
beam arrangement by randomly turning on/off certain beams and evaluate the cost function for each
offspring. The offspring with the minimum cost function was identified and became the next parent for
further optimization. This process is repeated until the stop condition is met.
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Figure 19. lllustration of the inverse planning using the genetic algorithm. (A) The change of the number of beams that remains
open as a function of generation number. (B) The decrease of maximal dose to OAR as the generation increases. The
conformality index remains the same instead of going lower since it has a lower priority than the dose to OAR. (C) The final
optimized dose distribution showing that the dose cloud is pushed in the anterior- and posterior-direction to spare the OAR.

Figure 19 illustrates of the inverse planning results using the genetic algorithm. Initially, all 180 beams
were open. Figure 19A shows the change of the number of beams that remains open as a function of
generation number. As the number of generation increases, the maximal dose to OAR decreases (Figure
19B). The conformality index remains the same instead of going lower since it has a lower priority than
the dose to OAR. Figure 19C is the final optimized dose distribution showing that the dose cloud is
pushed in the anterior- and posterior-direction to spare the OAR.

3.2.Explore an efficient scheme for real-time re-planning of the treatment based on the tumor location
and deformation.

As shown in Figures 1 and 2. There are no scheduled tasks for this subaim during Year 2. We plan to
explore the real-time re-planning of the treatment based on the tumor location and deformation after the
simple treatment planning system in Aim 3.1 is fully functional.

Discussion of Year 2 Project Results

We have made significant progress in the second year for this grant. Most aims are on or ahead of
schedule although some aims are delayed due to slow recruiting. We believe we can make up the
lost time once the reasons for the delay are fixed.

In year 2 we focus on building each sub-system of the proposed APBI apparatus - Aim 1 for the x-
ray generator, Aim 2 for the imaging sub system and Aim 3 for the treatment planning. For Aim 1
we are concentrating on analyzing the shielding cost and imaging quality for different energies
using Monte Carlo simulations. These results are critical to our final decision on the x-ray energy for
the proposed APBI machine.

The panoramic CBCT technology is the heart of the imaging sub system as it reduces the hardware
cost (smaller panel is cheaper) and construction cost (requiring less space). Good image stitching
algorithms are essential to panoramic CBCT. In addition, the CBCT reconstruction must be available
immediately after the scan. To these ends, we have spent a significant amount of resources on
image stitching algorithms and developed parallel processing schemes using GPU for speeding up
CBCT reconstructions.

Treatment planning is also critical to a successful radiotherapy system. Because the design of the
proposed APBI machine is different from conventional linac, a new treatment planning system must
be built. Since the main difference is the irradiation geometry, the conventional dose calculation
algorithms like Clarkson or pencil beam convolution method are still applicable and the
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development of the new treatment planning is focusing on how to take advantages of the proposed
novel irradiation geometries.
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Purpose: Cone-beam computed tomography (CBCT) is the main imaging tool for image-guided
radiotherapy but its functionality is limited by a small imaging volume and restricted image posi-
tion (imaged at the central instead of the treatment position for peripheral lesions to avoid colli-
sions). In this paper, the authors present the concept of “panoramic CBCT,” which can image
patients at the treatment position with an imaging volume as large as practically needed.

Methods: In this novel panoramic CBCT technique, the target is scanned sequentially from multiple
view angles. For each view angle, a half scan (180° + 0., Where 0., is the cone angle) is per-
formed with the imaging panel positioned in any location along the beam path. The panoramic pro-
jection images of all views for the same gantry angle are then stitched together with the direct image
stitching method (i.e., according to the reported imaging position) and full-fan, half-scan CBCT
reconstruction is performed using the stitched projection images. To validate this imaging technique,
the authors simulated cone-beam projection images of the Mathematical Cardiac Torso (MCAT)
thorax phantom for three panoramic views. Gaps, repeated/missing columns, and different exposure
levels were introduced between adjacent views to simulate imperfect image stitching due to uncer-
tainties in imaging position or output fluctuation. A modified simultaneous algebraic reconstruction
technique (modified SART) was developed to reconstruct CBCT images directly from the stitched
projection images. As a gold standard, full-fan, full-scan (360° gantry rotation) CBCT reconstruc-
tions were also performed using projection images of one imaging panel large enough to encompass
the target. Contrast-to-noise ratio (CNR) and geometric distortion were evaluated to quantify the
quality of reconstructed images. Monte Carlo simulations were performed to evaluate the effect of
scattering on the image quality and imaging dose for both standard and panoramic CBCT.

Results: Truncated images with artifacts were observed for the CBCT reconstruction using projec-
tion images of the central view only. When the image stitching was perfect, complete reconstruc-
tion was obtained for the panoramic CBCT using the modified SART with the image quality
similar to the gold standard (full-scan, full-fan CBCT using one large imaging panel). Imperfect
image stitching, on the other hand, lead to (streak, line, or ring) reconstruction artifacts, reduced
CNR, and/or distorted geometry. Results from Monte Carlo simulations showed that, for identical
imaging quality, the imaging dose was lower for the panoramic CBCT than that acquired with one
large imaging panel. For the same imaging dose, the CNR of the three-view panoramic CBCT was
50% higher than that of the regular CBCT using one big panel.

Conclusions: The authors have developed a panoramic CBCT technique and demonstrated with
simulation data that it can image tumors of any location for patients of any size at the treatment
position with comparable or less imaging dose and time. However, the image quality of this CBCT
technique is sensitive to the reconstruction artifacts caused by imperfect image stitching. Better
algorithms are therefore needed to improve the accuracy of image stitching for panoramic CBCT.
© 2012 American Association of Physicists in Medicine. [http://dx.doi.org/10.1118/1.4704640]

Key words: panoramic CBCT, image stitching

. INTRODUCTION treatment setup and dose delivery. Among many imaging/

tracking devices used for IGRT, linear accelerator (linac)
Image guided radiotherapy (IGRT) (Refs. 1-6) is a popular ~ based cone-beam computed tomography (CBCT) (Refs.
radiotherapy procedure that uses imaging devices to guide 7-18) is probably the most powerful tool for therapy
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guidance. CBCT has been used as a three-dimensional (3D)
imaging method in IGRT to provide volumetric information
for real-time patient setup, dose verification, and treatment
planning.

However, there are many drawbacks in the current imple-
mentation of CBCT. One major problem is the small imaging
volume (due to small imager size) compromising the accuracy
of target delineation. For example, the maximum size of a
commercial amorphous silicon detector is 40 cm in width (or
in the transverse direction). If an imaging panel of this size is
positioned 150 cm from the source for full-fan CBCT acquisi-
tion (i.e., the central axis of the linac aligned with the center
of the imaging panel), a half-scan gantry rotation correspond-
ing to 180° 4 O.¢ne, Where O.ope 1s the cone angle, is needed to
get a complete data set for CBCT reconstruction with an
imaging volume of 26.7 cm in diameter.

This imaging volume of full-fan, half-scan CBCT acquisi-
tion is not large enough to encompass the full patient anatomy
for almost all treatment sites, making it difficult to identify the
treatment target and surrounding critical organs for image-
guided setup. A “truncated” imaging volume also leads to
incorrect CT numbers and reconstruction artifacts because the
attenuation outside the imaging volume is backprojected into
the imaging volume. De-truncation algorithms'®*° have been
developed to extrapolate/approximate the measurements out-
side the imaging panel and, therefore, extend the imaging vol-
ume. However, the CT numbers obtained from these methods
are still approximate and truncation artifacts/distortions still
exist in reconstructed images.

The imaging volume can also be increased by shifting the
imaging panel laterally up to 50%, which is usually referred
to as the shifted/displaced detector scan (in micro-CT litera-
tures) or half-fan acquisition (in IGRT literatures). This
approach can theoretically double the imaging volume (e.g.,
to 53.4 cm in diameter). Although this imaging volume is still
not large enough to cover the whole patient anatomy for most
thoracic, abdominal, and pelvic cases, the associated problems
(incorrect CT numbers and artifacts) are not as severe as those
for the full-fan, half-scan acquisition. As a result, the half-fan
acquisition has been successfully used for the majority of
IGRT cases. However, half-fan CBCT requires full-scan
(360°) gantry rotation, which is not always possible. Figure 1
illustrates the front view of a linac with an on-board kV imag-
ing system (consisting of a source and an imaging panel)
attached to the gantry using robotic arms, and the distances
between the isocenter and the linac head, kV imaging panel
and kV source. As shown in Fig. 1, among the linac head, kV
imager, and kV source, the linac gantry head is closest to the
isocenter and might cause a collision during a 360° gantry
rotation, particularly if the couch is shifted laterally or inferi-
orly for peripheral lesions. Therefore, in order to avoid colli-
sions, most patients with peripheral lesions have to be imaged
at the central location instead of the real treatment position for
CBCT acquisition. Moving the patient back and forth between
the treatment and imaging positions is very uncomfortable for
the patients, prolongs the treatment time significantly, and
introduces additional uncertainties (e.g., patient motions) that
need to be monitored. Moreover, this additional shift might
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Fic. 1. The front view of a linear accelerator (linac) with an on-board kV
imaging system (consisting of a source and an imaging panel) attached
to the gantry using robotic arms. The distances are 40, 45, and 85 cm
between the isocenter and the linac head, kV imager, and kV source, respec-
tively; the distance between the isocenter and the kV imager can be
increased (up to 85 cm) if necessary. Therefore, among the linac head, kV
imager, and kV source, the linac head is most likely to collide with the
couch during a 360° gantry rotation.

compromise the accuracy of image guidance because the
effect of an error in measuring rotation is amplified as
the point of interest (treatment isocenter) gets farther from the
axis of rotation (imaging isocenter).”'

To address these drawbacks, we developed a novel
“panoramic CBCT” technique, which can image patients at
the treatment position with an imaging volume as large as
practically needed. It is obvious from Fig. 1 that a collision
will not occur for a half-scan rotation (180° + O.ope) if the
gantry head rotates on the “far” side of the couch. So ideally,
we would like to have an imaging panel large enough to
encompass the whole anatomy for a full-fan, half-scan
CBCT acquisition so that the linac head does not have to
rotate to the “near” side of the couch. Since an imaging
panel of this size does not exist, we propose to split the view
of the this large imaging panel into smaller ones that can be
imaged with the existing imaging panel and rotate the gantry
multiple times, one half-scan rotation for each view. The
projection images from multiple views can then be stitched
together and reconstructed using standard reconstruction
algorithms for full-fan, half-scan CBCT. The name pano-
ramic CBCT is chosen for this CBCT technique due to its
similarity to the panoramic photography.

The stitched projection images can be reconstructed using
the standard FDK (Feldkamp, Davis, and Kress) algorithm,22
a type of filtered backprojection (FBP ) algorithm developed
for CBCT reconstruction. Data redundancy can cause arti-
facts for half-scan CT/CBCT reconstruction using FBP-type
algorithms as some line integrals are backprojected twice
while most are considered only once. Previous studies™ 2’
show that half-scan CT/CBCT reconstruction using modified
weighting for FBP-type algorithms can equalize the uneven
contributions for different line integrals and provide compa-
rable image quality as the full-scan CT/CBCT reconstruc-
tion. CBCT reconstructions using the FDK algorithm are
also prone to inherent shading artifacts (also referred to as
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cone-beam artifacts), particularly for half-scan acquisition
because the cone beam projection images acquired in a cir-
cular trajectory do not completely cover the Fourier space
and do not provide complete data.?®*

Another popular method for CT/CBCT reconstruction is
the simultaneous algebraic reconstruction technique (SART)—
an algebraic reconstruction method solving the linear system
using iterative methods without direct matrix inversion. In
comparison to the FBP approach, the algebraic method is
generally more advantageous in CT and CBCT reconstruc-
tion using incomplete data because the algebraic method is
easy to implement for different scanning geometries. In addi-
tion, it is flexible in incorporating a priori information about
the imaging volume, is more economic in extracting tomo-
graphic information from the projection images, and does
not require data weighting. For example, Mueller’® demon-
strated that less projections are required for the SART than
for the FDK reconstruction for the same image quality. Guan
and Gordan,3 ! on the other hand, showed that, for the same
limited number of projections, the algebraic formulation pro-
duces better reconstructions than the FBP method. Ge
et al** demonstrated that metal artifacts can be more suc-
cessfully reduced with iterative reconstruction methods.
Maal} et al. compared different CBCT reconstruction algo-
rithms and concluded that the SART showed significantly
reduced cone-beam artifacts in comparison to the FDK algo-
rithm.** Finally, the study by Noo et al. demonstrated that
variable detector sizes inside projections can be handled
with SART provided that the detector geometry remains
unchanged from one projection to another.**

A potential source of reconstruction artifacts for pano-
ramic CBCT is imperfect image stitching due to uncertain-
ties in imaging position or output fluctuation. Most
commercially available electronic portal imaging device
(EPID) systems are attached to the linac using robotic arms,
from which the location of the imaging panel is read. Grattan
and McGarry™ investigated the mechanical characterization
of the robotic arms for commercial EPID systems and
reported that the digital readout and the exact imaging posi-
tion might differ by a few millimeters due to gantry sag. The
exposure level of an x-ray imaging system fluctuates on the
order of a few percents each time the beam is turned on for
the same mAs setting. This fluctuation might cause artifacts
and incorrect CT numbers in the reconstructed images
because the backprojection of the projection images for each
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view angle is not evenly distributed but concentrated in cer-
tain regions within the imaging volume.

In this paper, we will describe the scanning geometry for
acquiring projection images for multiple panoramic views,
explain the direct imaging stitching method, and present a
modified SART for panoramic CBCT reconstruction. CBCT
reconstructions from simulated panoramic projection images
of digital phantoms will be presented and the image quality
compared. Reconstruction artifacts will be studied for simu-
lated imperfect stitching including gaps, columns missing/
repeating at intersection, and exposure fluctuation between
adjacent views. Results from the Monte Carlo simulations of
projection images for standard and panoramic CBCT will be
presented to investigate the effects of scattering on image
quality and imaging dose. Finally, potential applications of
this imaging technique for clinical use will be discussed.

Il. METHOD AND MATERIALS
IlLA. The concept of panoramic CBCT

As shown in Fig. 2(a), for panoramic CBCT, we scan the
target panoramically with the source aiming at multiple view
angles with a field size comparable to the size of the imaging
panel, stitch together the projection images of all views for
the same gantry position to form a larger projection image,
and perform CBCT reconstruction using the stitched projec-
tion images. Aiming the source at multiple view angles can
be achieved by either rotating the source physically or using
different collimator settings as shown in Fig. 2(a). For each
view angle, the imaging panel can be positioned in any loca-
tion along the beam path.

Since the CBCT volume is proportional to the size of the
projection data, the panoramic CBCT technique can theoreti-
cally increase the imaging volume to as large as practically
needed. For most patients, two to three view angles should
be sufficient to cover the whole anatomy with the commer-
cially available EPIDs. Unlike the half-fan, full-scan CBCT
scan, the panoramic CBCT can obtain complete reconstruc-
tion of any patient size using the half scan (180° + 0.qpc)
without having to shift the patient to the central location to
avoid collisions. The panoramic CBCT also addresses the
issues on reconstruction artifacts and incorrect CT numbers
due to truncation.

Since the multiple panoramic views are not necessarily
on the same plane, the stitched view could not be directly

FiG. 2. Illustration of the concept of panoramic CBCT.
(a) Three panoramic views achieved by sequentially
collimating the source (Coll. /1, Coll. /2 or Coll. /3) to
irradiate a part of the target for half scan. The field size
is comparable to the size of the imaging panel posi-
tioned along the beam path for each view. (b) The
“equivalent” view from the three panoramic views
rebinned at a plane normal to the central axis of the
source, which is equivalent to scan the target using an
equivalent imaging panel large enough to encompass
the whole target.
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inputted into the standard FDK (Ref. 22) or SART (Ref. 36)
reconstruction programs coded for cone beam geometry.
Instead, as shown in Fig. 1(b), we can project and rebin the
stitched projection images onto an “equivalent imaging pan-
el” normal to the central axis by ray tracing and interpola-
tion, considering the beam divergence to produce
“equivalent projection images” for full-fan, half-scan CBCT
reconstruction. Alternatively, special algorithms are required
to reconstruct the CBCT directly from the stitched projection
images without additional projection and rebinning.

II.B. Image stitching

Image stitching is a preprocessing of the projection data
to select and group the detector readings from all panoramic
views for CBCT reconstruction. Although it is not required
for all CBCT reconstruction algorithms, the image stitching
illustrated in Fig. 2 was performed in this study to preprocess
the projection data suitable enough so that the same data set
could be used to test the FBP and algebraic reconstruction
algorithms and the reconstruction results could be fairly
compared. Stitching of the panoramic projection images can
be achieved by direct image stitching, i.e., combination of
the projection images of the same gantry angle according to
the imaging position reported by the controller of the robotic
arms. Alternatively, image processing algorithms can be
developed to stitch projection images based on the identified
common features on adjacent views. If the projection images
are not acquired at exactly the same gantry angles, interpola-
tion of projection images of neighboring gantry angles is
needed to produce the projection images at the desired gan-
try angles.

In this study, only direct image stitching based on the
location of the imaging panel was used to stitch the projec-
tion images from multiple views. The imaging panel for
each view was mathematically defined as a rectangle with
the specified size (width x length where width is the size in
the transverse direction and length in the longitudinal direc-
tion). For direct image stitching, we first identified the inter-
section between two adjacent views by extending the
rectangles of both imaging panels until they intersected. As
shown in Fig. 3, depending on the location of the intersec-
tion, we might have (a) a match, (b) a gap, or (c) an overlap
between two adjacent views if the intersection was located
on the boundary, outside, or inside of an imaging panel,
respectively. The stitched projection images were the union
of all three projection images plus the gaps between any two
adjacent views. We filled in zero intensity values for pixels
in the gap region and truncated pixels in the overlap region.

The calculated gap, overlap, or match between adjacent
views might not be exact because the reported imaging posi-
tions may deviate from the real ones.” In this study, we
defined “perfect stitching” as an exact overlap or match and
referred all other cases as “imperfect stitching.” There was no
harm for perfect stitching since the data truncated from one
imaging panel were acquired by the other panel. Imperfect
stitching, on the other hand, might cause reconstruction arti-
facts as some projection data were lost, repeated, or even not
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acquired. A gap [Fig. 3(b)] between two imaging panels led
to missing data in the stitched view. As shown in Fig. 3(d), a
few columns of pixels might potentially be repeated or miss-
ing from the stitched view if the reported imaging position
was different from the true one. The potential columns miss-
ing or repeating might not materialize if the same amount of
positional errors happened to other imaging panels.

II.C. Simulation of panoramic projection images using
a digital phantom

The Mathematical Cardiac Torso (MCAT) phantom,37 a
digital anthropomorphic phantom developed for the nuclear
medicine imaging research, was used to simulate the trans-
mission projection imaging data for a 140 keV source. Two
different detector geometries were simulated. The first was
one large imaging panel located 150 cm from the source
along the central axis. This imaging panel consists of a ma-
trix of 516 x 516 detectors with a pixel size of 1.15 x 1.15
mm?. The 59.3 x 59.3 cm? panel size was large enough to
encompass the whole MCAT phantom. A total of 360 pro-
jection images with added Poisson noise from the primary
signal were generated every degree for a 360° gantry rota-
tion. The Siddon’s ray-trace method*® was used to calculate
the line integral through the phantom along the ray connect-
ing the source to the detector pixel.

The second detector geometry included three small pano-
ramic views with two side views tilted at 30° from the cen-
tral position [Fig. 2(a)]. Different view angles were achieved
by adjusting the collimator opening. Each view corre-
sponded to a projection image with added Poisson noise
from the primary signal, acquired using an imaging panel
consisting of a matrix of 172 x 516 detectors with a pixel
size of 1.15 x 1.15 mm?. The 19.8-cm panel width was only
one third of the larger panel and was not large enough to
cover the whole MCAT phantom in the transverse direction.
The 59.3-cm panel length for the panoramic views was the
same as that for the large imaging panel. Therefore, the first
detector geometry was the equivalent imaging panel for the
stitched and rebinned view of the second detector geometry
[Fig. 2(b)].

Il.D. Simulation of reconstruction artifacts due to
imperfect stitching

We also simulated different types of imperfect stitching
(discussed above) that might produce reconstruction artifacts
and degrade the image quality. Two experiments were per-
formed: (1) different amounts (1, 3, and 5 mm) of gap was
introduced by setting the image intensity to zero for the pix-
els located within half of the gap size of the intersection
between two adjacent imaging panels and (2) three
consecutive-columns of pixels were removed or repeated
around the intersection between adjacent imaging panels. To
investigate the effect of the exposure fluctuation, we also
increased the pixel intensity of the projection images for the
left view and the right view by 5% and 3%, respectively, and
compared the CBCT reconstruction with that without the ex-
posure fluctuation.
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Note that the reconstruction artifacts studied here were
not introduced during the image stitching step but were
caused by detector positions that were improperly chosen
(for gaps) or inaccurately reported (for missing or repeating
columns). Therefore, these artifacts could not be removed
using reconstruction algorithms that do not require image
stitching (e.g., algebraic reconstruction algorithms) although
the artifacts might appear differently for reconstructions
with and without image stitching.

Il.E. Image reconstructions

In this study, we programmed the standard SART for
CBCT reconstruction using one single large panel or the
equivalent view as shown in Fig. 2(b). We also modified the
SART for direct reconstruction without rebinning. In standard
SART, the correction terms are simultaneously applied for all
the rays in one projection, and the linear attenuation coeffi-
cient of each voxel is updated after all rays passing through
this voxel at one projection view are processed; the value
update of each voxel is performed after all rays at one projec-
tion view are processed. The number of updates in one full
iteration is equal to the number of projection images K and
also is called the number of subiterations. Let ﬂ;’k denote the
estimated linear attenuation coefficient of the jth voxel at the
end of the kth subiteration of the nth iteration. The initial and
final update values at one iteration are assigned as follows:

=t =gt
where ﬂj’7 is the estimate at the end of the nth iteration, which
is equal to the estimate after all K projection images are
processed. Let gkj denote the set of the measured line inte-
grals passing through the jth voxel at the kth projection
angle. The update of the linear attenuation coefficient at the
Jjth voxel is defined as follows:
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where 1 is a relaxation factor ranged over (0, 1], g; is the line
integral computed from the measured projection data at the
ith detector pixel, and a;; the chord length of the ith ray pass-
ing through the jth voxel. The relaxation factor is used to
reduce the noise during reconstruction. In some cases, this
parameter is chosen as a function of the iteration number.
That is, A decreases as the number of iterations increases.
Since there are no filtering operations between detector
readings, the application of the SART algorithm is not limited
to the cone beam geometry [i.e., one single large panel or the
equivalent imaging panel in Fig. 2(b)] if the location of each
individual detector can be passed to the algorithm. Therefore,
for the cone beam geometry, we used the standard SART that
received the pixel size and center location of the imaging
panel and calculated the location of each detector accordingly.
For multiple panoramic views, this interface was modified to
receive the pixel size and center location of each imaging
panel separately so that the detector location for each panel
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could be determined independently without rebinning. The
main difference between the standard SART and the modified
SART was therefore that, for the modified SART, the geome-
try for forward and backprojections was different for each
imaging panel and was handled separately, while the cone
beam geometry was assumed for the standard SART. Since
no special weightings are needed and the forward/backprojec-
tions are similar for imaging planes of different positions, the
code change for the modified SART was minimal.

For both standard SART and modified SART, the linear
system governing the relation between the linear attenuation
coefficient of each voxel and the measured line integrals is
solved iteratively without direct matrix inversion. The recon-
struction is generated by iteratively performing projections
of intermediate estimates and backprojection of correction
terms. Both processing time and image quality (the contrast
and the noise) increase with the number of iterations so that
a compromise is usually made considering these two factors.
In this study, we used a uniform initial guess and terminated
the reconstruction after the fourth iteration. Although projec-
tion images for the full-scan acquisition were simulated,
reconstructions were performed mainly for the half-scan
data, which can be achieved for most treatment positions
without having to shift the treatment couch to the central
location to avoid collisions. The reconstruction volume was
a matrix of 256 x 256 x 256 voxels with a voxel size of
1 mm®. No additional corrections and image processing were
used before reconstruction.

I.LF. Quantitative analysis

Contrast-to-noise (CNR) and geometric accuracy of the
reconstructed images were calculated to evaluate the quality
of reconstructed images. CNR for a simulated lung tumor in
the MCAT phantom was computed as: CNR = [S1 — S2|/a,
where S1 and S2 were the average pixel values inside a
region of interest and a background region, respectively, and
o was the standard deviation in the background region. Dis-
tances were also calculated to quantify geometric distortion:
one was the distance between the centers of two selected ribs
in the coronal view and the other was the distance between
the centers of two selected ribs in the transverse view. The
center location of each selected rib was determined by meas-
uring and averaging the coordinates (in pixels) of the right,
left, top, and bottom border of the rectangle encompassing
the selected rib using the cursor function in the MATLAB
Image Tool.

I.G. Analysis of scattering vs field size using Monte
Carlo simulation

Monte Carlo simulations were also performed with the
“egs_cbet” code®™*” to analyze the scattering as a function
of field size for an on-board imaging panel. A 40 kV point
source was simulated to irradiate a 60 x 60 x 30 cm® water
phantom with one embedded bone insert of 20 cm length
and 2 x 2 cm? cross section. The source was placed 100 cm
upstream of the isocenter and the water phantom centered at
the isocenter.
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FiG. 3. Illustration of three scenarios between two adjacent views (a) a match, (b) a gap, and (c) an overlap. In this paper, we used the direct stitching method
to stitch multiple views into one large view. Pixels were set to zero in the gap region and truncated in the overlap region. Panel (d) demonstrates potential

columns repeating and missing if the overlap region is truncated during image stitching;

position.

The imaging panel was positioned 50 cm downstream of
the isocenter and comprised 200 x 200 pixels with 0.2 cm
pixel pitch. The projection images were simulated along the
longest dimension of the bone insert. Therefore, the bones
appeared as low-intensity rectangular regions in the projec-
tion images. Simulations were conducted for field sizes rang-
ing from 5x20 to 45 x 20 cm? defined at the isocentric
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: true imaging position; : reported imaging

plane (or 7.5 x 30 to 67.5 x 30 cm? at the imaging plane)
while the source fluence was kept constant for all simula-
tions. Air kerma was scored as the detector response.

The CNR was calculated for each simulated projection

image as CNR = Svone —Swser - where Spone Was the mean signal

O water

of the bone projection evaluated in the central 2.4 x 2.4 cm?
square, Swaer Was the mean signal of the water projection

FiG. 4. (a) Transverse, (b) coronal, and (c) sagittal views
of the MCAT phantom used for this study. The equiva-
lent projection images of the three panoramic views are
also shown for gantry angles (d) 0° and (e) 45°.



2936 Chang et al.: Panoramic CBCT

evaluated in the region of the central 6.8 x 6.8 cm? square
minus the central 3.6 x 3.6 cm? square, and Gy Was the
standard deviation in that region.

The effect of the scattering on the CBCT reconstruction
for a different scanning geometry was also demonstrated by
including the scattering noise in the projection images of the
MCAT phantom. Since the scattering signal is a slow vary-
ing function (as will be shown later in Fig. 13), the Monte
Carlo simulation was not performed for each projection
image to save computation time. Instead, the scatter-to-pri-
mary ratio of the anterior-posterior view (i.e., 0° gantry
angle) was calculated using the Monte Carlo simulation for
the big panel and for the small panel used for the three-view
panoramic CBCT, from which a constant scattering signal
was added to each projection image accordingly.

For each scanning geometry, we first generated noiseless
projection data every 1° for 200 gantry angles. The average
pixel intensity of each noiseless projection image was
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calculated, multiplied by the corresponding scatter-to-pri-
mary ratio, and added to each pixel. Poisson noise was then
added based on the combined (primary and scatter photons)
image intensity of each pixel to obtain the noisy projection
data for CBCT reconstruction. CNRs were calculated to
compare the quality of reconstructed images for one big
panel and for three-view panoramic CBCT.

lll. RESULTS

Figure 4 shows the (a) transverse, (b) coronal, and (c)
sagittal views of the MCAT phantom, as well as the equiva-
lent projection images of the three panoramic views for gan-
try angles (d) 0° and (e) 45°. Figure 5 is the comparison of
the CBCT reconstruction from (a) one big panel/full scan
(the standard for comparison), (b) one big panel/half scan,
and (c) three panoramic views/half-scan. The standard
SART was used for the CBCT reconstruction in Figs. 5(a)

Fic. 5. Comparison of transverse, coronal, and sagittal slices for CBCT reconstructions using projection images from (a) one big panel/full scan (the standard
for comparison), (b) one big panel/half scan, and (c) three panoramic views/half-scan. Standard SART was used for CBCT reconstructions of (a) and (b) while
“modified SART” was used for (c). Full scan: 360° gantry rotation. Half scan: 200° gantry rotation.
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and 5(b), while the modified SART was used in Fig. 5(c).
Figure 6 compares the central profiles of the transverse view
between the MCAT phantom and the reconstructed images
for one big panel/full scan, one big panel/half scan, and
three panoramic views/half scan in Fig. 5. The good agree-
ments (other than the noise) for all comparisons in Fig. 6
validated our implementation of the standard SART and the
modified SART. Figure 7 illustrates the difference images
(a) between one big panel/full scan [Fig. 5(a)] and one big
panel/half scan [Fig. 5(b)] and (b) between one big panel/
full scans [Fig. 5(a)] and three panoramic views/half scan
[Fig. 5(c)]. It is observed from Fig. 7 that the full-fan, half-
scan CBCT using the standard SART and the panoramic
CBCT using the modified SART were as good as the gold
standard since the differences between them were mainly
noise.

Figure 8 shows the transverse, coronal, and sagittal slices
of the half-scan (200° gantry rotation) CBCT reconstructions
using the standard SART and the projection images of the
central view only. Artifacts appeared in both reconstructions.
Image intensity near the boundary was significantly enhanced
due to the contribution of the attenuation outside the imaging
volume.
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The half-scan CBCT reconstructions using three pano-
ramic views with simulated imperfect image stitching are
shown in Figs. 9-11. Figure 9 demonstrates the transverse,
coronal, and sagittal slices of three-view panoramic CBCT
with introduced (a) 5 mm, (b) 3 mm, and (c) 1 mm gaps
between adjacent views. Streak (transverse view) and line
(coronal and sagittal views) artifacts were observed in all
three reconstructions. Figures 10(a) and 10(b) display the
equivalent projection images of the three panoramic views
for (a) 0° and (b) 45° gantry angles with three consecutive
columns of pixels removed at the intersection between two
adjacent views. The half-scan CBCT reconstruction is also
illustrated for one (c) transverse, (d) coronal, and (e) sagit-
tal slides with observed streak (transverse view) and line
(coronal and sagittal views) artifacts. Figure 11 shows simi-
lar results and artifacts with three consecutive columns of
pixels repeated at the intersection between two adjacent
views.

Figure 12 demonstrates the equivalent projection images
of the three panoramic views for (a) 0° and (b) 45° gantry
angles with the image intensity of the left and right views
increases by 5% and 3%, respectively, and the half-fan
CBCT reconstruction for one (c) transverse, (d) coronal and

Fic. 6. Comparison of the central profiles of the transverse view between the MCAT phantom and the reconstructed images for one big panel/full scan, one
big panel/half scan, and three panoramic views/half scan in Fig. 5. Dashed line: profile for MCAT phantom. Solid line: reconstructed profile.
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(e) sagittal slices. Ring (transverse view) and line (coronal
and sagittal views) artifacts were observed due to the intro-
duced exposure fluctuations.

Table I shows the CNR and geometric accuracy for the
reconstructed images in Figs. 5 and 8—12. CNR ranges from
6.4 to 11.5 for the simulated lung tumor (circled in the dotted
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line in the upper right panel). Geometric distance between
two selected ribs was also shown for one coronal view
(“D1” in the upper left panel) and one transverse view (“D2”
in the upper right panel). Most reconstructions have the
same geometric accuracy as that in Fig. 5(a) (the gold stand-
ard) except for Figs. 10 and 11.

Fic. 7. The difference images (a) between one big panel/full scan [Fig. 5(a)] and one big panel/half scan [Fig. 5(b)] and (b) between one big panel/full scan

[Fig. 5(a)] and three panoramic views/half scan [Fig. 5(c)].
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Figure 13 illustrates the Monte Carlo simulation results
for (a) the 5 x 20 cm? field size, (b) the 45 x 20 cm? field
size, (c) the central profiles of the primary signal and total
(primary + scatter) signal of both fields, and (d) the CNR vs
the field size ranging from 5 x 20 em? to 45 x 20 cm? In
general, the contrast between the central rod and the back-
ground is similar (within 1.4%) for all field sizes but the
CNR decreases with the field size.

Figure 14 shows the half-scan CBCT reconstructions
using projection images of (a) one big panel and (b) three
panoramic views with added Poisson noise from both pri-
mary and scatter signals. The scatter-to-primary ratios used
to determine the amount of added Poisson noise were 0.99

Fic. 8. The transverse, coronal, and sagittal slices for full-fan, half-scan
(200° gantry rotation) CBCT reconstructions using the projection images of
the central view only. Standard SART was used for the reconstruction.

Medical Physics, Vol. 39, No. 5, May 2012

2939

for (a) and 0.58 for (b), calculated using the Monte Carlo
simulations. The CNR was 4.1 for (a) and 6.25 for (b) in
comparison to 11.5 [Fig. 5(b)] and 11.0 [Fig. 5(c)], respec-
tively, when Poisson noise from the scattering event was not
included.

IV. DISCUSSION

It is well known that the full-fan, half-scan CBCT using
the FDK algorithm suffers more severe cone-beam artifacts
than the full-fan, full-scan CBCT for slices away from the
central slice due to increased missing data.?’ This phenom-
enon (reduced images quality for the half-scan CBCT), how-
ever, was not observed in this study. As shown in Fig. 5 and
Table I, CBCT reconstructions are virtually identical for one
big panel/full scan [Fig. 5(a)] and one big panel/half [Fig.
5(b)] and the image quality is similar, which we believe is
due to the use of the SART instead of the FDK algorithm for
reconstruction. These results are also consistent with the ear-
lier report by Maal ef al., who demonstrated that the SART
has less cone-beam artifacts than the FDK algorithm. ™

The fact that the half-scan panoramic CBCT can produce
virtually equivalent image quality as the full-fan, full-scan
CBCT using one large imaging panel (Fig. 5 and Table I)
has very significant clinical implications. First, since the half
scan can be performed for most tumor locations and patient
sizes without a gantry collision with the couch, patients with
peripheral lesions can be imaged at the treatment position
instead of being shifted to the central couch position to avoid
collisions. Second, because the reconstruction volume of
panoramic CBCT can be as large as practically needed, the
reconstruction artifacts due to truncation are eliminated,
leading to more accurate CT numbers. Finally, the accuracy
of IGRT is expected to improve with the panoramic CBCT
as a larger imaging volume can encompass more anatomic
landmarks/critical organs to provide more accurate anatomic
information for image guidance.

Results in Figs. 5-7 also demonstrate that the modified
SART is as effective as the standard SART for CBCT recon-
struction. The modified SART is essentially the standard
SART except that it directly processes the projection data of
each view for reconstruction. Data rebinning is necessary for
reconstruction using the standard SART for cone beam ge-
ometry. Although such operation is mathematically simple,
it poses a challenge for digital images as real image data do
not exist between pixels and complex image processing is
required to interpolate the existing image data. Imperfect
rebinning also results in blurred images and degrades the
geometric accuracy. The modified SART eliminates these
reconstruction artifacts and saves the time for rebinning.

As demonstrated in Figs. 9-11 and Table I, imperfect
image stitching is a major source of reconstruction artifacts
for the panoramic CBCT, which lead to degraded CNR and/
or geometric distortion. A gap between adjacent views can
occur when the projection images are not properly captured
at the edge of the imaging panel or when there are no detec-
tors at the intersection between two adjacent views.
Although the existence of gaps between adjacent views does
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not affect the geometric accuracy (Table I), it produces
streak and line artifacts (Fig. 9) and degrades CNR with
increasing gap size (Table I). These artifacts can be avoided
by overlapping the imaging areas of adjacent views so that
image intensity around the intersection can be properly
interpolated.

Columns missing or repeating might occur in direct image
stitching when the reported imaging position differs from the
exact one due to sagging. As shown in Figs. 10 and 11 and
Table I, in addition to streak and line artifacts, this type of
imperfect stitching also degrades CNR and introduces geo-
metric distortions. Columns missing or repeating can be cor-
rected using a lookup table if the sagging of the imaging
panel is reproducible. Alternatively, software correction can
be used. For example, we are investigating the image stitching
algorithms already developed in computer vision for pano-
ramic photography, which uses rotational motion modeling
and feature-based methods to calculate the overlap between a
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pair of images.*'** Algorithms can also be developed to cor-
rect the ring and line artifacts due to exposure fluctuations
(Fig. 12). We plan to address the exposure fluctuations with a
dynamic programming formulation** or more robustly using
the Markov random field (MRF) approach.***>

With the large stitched projection data set, we are also
limited by the computational burden of the iterative nature
of SART reconstruction algorithm. The use of CBCT for
image-guided radiotherapy requires real-time reconstruction
so that, prior to the radiation treatment, patient positioning
can be verified by comparing daily CBCT with the reference
CT from treatment planning and simulation. However, a typ-
ical SART reconstruction for the test cases in this study takes
~8 h to complete using the conventional single-thread CPU-
based processing. Since the CBCT reconstruction algorithms
involve multiple forward projections of the intermediate esti-
mates and backprojections of the projection image data,
most of the time-consuming part of SART reconstruction

Fic. 9. Transverse, coronal, and sagittal slices of half-scan 3-view panoramic CBCT showing reconstruction artifacts due to imperfect stitching simulated by

introducing (a) 5 mm, (b) 3 mm, and (c) 1 mm gaps between adjacent views.
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FiG. 10. Equivalent projection images of the three panoramic views for (a) 0° and (b) 45° gantry angles with three consecutive columns of pixels removed at
the intersection between two adjacent (arrows) views. Half-scan panoramic CBCT reconstruction is also shown for one (c) transverse, (d) coronal, and (e) sag-

ittal slices.

can be processed in parallel. We are currently investigating
the acceleration of the modified SART using OpenCL (Open
Computing Language) and general-purpose graphics proc-
essing unit (GPU) board. Our preliminary test shows that the
GPU implementation of the forward-projection operation is

about 100 times faster than the CPU implementation. We
will further improve the reconstruction speed by enhancing
the algorithm to exhibit data locality and are confident that
the reconstruction speed will eventually be comparable to
that of the current CBCT in clinical use.

FiG. 11. Equivalent projection images of the three panoramic views for (a) 0° and (b) 45° gantry angles with three consecutive columns of pixels repeated at
the intersection between two adjacent views (arrows). Half-scan panoramic CBCT reconstruction is also shown for one (c) transverse, (d) coronal and (e) sagit-

tal slices.
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Fic. 12. Equivalent projection images of the three panoramic views for (a) 0° and (b) 45° gantry angles with the image intensity of the left and right views
increases by 5% and 3%, respectively. Arrows indicate the intersection between two adjacent views. Half-scan panoramic CBCT reconstruction is also shown

for one (c) transverse, (d) coronal, and (e) sagittal slices.

TaBLE I. CNR and geometry accuracy for the reconstructed images in Figs.
5 and 8-12. CNR is calculated for the simulated lung tumor (circled in dot-
ted line) in the upper right panel. Two distances were calculated. “D1” is the
distance of two selected ribs in the corona view (upper left panel) and “D2”
in the transverse view (upper right panel).

CNR DI (voxels) D2 (voxels)

Full scan [Fig. 5(a)] 11.2 188 186
Half scan [One big panel, Fig. 5(b)] 11.5 188 186
Half scan [Three panoramic 11.0 188 186
views, Fig. 5(c)]

1 mm gap [Fig. 9(c)] 11.0 188 186
3 mm gap [Fig. 9(b)] 10.4 188 186
5 mm gap [Fig. 9(a)] 9.4 188 186
Exposure fluctuations (Fig. 12) 11.3 188 186
Removed three columns (Fig. 10) 9.9 185 183
Repeated three columns (Fig. 11) 9.9 197 195
Central panel only (Fig. 8) 6.4 N/A N/A
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By visual inspection of Figs. 13(a) and 13(b), the projec-
tion image for the 45 x 20 cm? field size is noisier than that
for the 5 x 20 cm? field size. This difference can be explained
by the fact that the primary signals of both profiles in Fig.
13(c) are comparable but the total signal of the 45 x 20 cm?
field is much larger than that of the 5 x 20 cm? field, indicat-
ing a much higher scattering signal for the 45 x 20 cm? field.
Since the scattering signal only increases the noise but con-
trast, the CNR is therefore lower for the 45 x 20 cm? field.
The same explanation applies to the results in Fig. 13(d) that
the CNR decreases with the field size. Since the same number
of photons was used in the Monte Carlo simulation for each
field size, results in Fig. 13(d) indicates that, for the same
mAs, the image quality is better for the smaller field size. Bet-
ter image quality for projection images also leads to better
image quality for CBCT reconstruction of the MCAT phan-
tom. As shown in Fig. 14, for the same imaging volume and
dose, there is a 50% improvement when using three pano-
ramic views (CNR=6.25) over using one big panel
(CNR =4.1). Therefore, the image quality of the panoramic
CBCT is better than that acquired with an equivalent imaging
panel for the same imaging volume and same mAs. On the
other hand, if the same image quality is required, the pano-
ramic CBCT requires a lower mAs than using the equivalent
imaging panel.

In addition to image quality, imaging dose and imaging
time are two other major concerns for IGRT using CBCT. In
theory, for the same mAs, the imaging dose of panoramic
CBCT is the same as using the equivalent imaging panel,
assuming the leakage dose is negligible and there are no
overlaps between the adjacent views. As discussed earlier,
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overlap between adjacent views is necessary to minimize the
artifacts due to discontinuity or a gap around the intersec-
tion. Assuming the percent increase in the imaging dose is
the fraction of imaging width overlapped with the adjacent
imaging panel, a two-view panoramic CBCT with an imag-
ing width of 20 cm and an overlap of 0.5 cm increases the
imaging dose by ~5% (2 x 0.5/20). From Fig. 13(d), the
CNR for 20 x 20 cm? is ~3.4 while the CNR for a 40 x 20
cm? is ~?2.8, indicating that the two-view panoramic CBCT
can achieve the same image quality with ~32% less mAs or
a reduction of the imaging dose by ~32%. Therefore, the
increased imaging dose due to overlap can be easily offset
by the gain in image quality.

The leakage limitation for a kV x-ray source is 1 mGy/h
(or 0.017 mGy/min) at 1 m from the source. The sources typ-
ically operate in pulsed mode at 100 to 125 kV and up to 90
mA and 25 ms per pulse depending on the anatomical posi-
tion of the treatment site. Therefore, most CBCT scans are
acquired with a beam-on-time on the order of 15 s (assuming
600 projections and 25 ms/projection) or less and the leakage
dose is less than 0.1% of the imaging dose (on the order of
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10-20 mGy per scan) of a typical CBCT scan. The addi-
tional leakage dose due to the panoramic CBCT is therefore
negligible since, in most cases, three-view panoramic CBCT
is clinically sufficient, which will increase the imaging dose
by no more than 0.2%. Consequently, for the same image
quality, the imaging dose of panoramic CBCT is lower than
the standard CBCT using an equivalent imaging panel for
the same imaging volume.

In comparison to the standard half-fan, full-scan CBCT, a
two-view panoramic CBCT pays a slight price in imaging
dose (~11% higher, 400° vs 360° rotation assuming the
same overlap) to avoid a collision. A three-view CBCT gives
additional imaging dose to the region outside the imaging
volume of the standard CBCT, which is irradiated but not
imaged, not to save the imaging dose but due to the limited
size of the imaging panel. The additional dose for panoramic
CBCT is therefore necessary to fulfill what is intended but
not achieved by the half-fan, full-scan CBCT.

Although the panoramic CBCT has better image quality
and comparable imaging dose, its use might not be justified
unless the imaging time is similar to or less than that of

Fic. 13. Simulated projection images for (a) 5 x 20 and (b) 45 x 20 cm? fields, respectively. Panel (c) shows the central profiles of the total signal and primary

signal of both fields and panel (d) is the contrast-to-noise ratio vs the field size.
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FiG. 14. Half-scan CBCT reconstructions of the MCAT phantom using projection images for (a) one big panel and (b) three panoramic views with added Pois-
son noise from both primary and scattering signals. The amount of added Poisson noise was determined according to the scatter-to-primary ratio of each scan-
ning geometry calculated using the Monte Carlo simulations. The CNR for the simulated lung tumor is 4.1 for (a) and 6.25 for (b).

standard CBCT. Since the panoramic CBCT requires at least
two repeated half rotations, it will not replace the full-fan,
half-scan CBCT for small targets as well as the half-fan,
full-scan CBCT for larger targets that does not cause colli-
sions. However, the panoramic CBCT has an advantage in
scanning time over the standard CBCT for peripheral lesions
that require couch shift so that the half-fan, full-scan CBCT
can be performed without collision. Assuming one full scan
takes a minute, two half scans (400° rotation) takes about an
additional 7 s for image acquisition than one full scan (360°
rotation). However, the half-fan, full scan CBCT needs an
additional 20-30 s to rotate the gantry to the starting position
(180°) than the panoramic CBCT (starting between 270° and
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90°). The half-fan, full scan CBCT also needs additional
time to shift the couch to the central position before imaging
(to avoid a collision) and back to the treatment position after
the CBCT acquisition. The additional time for couch shift
might take a few minutes if done manually and can be
reduced to less than a half minute if performed automati-
cally. However, an automatic couch movement on the order
of 5 cm or more within a short time might cause some
patient discomfort. Acceleration and deceleration of the
couch movement might also produce unexpected patient
motions that are difficult to detect. As a result, in either
(manual or automatic movement) case, additional QA is
needed after CBCT acquisition to confirm that the couch and
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patient are returned to the original position so that the cor-
rections from the CBCT can be properly applied. All these
additional uncertainties and QA can be eliminated with the
panoramic CBCT that can image the patient at the treatment
position.

The panoramic CBCT is definitely a better option if the
target is too large to be fully covered by the half-fan, full-
scan CBCT. Although truncated images are still useful, im-
portant anatomic features might be lost or be compromised
by reconstruction artifacts. With the panoramic CBCT, we
can acquire the tomographic images of the whole target in
the transverse direction, which contains more accurate ana-
tomic information for image guidance and possibly for real-
time re-planning.

V. CONCLUSIONS

Although the half-fan, full-scan CBCT addresses the need
for the majority of the IGRT cases, there is always room for
improvement. In this study, we developed a novel panoramic
CBCT technique to complement the half-fan, full-scan
CBCT and improve the efficiency and image quality of
CBCT for certain IGRT applications. We demonstrated that
the panoramic CBCT technique can significantly increase
the imaging volumes by stitching together the projection
images of multiple half scans, each with a different view
angle. Since the half scan can be achieved for most treatment
positions without couch collisions, the panoramic CBCT can
image tumors at any location for a patient of any size at the
treatment position without having to move the patient to the
central location. The capability to include the whole patient
anatomy in the scan also allows for the real-time dose calcu-
lation and replanning. The panoramic CBCT also has less
scattering noise and therefore better image quality than the
half-fan, full-scan CBCT. However, the image quality of
panoramic CBCT might be compromised by imperfect
image stitching that is difficult to detect and correct with the
direct image stitching method. Better image stitching algo-
rithms are therefore needed to improve the accuracy of
image stitching.
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Abstract

Purpose: Simulated projection images of digital phantoms constructed from CT scans have been
widely used for clinical and research applications but their quality and computation speed are not
optimal for real-time comparison with the radiography acquired with an x-ray source of different
energies. In this paper, we performed poly-energetic forward projections using Open Computing
Language (OpenCL) in a parallel computing ecosystem consisting of CPU and GPGPU (general

purpose graphics processing unit) for fast and realistic image formation.

Methods: The proposed poly-energetic forward projection uses a lookup table containing the
NIST published mass attenuation coefficients (1/p) for different tissue types and photon energies
ranging from lkeV to 20MeV. The CT images of interested sites are first segmented into
different tissue types based on the CT numbers, and converted to a three-dimensional attenuation
phantom by linking each voxel to the corresponding tissue type in the lookup table. The x-ray
source can be a radioisotope or an x-ray generator with a known spectrum described as weight
w(n) for energy bin E(n). The Siddon’s method is used to compute the x-ray transmission line
integral for E(n) and the x-ray fluence is the weighted sum of the exponential of line integral for
all energy bins with added Poisson noise. To validate this method, a digital head and neck
phantom constructed from the CT scan of a Rando head phantom was segmented into three (air,
grey/white matter and bone) regions for calculating the poly-energetic projection images for the
Mohan 4MYV energy spectrum. To accelerate the calculation we partitioned the workloads using
the task parallelism (TP) and data parallelism (DP) and scheduled them in a parallel computing
ecosystem consisting of CPU and GPGPU (NVIDIA Tesla C2050) using OpenCL only. We
explored the task overlapping strategy and the sequential method for generating the first and

subsequent DRRs. A dispatcher was designed to drive the high-degree parallelism of the task
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overlapping strategy. Numerical experiments were conducted to compare the performance of the

OpenCL/GPGPU-based implementation with the CPU-based implementation.

Results: The projection images were similar to typical portal images obtained with a 4 or 6 MV
x-ray source. For a phantom size of 512 x 512 x 223, the time for calculating the line integrals
for a 512 x 512 image panel was 16.2 ms on GPGPU for one energy bin in comparison to 8.83 s
on CPU. The total computation time for generating one poly-energetic projection image of 512 x
512 was 0.3 s (141s for CPU). The relative difference between the projection images obtained
with the CPU-based and OpenCL/GPGPU-based implementations was on the order of 10 and
was virtually indistinguishable. The task overlapping strategy was 5.84 and 1.16 times faster than

the sequential method for the first and the subsequent DRRs, respectively.

Conclusions: We have successfully built digital phantoms using anatomic CT images and NIST
M/ p tables for simulating realistic poly-energetic projection images and optimized the processing
speed with parallel computing using GPGPU/OpenCL-based implementation. The computation
time was fast (0.3 s per projection image) enough for real time IGRT (image-guided

radiotherapy) applications.
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1 Introduction

The phantom study is an essential step before applying a new imaging technology for clinical use
in diagnostic radiology and radiation therapy. Both physical and digital phantoms have been used
for developing and testing imaging software/systems. Building a physical phantom and acquiring
the test data are usually expensive and time consuming. A digital phantom, on the other hand, is
flexible in adjusting the phantom and imaging parameters, does not require a physical presence

in the imaging/treatment room and is cost effective.

Several digital phantoms mimicking the internal organs of the human body [1-10] have been
developed over decades in order to estimate the dose distribution in human organs from internal
or external radioactive sources or to evaluate the performance of imaging devices, reconstruction
methods and registration techniques. These phantoms can be mathematically created from
analytical equations, e.g., the Shepp-Logan phantom for CT/CBCT (Cone-Beam CT)
reconstruction. Analytically defined phantoms allow for variable anatomical properties (e.g.
surface information and volume) and different resolutions but lack the ability to simulate
complex anatomical structures and realistic organ shapes. Alternatively, a digital phantom can be
numerically reconstructed by deriving the desired tissue properties of each voxel in the phantom
from the image intensity of corresponding voxels in volumetric CT images. The advantage of the
digitally reconstructed phantom is that it originates from true patient data and is therefore more
realistic than the analytic and physical phantoms. However, construction of a phantom of this
type requires interpolations of digital data from CT/MR images with different resolutions [10],

which is prone to truncation and round off errors.

One major application of the digital phantom is to produce digitally reconstruction radiographies

(DRR) for research/development purposes or clinical use. For example, projection images for a
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gantry rotation of 360 degree or 180 + cone angle can be generated from a digital phantom to test
CBCT reconstruction algorithms. DRR has also been generated from patient simulation CT scans
to guide radiotherapy setup. Both 2D (two dimensional)/2D and 3D (three dimensional)/3D
image registrations have been used for IGRT. The 2D/2D matching registers pre-calculated
DRRs with radiographs acquired in the treatment position. The 2D/3D matching, on the other
hand, requires real-time iterative production and comparison of DRRs from the 3D simulation

CT with radiograph until the best matching is achieved.

The success of these applications depends on (1) how close the digitally reconstructed projection
images are to the true images and (2) how fast they can be calculated. Both conditions are
difficult to meet for a digitally reconstructed phantom from the CT images. First, tissue
attenuation coefficient varies significantly with the x-ray energy so the projection images for a
different x-ray source cannot be faithfully predicted using the reconstructed attenuation
coefficients for the imaging source. In addition, rendering DRR images from 3D CT data set is
computationally expensive because a small voxel size (on the order of a few millimeters) is
needed to approximate the true patient anatomy and ray tracing through the digital phantom
might take a significant amount of time. As a result, DRR generation is considered a bottleneck
for 2D/3D image registration and becomes prohibitive for some IGRT (Image Guided Radiation

Therapy) techniques that require the calculation of the projection images in real time.

To address these limitations, we proposed to perform poly-energetic forward projection for the
energy spectrum of the interested x-ray source (instead of the CT source) on digital phantoms
constructed by segmenting the anatomical CT images into different tissue types and assigning

each tissue type with the attenuation coefficients (u/p) for different x-ray energies from the NIST

M/p table [11]. Although more realistic DRR can be obtained with this approach, inclusion of
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multiple energy bins in the forward projection will increase the processing time in proportion,
making it impractical for real-time 2D/3D image registration. Therefore, we also parallelized the
image projection operations using a general purpose graphics processing unit (GPGPU) so that

the projection images can be generated in real time for IGRT applications.

Parallel processing using different combinations of hardware and software has been explored by
many groups [12-16] to accelerate the calculation of mono-energetic DRRs. GPGPU is a highly
parallel computing graphic architecture with a high bandwidth memory bus, which is ideal for
parallel processing of image projection using a poly-energetic source. In general, current GPU-
accelerated applications for medical imaging employ two approaches: graphics-based and non-
graphics based. The graphics-based approaches have been explored by many researchers [17-23]
who used texture mapping and shading language with the aid of graphics libraries such as
OpenGL or C for graphics (Cg). The introduction of NVIDIA’s Compute Unified Device
Architecture (CUDA) simplifies the programming GPU for general-purpose computing tasks.
The CUDA-based method for accelerating image reconstruction was used in many prior studies
[24-32]. It is still an open question whether the CUDA-based approach outperforms the graphics-

based approach.

GPGPU programming originally required users to possess intimate knowledge of graphics APIs
(OpenGL or DirectX) and GPU architecture and to make their non-graphics applications look
like graphics ones by mapping them into problems that drew triangles and polygons. This placed
a great constraint for non-graphics domain users. Recently OpenCL (Open Computing
Language) has emerged as a competitive interface for programming GPUs. OpenCL is an open
industry standard for general purpose parallel programming across CPU, GPGPU, and other

processors from different vendors, while CUDA is specific to NVIDIA GPUs. Although
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OpenCL offers the portability across GPU hardware, operation system software and multicore
processors, it may cause a performance penalty [33]. A review article for GPU computing in

medical physics was presented by Pratx et al [34].

In this paper, we shall first present the mathematical derivation of poly-energetic projection,
followed by its implementation in a GPGPU/OpenCL-based parallel computing ecosystem. We
shall describe how to use the OpenCL to (1) partition the workloads across CPU and GPGPU,
(2) decompose them using task parallelism (TP) and data parallelism (DP), and (3) schedule
them to all available heterogeneous processors. The results of poly-energetic projections for a
digital head and neck phantom from the CT scan of a Rando head phantom will be presented to
demonstrate the feasibility of the proposed method. Finally, the overall performance and the

clinical applications will be discussed.

2 Digital Phantom Construction and Poly-Ener getic | mage Pr oj ection

2.1 Index Phantom and Attenuation Phantom For mation

The 3D distribution of attenuation property as a function of x-ray energy is required for
calculating the transmission attenuation along the path from the source to the detectors. To
simplify the data structure, instead of assigning the attenuation property to each voxel, a 3D
index phantom that indexes each voxel to a tissue type was first constructed by segmenting the
CT images of the interested object (physical phantom or patient) into different tissue types based
on the CT numbers. A 3D attenuation phantom was then formed by linking each tissue index to
the corresponding entry of the lookup table constructed from the NIST published data [11]

containing u/p of different tissues for x-ray energies ranging from 1 keV to 20 MeV. When
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simulating the photon attenuation, the linear attenuation coefficient was calculated as the product

of the interpolated 1/p and tissue density (p).

2.2 Projection Image Generation

We used the Siddon’s ray-trace method [35] to calculate the x-ray transmission line integral
through the attenuation phantom along the path from the x-ray source to the detector pixel m, m
=1,..., M, where M is the total number of the detector pixels. A line connecting the x-ray source
and the center of each detector pixel defines a ray that traverses voxels of the phantom. Without
loss of generality, a 2D object as shown in Figure 1 is used to illustrate this ray-driven method.
In Figure 1, the distance between two neighboring solid dots along a ray defines the chord length
of the intersecting pixels (or voxels in 3D). Note that the number of intersecting pixels (or

voxels) along each ray varies.

The x-ray source can be a radioisotope or an x-ray generator with known spectrum data
consisting of the weight w, for each energy bin E,, n = 1,...,N, where N is the total number of
energy bins. Table 1 illustrates one example of the energy spectrum table — Mohan4 energy

spectrum for a 4MV linear accelerator. The line integral g, (E,) at detector m for x-ray energy

bin E, can be expressed as

9, (E,) = Y 401, EyJan () (1)
J

where 4(j,E,) is the linear attenuation coefficient at voxel j for energy bin E, and a_(j) is the

chord length of the mth ray passing through the jth voxel calculated by Siddon’s ray-trace

method, and ] =1,...,J, J is the total number of voxels in the 3D attenuation phantom. The x-ray

fluence b (E,) at detector mfor energy bin E,is given by
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b (E,) = b, (E)e ™ 2

where b, (E,) is the x-ray fluence incident on the detector without the attenuation phantom
present for energy bin E . The total fluence on detector mis then the weighted sum of b (E,)

with added Poisson noise:

Y, = Poisson> wib, (E,)} 3)

n=1
For simplicity, we ignore the focal spot blur, detector noise and scatter events in this study.
Image blur due to the finite focal spot size can be modeled by convolving ynin Eq. (3) with a
Gaussian function with a standard deviation of the focal spot size. Modeling detector noise is

extremely complex and beyond the scope of this paper. The scatter events can be modeled by

N
adding the scatter signal to Z w.b. (E,) in Eq. (3) to account for the increased signal and noise.
n=1

2.3 Construction of a Digital Head Phantom

We constructed a head digital phantom using the CT (512x512 matrix, 0.68x0.68 mm” pixel
size, 1.25 mm slice thickness) scan of a Rando head phantom. The CT images in DICOM format
were first read in our in-house software. We then segmented the CT images into three tissue
types: air, brain (grey/white matter) and bone according to the intensity (HU number) of each
pixel and assigned indexes 1, 2 and 3, respectively, to each tissue type. All 223 slice index
images were combined to form one 3D head index phantom stored in a byte format file. Figure 2
shows the index phantom in axial, coronal and sagittal views.

The Mohan 4 MV energy spectrum as illustrated in Table 1 was employed to simulate multi-
energetic projection data. For each energy bin, the index phantom was converted into an

attenuation phantom by linking each voxel to /p and p of the corresponding tissue in the NIST
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lookup table. To facilitate this process, we used a map container to store the elements formed by

a key value (energy bin E, ) and a mapped value (/ p) for each tissue type. Interpolation was

performed to obtain the £/ p if E, was not in the NIST table.

3 Paralld Processing

3.1 GPGPU and OpenCL

We conducted the poly-energetic forward projection on a Dell Precision T7500 Tower
Workstation [36]. It features two Intel Xeon quad-core E5507 CPUs, and one Nvidia Tesla
C2050 GPGPU. Two commonly used Thread-Level Parallelism (TLP) models [37] were used to
parallelize the application algorithms. One is Data Parallelism (DP) that decomposes data sets
into multiple independent data elements to which a single stream of instructions are concurrently
applied. DP is often used at a fine-grained level and is supported by a processor’s single
instruction multiple data (SIMD) function [38]. The other is Task Parallelism (TP) that
decomposes applications into many independent tasks that can be concurrently executed across
different cores. TP is often used at a coarse-grained level and is supported by a processor’s
multiple instruction multiple data (MIMD) function [39]. .

Because the T7500 computer system has a heterogeneous parallel computing ecosystem with
CPUs and GPGPUs, it is critical to partition the workloads properly and assign them to
appropriate processors to take full advantage of all (serial and parallel) computing power.
GPGPU is suited to process large date sets while CPU is better for serial operations such as disk
and network 1/Os and other hard-to-parallelized programs. Large data sets spawn a large number
of threads which can be efficiently processed with GPGPU’s massive parallel structure. Data

transfer between CPU and GPUPU should be minimized due to the slowness of PCle buses.
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High spatial memory locality in GPGPU is also preferred because it reduces the memory
transaction, increases the cache hit rates and minimizes the waste of bandwidth.

An OpenCL program consists of two parts [40]: kernels that execute on one or more devices and
a host program that executes on the host. OpenCL defines an index space called NDRange (the
grid on CUDA) on devices. Each point in the index space is called a work-item. When the host
program submits a kernel to a device, an instance of the kernel (a thread) executes for each work-
item. Work-items are organized into work-groups at coarse-grained level, each of which is
scheduled to one multiprocessor independently. Because C2050’s smallest execution unit is a
warp, the work-group size should be a multiple of 32 for the best performance. Work-groups
often work with local memory to eliminate redundant stride access on global memory if the
program has spatial locality.

DP is supported by mapping each work-item to one or more data element(s). TP is supported by
submitting multiple task kernels across CPU cores or GPU multiprocessors. Each of these
kernels equivalently has only one work-item, indicating that the other 31 cores on each
multiprocessor of C2050 will be wasted. As a result, TP is usually explored on CPU cores: one
task kernel for each core.

Figure 3 shows a schematic architecture of C2050 GPGPU memory model. Both memory access
pattern and register usage have a significant impact on the system performance. Please refer to
[40] for more details.

3.2 Implementation of the Poly-Ener getic Projection

The poly-energetic projection application described in section 2 was first implemented as a
single-threaded C/C++ application and it took about 8.83 seconds to finish one projection for

each energy bin. To improve the speed, we partitioned the workloads of the projection operation
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and scheduled them to all available processors (CPU cores and GPGPU) in the T7500
ecosystem. We decomposed the low-degree parallel and serial workloads into multiple tasks on
the CPU using TP and partitioned the high-degree parallel workloads on the GPGPU using DP.
For the C2050 GPGPU, we used the OpenCL 1.1 driver from Nvidia’s GPU Computing SDK v4
while the OpenCL 1.1 driver from Intel’s OpenCL SDK 1.1 was used for Xeon E5507 CPU.

As illustrated in Figure 4, the processing of each energy bin consists of a sequence of three tasks:
(1) phantom conversion, (2) line integral calculation and (3) exponential and weighting of the
projection. Task 1 only needs to be performed once (for the first angle) while Tasks 2 and 3 are
executed for each gantry angle. Therefore, the processing time for the first DRR is higher than
that for the subsequent images.

We investigated the processing speed for the first and subsequent polyenergetic DRR(s) for two
different scenarios. In the first scenario (Figure SA and 6A), the number of DRRs are not known
in advance and the gantry angle of the next DRR depends on the processing results of the
previous DRRs. One example of this scenario is IGRT using the 2D-3D matching. The
calculation of all energy bins for the current DRR must be completed before the calculation for
next DRR can start. In the second scenario (Figure 7A), the number and angle of all projection
images are predetermined, for example, the calculation of projection images for CBCT
reconstruction. In this case, it is more efficient to process each energy bin for all imaging angles
first and sum polyenergetic images from all energy bins at the end to reduce the data transfer
to/from the GPU.

For each scenario, we investigated the task overlapping strategy and the sequential method. The
sequential method (Figures 5B, 6B and 7B) processes each energy bin serially, i.e., the

calculation of the next energy bin cannot start until all tasks for the current energy bin are
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completed. The task overlapping strategy (Figures 5A, 6A and 7A), as explained in the next
section, relies on the dispatcher to allow tasks of different energy bins to execute concurrently.
3.3 Task overlapping strategy

The task overlapping strategy (Figures SA, 6A and 7A) takes advantage of the fact that no data
dependency exists between different energy bins so that all energy bins can be scheduled to run
concurrently if there are enough hardware processors. We first partitioned the application into
concurrent processing of all the energy bins. The tasks of each energy bin were scheduled to run
on CPU (Tasks 1 and 3 handled by TP) or GPGPU (Task 2 handled by DP) using a dispatcher
(Section 3.4). Because the tasks for different energy bins could overlap, the parallelism was
achieved through coarse-grained level TP.

For each energy bin Task 1 converts the index phantom into the attenuation phantom on a one-
dimensional array and provides the attenuation array to Task 2. Though the initializations on
array elements are independent, decomposing it using DP on either CPU or GPGPU is
unnecessary due to low parallelism and the small number (~ 5) of operations. Therefore, we
scheduled the Task 1 kernel on the CPU using TP to maximize the number of kernels (one for
each energy bin) that could run in parallel. Because two Intel Xeon quad-core E5507 CPUs in
the T7500 computer system have a total of eight cores, the maximal number of overlapping
energy bins for Task 1 on the CPU is eight. Note that for each energy bin, the phantom
conversion in Task 1 is performed only once for the first angle production (Figure 5A). The
converted attenuation phantoms are used for the subsequent angles where only Task 2 and Task
3 are required (Figure 6A).

Task 2 (Figures 5A and 6A) calculates the line integrals in Eq. (1) for all detector pixels for a

single angle. Because there is no data dependency for the ray-driven calculation, the line integral
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can be processed independently and it is natural to use each GPU work-item to compute the line
integral along each ray in parallel (we refer to as single-work-item-for-single-ray). Since Task 2
has many operations, we scheduled its kernels on GPGPU using DP so that all C2050’s
multiprocessors could run some of the 4096 (=512 x 512/64) work-groups in parallel.

Task 3 post-processes the line integrals of Task 2 by performing the exponential and weighting
operations in Egs. (2) and (3). Although these two operations can be included in Task 2, we
scheduled them in Task 3 on the CPU using TP because the 8-core CPUs were under-utilized in
comparison to the single C2050 GPGPU. Running Task 3 on the CPU also mitigated the register
spilling [40] pressure on the C2050 GPGPU.

We also employed both task-overlapping (Figure 7A) and sequential (Figure 7B) methods to
generate a set of polyenergetic projection images over 360 angles and compared the performance
with others [32]. Here Task 1 in Figures 7A and 7B is the same as that in Figures 5A and 5B but
Task 2 (computing the line integrals) and Task 3 (post-processing Task 2’s output) are different
from the ones in Figures SA and 5B.

3.4 Single-Threaded Dispatcher

A dispatcher algorithm was implemented as part of the host program to drive the parallelism in
Figures 5A, 6A and 7A using the regular single-threaded host program. Figure 8 displays the
flow chart of the dispatcher algorithm. Since scheduling more energy bins means more
parallelism, the workflow first asynchronously schedules as many energy bins as possible until it
fails (if Task 1 invocation is synchronous, it will block the dispatcher workflow and reduce
parallelism). The failure is due to out of memory on either the host or the GPGPU. If the
scheduling attempt fails, or all energy bins are scheduled and there are still pending tasks running

on either CPU or GPGPU, the dispatcher will call “Advance Tasks” that iterates all tasks for
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each of the scheduled energies and advances to the next task asynchronously if the current one
has been done. Since memory will be released as long as it is no longer needed by tasks during
the advancement, the scheduling of the next energy bin will most likely succeed. If all scheduled
tasks are still running, there will be no task advancement for this polling iteration and the
dispatcher will sleep for a heuristic period of time to avoid wasting too many CPU cycles.

The high-level parallelism of the dispatcher depends on the overlapping degree, which is in turn
determined by available hardware processors (here eight CPU cores and one GPGPU), number
of tasks, task running time and the scheduling algorithm itself. The parallelism scheme of the
first DRR generation in Figure 5A is slightly different from the subsequent ones in Figure 6A
due to the number of tasks. Task 1 is the bottleneck for the task overlapping scheme in Figure SA
because both Task 2 and Task 3 run much faster. Figure 7A shows the overlapping scheme for
generating a set of polyenergetic projection images, where Task 2 is clearly the hurdle. Although
Figures 5A, 6A and 7A demonstrate that tasks from different energies can overlap at some
moment of time, the degree of the overlap varies.

3.5 Performance Tuning

The performance tuning plays an important role for parallel processing. The following remarks

highlight some of memory access and work-group patterns related to this study.

CPU as OpenCL Device: In order to take advantage of the SIMD parallelism in the CPU core,
tasks should pack data properly and use simple or no flow control. Our forward projection host
program allocated a buffer directly from the host memory to avoid unnecessary data copy so that

more tasks can be executed under a very limited host memory constraint.

Work-Group Sze: The work-group and global work-item sizes were optimized to maintain a

high “occupancy” (the ratio of the number of active warps per multiprocessor to the maximum
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number of possible active warps) [40] for maximizing CPU, GPGPU and hardware utilizations.
We tuned the work-group size to 64 for Task 2 and created 4096 (=512x512/64) work-groups so
that every multiprocessor had at least one work-group to execute. The large work-group size also
made the latency hiding easier and guaranteed the scalability for future devices with more
multiprocessors.

Register Spilling vs. Private Memory: The performance of Task 2 was improved significantly by
tuning the usages of registers and private memory. Task 2 used up the maximum number of
registers allowed by a work-item (63 for C2050). We tried to lower the number of registers to get
a higher occupancy but the performance actually degraded. Even with all 63 registers, Task 2
still suffered register spilling due to the large amount of operations. This was another reason why
Task 3 was off-loaded to the CPU.

3.6 Experiments

Numerical experiments were conducted to test our OpenCL-based implementation of ray-driven
poly-energetic forward projection, and to compare the performance between the task overlapping
strategy and the sequential method. A set of 2D polyenergetic projection images of 512x512
matrix with a pixel size of 1.06 x 1.06 mm?” were generated for different gantry angles for the
constructed digital head phantom described in Section 2.3. The distance from the source to the
center of rotation was 100 cm and the distance from the source to the detector was 150 cm.
Because there is no data dependency for the ray-driven line integral, we allocated each work-

item to compute the line integral of each ray in parallel.

4 Results
Task 1 took ~ 120.4 ms to prepare the index phantom and to convert it to the attenuation

phantom for each energy bin. We used Nvidia’s Excel occupancy calculator for performance
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tuning of Task 2 and achieved a 16.2 ms optimal running time with a workgroup size of 64 using
all registers and no local memory. Since the single-threaded CPU implementation needed ~8.8 s
for task 2, we achieved a (8.8 s / 16.2 ms) = 543-time performance improvement using the
OpenCL/GPGPU-based implementation. Task 3 took ~2.8 ms on CPU.

The total computation time for generating the first poly-energetic projection image is 2230.4 ms
=(120.4+16.2+2.8) x16 for the sequential method (Figure 5B), while the task overlapping
strategy (Figure 5A) requires ~382 ms (=120.4 x 2+8.8+16.2 x 8+2.8), a 5.84x performance
improvement; the computation time on CPU is (120.4 ms + 8.8 s +2.8 ms) x 16 = 142.8 s. For
subsequent images, the total processing time for the task overlapping strategy (Figure 6A) is 262
ms = (16.2 x 16+2.8), or 1.16 x faster than (16.2+2.8) x 16 = 304 ms for the serial calculation
(Figure 6B), while the computation time on CPU is (8.8 s +2.8 ms) x 16 = 141 s. The total
processing time for calculating poly-energetic projection images over 360 angles is (120.4 +
5832 x 16 +1008) = 94,440.4 ms with the overlapping strategy (Figure 7A) in contrast to (120.4
+5832 +1008) x 16 = 111,366.4 ms for the sequential process method (Figure 7B), leading to a
1.18 x speedup. The computation time for generating 360 projection images for a single energy
is (16.2 ms +2.8 ms) x 360 = 6.8 s. The images generated by the task overlapping scheme are
identical to those by the sequential one. Figures 9A and 9B illustrate the processing times of
DRR generation and their speedup over CPU, respectively.

Figure 10 compares the polyenergetic projection images of the Rando head phantom for the
Mohan 4 energy spectrum (Table 1) calculated via the CPU-based and OpenCL/GPGPU-based
approaches. Figure 10 (A) is the image for the 0-degree gantry angle using the CPU-based
approach and Figure 10 (C) the OpenCL/GPGPU-based approaches while Figure 10 (E) is the

relative difference of these two images. Similarly, Figures 10 (B), (D) and (F) show the images



365

370

375

380

385

for the 90-degree gantry angle. The difference between these two approaches is on the order of
10°° for both gantry angles, which is too small to distinguish visually.

Figure 11 illustrates the projection images calculated for different x-ray energies: (A) and (B)
0.25 MeV, (C) and (D) 0.75 MeV, and (E) and (F) 4 MeV for 0-degree and 90-degree gantry

angles. As the energy increases, the projection images become lighter due to less attenuation.

5 Discussion

Due to the uniform and scalable programming model, OpenCL has a unique advantage over
other languages for programming GPU for parallel processing. The uniform programming model
allows the development and debugging of the host and kernel codes on CPU with Intel’s
OpenCL SDK first. The codes can later be ported to a GPGPU environment with slight
modifications and optimizations. This capability is particularly useful for projects with a tight
budget constraint. For example, the two E5507 CPUs used in this study cost about $550 and the
C2050 GPGPU costs about $2,499. It turned out to be very economical and convenient for this
project to develop kernel codes on multi-core CPU and delay the implementation of parallel
processing until the GPGPU was available. The scalable model, on the other hand, makes it easy
to scale the code developed for single-core GPGPU to multi-core GPGPU with minor
modifications and re-optimization.

One major critique for OpenCL is that it achieves uniform and portable programmability across
heterogeneous platforms at the cost of performance compared to vendor specific models such as
Nvidia’s CUDA and AMD’s APP. It is generally true that the performance of OpenCL is inferior
to other models for programming GPGPU as evidenced by a few published comparisons. For
example, Danalis et al [41] compared the performance of OpenCL and CUDA on C1060 for

several kernels using a benchmark suite they developed for heterogeneous parallel computing
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platforms, and reported that OpenCL was trailing CUDA for all kernels (ranging from 2.6% to
14.2%). Karimi et al [33] compared the performance of CUDA and OpenCL on GeForce GTX
260 including data transfer time to and from GPU, kernel execution times, and end-to-end
application execution times. For kernel execution times, OpenCL was trailing CUDA on all
quantum bits. Du et al. [42] also compared CUDA and OpenCL on Tesla C2050 and found that
with proper tuning, OpenCL implementation nearly matched the CUDA implementation in
speed. Therefore, the differences between OpenCL and other modality were marginal and the
slight degradation in performance is worthwhile considering the advantages of uniform and
portable programmability.

For the same parallelization strategy, our OpenCL implementation performed slightly better than
the CUDA implementation by Chou et al [32]. In their study, projection images for a mono-
energetic ray source were generated using the CUDA-based ray-driven forward projection on an
NVIDIA Tesla C1060 GPU to generate 360 512x512 projection images of a digital phantom.
The single-thread-for-single-ray strategy employed in their study is equivalent to our single-
work-item-for-single-ray in OpenCL and it took ~38.56 s to produce a set of 360 projection
images. In comparison, our OpenCL-based forward projection took (16.2 ms +2.8 ms) x 360 =
6.8 s to acquire 360 projection images of the same size for one energy bin. Although the
NVIDIA Tesla C2050 is a more powerful GPU than the NVIDIA Tesla C1060 in terms of
GFLOPs, the average number (486) of sampling voxels along each ray in our experiment was
almost 4 times of that (128) in the study by Chou et al. Note that in the same publication Chou et
al [32] also developed more efficient multithreads-for-single-ray and multithreads-for-multiray
strategies for CUDA. We plan to investigate whether similar approaches can be implemented

using OpenCL.
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Comparison of the task overlapping strategies (Figures SA, 6A and 7A) with the sequential
methods (Figures 5B, 6B and 7B) indicates that more tasks leads to higher degree of
overlapping, hence better performance for the task overlapping strategy. Even though this study
has only three tasks, signficnat performance improvements (5.84x, 1.16x and 1.18x) were
achieved with the task overlapping strategies. As the number of tasks grows, the performance
improvement is expected to be more prominent. The design of our dispatcher was not generic
and was not intended to be an optimal scheduling algorithm. Instead, we focused on the
OpenCL’s uniform capability to schedule different workloads across different parallel computing
processors.

Comparison of DRR with KV or MV radiography acquired in the treatment position is an
important IGRT technique for patient setup and tracking. The proposed poly-energetic forward
projection for image formation allows production of more truthful DRR using the x-ray energy
spectrum of the imaging source on the treatment machine, not the CT simulator. More realistic
DRR will lead to more accurate 2D/2D and 2D/3D image matching as the variation in image
quality due to different x-ray energy spectrum is minimized. However, the more realistic image
quality is obtained at the cost of additional processing time in proportion to the number of energy
bins and might not be feasible for the 2D/3D image matching that requires real-time rendering of
DRR from the simulation CT. This obstacle was addressed with our OpenCL/GPGPU-based
implementation of the proposed poly-energetic forward projection which is 543-time faster than
the CPU-based implementation. With an image formation rate of a few tenths second per DRR
(depending on the number of energy bins), it is possible to perform the 2D/3D image registration

in real time and track the patient motion with 6 degrees of freedom.



435

440

445

450

The poly-energetic projection can also be used to generate fast and realistic projection images for
medical imaging research and development. For example, although the Monte Carlo simulation
is the most accurate method for generating projection images for CBCT research, producing a
few hundred projection images is very time-consuming. With the developed poly-energetic
projection technique, realistic projection images can be obtained within a few minutes for CBCT
reconstruction. Note that unlike the Monte Carlo simulation, the scatter events are not considered
in the forward projection operations. As mentioned earlier, the scatter events can be included as
an additive term in Eq. (3) prior to adding the Poisson noise and the increased noise due to the

scattering is included in the Poisson noise term in Eq. (3).

6 Conclusions

We have constructed digital attenuation phantoms by segmenting the anatomical CT images into
different tissue types and assigning each tissue type with the attenuation coefficients for different
X-ray energies. The Siddon’s ray-trace method [35] was used to calculate the transmission line
integral through the attenuation phantom for an x-ray source with known energy spectrum.
Calculation of the multi-energetic projection data was accelerated using OpenCL to program
parallel processing on GPGPU. We decomposed the low-degree parallel and serial workloads
into multiple tasks on the CPU using TP and partitioned the high-degree parallel workloads on
the GPGPU using DP. A 543-time performance improvement was achieved using the
OpenCL/GPGPU-based implementation in comparison to the single-threaded line integral on the
CPU and the difference between the CPU-based and OpenCL/GPGPU-based approaches was

negligible.
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Table 1. Mohan4 energy spectrum. The first column lists energy bins and the second column
lists the counts for each energy bin from which we can calculate weight w,in Eq. 3.

555
I(E;I/Ie;{g/})] Counts/bin
0.25 0.0111
0.50 18.11
0.75 72.09
1.00 54.08
1.25 53.57
1.50 56.33
1.75 34.69
2.00 26.21
2.25 2491
2.50 16.97
2.75 13.99
3.00 7.035
3.25 8.833
3.50 8.809
3.75 8.838
4.00 0.9982
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Figure Legends
Figure 1. Illustration of the ray trace method for calculating the line integral along different rays
for a two-dimensional object. The solid dots indicate the boundaries of intersecting pixels and
the interval between two neighboring dots defines the chord length of intersection. Note that the
numbers of intersecting pixels along ray 1 and ray 2 are different.
Figure 2. Index phantom. (A) transverse slice (B) coronal slice (C) sagittal slice.
Figure 3. Memory Model for the NVIDIA C2050 GPGPU.
Figure 4. The sequence of tasks for each energy bin.
Figure 5A. The task overlapping strategy for generating the first polyenergetic (E;, E;...Ej¢)
projection image. Tasks 1 of the first eight energy bins (E;-Eg) start simultaneously at t, on eight
CPU cores and finish at t;. Att;, Tasks 1 of the last eight energy bins (E¢-E¢) initiate and Task 2
of the E; begins on GPGPU. At t,, Task 2 of E;ends and Task 2 of E, starts. At t4, Tasks 1 of Eo-
E ¢ complete and Task 3 of E; commences on CPU cores. At ts, Task 2 of Eg ends on GPU and
Task 3 starts immediately on CPU; in the meanwhile Task 2 of Ey initiates on GPU. Tasks 2 and
Tasks 3 of the rest energy bins follow the same pattern.
Figure 5B. The sequential method for generating the first polyenergetic (E;, E,...E;¢) projection
image. Tasks 1 of the first energy bin E,; start at toon a CPU core and finish at t;. Att;, Task 2 of
the E; begins on GPGPU. At t,, Task 2 of E; ends and Task 3 of E; starts. At t3, all three tasks of
the E, finish and the second energy bin E; initiates. The rest energy bins follow the same pattern.
Figure 6A. The task overlapping strategy for generating the subsequent polyenergetic projection
images. Task 2 of E; starts at t; and ends at t; on GPU. At t;, both Task 3 of E; and Task 2 of E2

initiate on CPU and GPU, respectively. The rest energy bins follow the same running pattern.
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Figure 6B. The sequential method for generating the subsequent polyenergetic projection
images. Task 2 of E; starts at ty) and ends at t; on GPU. Task 3 of E, initiates on CPU at t; and
finishes at t,. At t, Task 2 of E; commences on GPU. The rest energy bins follow the same
running pattern.

Figure 7A. The task overlapping strategy for generating polyenergetic projection images over
360 angles. Tasks 1 of the E;-Es initiate on eight CPU cores concurrently at t, and finish at t;
when Tasks 1 of Eo-E ¢ start on CPU and Task 2 of E; initiates on GPU. At tp, Tasks 1 of Eo-E ¢
end on CPU. At t3, Task 2 of E; finishes on GPU, Task 3 of E; starts on CPU and Task 2 of E,
initiates on GPU. Tasks 2 and 3 of the rest energies follow the same pattern.

Figure 7B. The sequential method for generating a set of polyenergetic projection images over
360 angles. Task 1 of the E; initiates on a CPU core at ty and finishes at t; when Task 2 of E;
initiates on GPU. At t,, Task 2 of E; ends and its Task 3 begins. At t;, Task 3 of E; finishes and
Task 1 of E; starts on CPU. The rest energies follow the same pattern.

Figure 8: The dispatcher workflow chart.

Figure 9A. The comparison of computation times for DRR generation using the task overlapping
strategy and the sequential method.

Figure 9B. The speedup for DRR generation and line integral over CPU.

Figure 10. The projections calculated by (A) and (C) CPU-based, and (B) and (D) OpenCL-
based GPU implementations. (A) and (B) at 0 degree. (C) and (D) at 90 degree. The relative
difference images of (A) and (C) is shown in (E), and the relative difference of (B) and (D) in
(F).

Figure 11. Projection images at 0 degree (the 1st column) and 90 degree (the 2" column) for (A)

and (B) 0.25 MeV, (C) and (D) 0.75 MeV, and (E) and (F) 4.0 MeV.
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Figure 1. Illustration of the ray trace method for calculating the line integral along different rays
for a two-dimensional object. The solid dots indicate the boundaries of intersecting pixels and
the interval between two neighboring dots defines the chord length of intersection. The numbers
of intersecting pixels along ray 1 and ray 2 are different.
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slice.
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Figure 3: Memory Model for the NVIDIA C2050 GPGPU.




645

650

Task 1
Phantom Conversion
TP

—

Task 2
Line Integral
DP

Figure 4. The sequence of tasks for each energy bin.

Task 3
Exponential and Weight
TP




655

660

120.4 ms for Task 1 (on CPU)
= 16.2 ms for Task 2 (on GPU)
= 2.8 ms for Task 3 (on CPU)
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Figure 5A. The task overlapping scheme for generating the first polyenergetic (E;, E,...Ei¢)
projection image. Tasks 1 of the first eight energy bins (E;-Eg) start simultaneously at t, on eight
CPU cores and finish at t;. Att;, Tasks 1 of the last eight energy bins (E¢-E¢) initiate and Task 2
of the E; begins on GPGPU. At t,, Task 2 of E; ends and Task 2 of E; starts. At t4, Tasks 1 of Eo-
E ¢ complete and Task 3 of E; commences on CPU cores. At ts, Task 2 of Eg ends on GPU and
Task 3 starts immediately on CPU; in the meanwhile Task 2 of Ey initiates on GPU. Tasks 2 and
Tasks 3 of the rest energy bins follow the same pattern.
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120.4 ms for Task 1 (on CPU)
== 16.2 ms for Task 2 (on GPU)

= 2.8 ms for Task 3 (on CPU)
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Figure 5B. The sequential scheme for generating the first polyenergetic (E;, E,...E ) projection
image. Tasks 1 of the first energy bin E; start at tyon a CPU core and finish at t;. At t;, Task 2 of
the E; begins on GPGPU. At t,, Task 2 of E; ends and Task 3 of E; starts. At t3, all three tasks of
the E; finish and the second energy bin E; initiates. The rest energy bins follow the same pattern.
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Figure 6A. The task overlapping scheme for generating the subsequent polyenergetic projection
images. Task 2 of E; starts at ty and ends at t; on GPU. At t;, both Task 3 of E; and Task 2 of E2
670 initiate on CPU and GPU, respectively. The rest energy bins follow the same running pattern.



16.2 ms for Task 2 (on GPU)

2.8 ms for Task 3 (on CPU)

....—................................................................................................................................................

cese ........d.......................................................................................................................................

R IR e e AL AL LA AL AL LA

secesecesecscscsesecrsecscscscsesesesene .......ﬂ...................................................................................................

R R P T T PR P PR PP PP PP .........q.........................................................................................

R R F Y P P PR PR PR PP PP PP PP PP PP PN ........H................................................................................

Gecececesecscscscsesesesesecscscscsesesesesscscscsesesesesesssscsenel ........—.......................................................................

cesees

R R R R I N R TR R R P R TR P PR PP PR

B R Y R R PR P P Py R Y Y P YT ........d............................................

R R Y LA AL LR AL AL LA AR LA

tion

Time
tiate on CPU at t; and

ic projec

ni

t3

tity

to

. Task 2 of E; starts at ty and ends at t; on GPU. Task 3 of E;
finishes at t;. At t, Task 2 of E; commences on GPU. The rest energy bins follow the same

Figure 6B. The sequential scheme for generating the subsequent polyenerget
running pattern.

images

675



680

Ei6
Eis
Ei4
Eis
Ei2

Eio
Eo
Esg
E;
Es¢
Es
E4
Es3
E>
E;

Figure 7A. The task overlapping strategy for generating polyenergetic projection images over
360 angles. Tasks 1 of the E;-Es initiate on eight CPU cores concurrently at t, and finish at t;

120.4 ms for Task 1 (on CPU)
5852 ms for Task 2 (on GPU)
1008 ms for Task 3 (on CPU)

.
g
Ll
=
i
i
i
-
=
HE
i
i
%] °
-—r
H
it )
i
i
=
i
H
i
o
H
i
i
Ld
=
H
i
i
i
=
HE
i
i
i
=
H
i
H
i
ft
:
:
H
i
bt ¢
i
:
:
:
s
:
:
:
:
K
:
:
:
:
K
:
:
:
:
bt ¢
:
:
:
:
" .
:
:
L k3 o
>

when Tasks 1 of Eg-E;¢ start on CPU and Task 2 of E; initiates on GPU. At t;, Tasks 1 of Eg-E1¢
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Figure 7B. The sequential strategy for generating a set of polyenergetic projection images over
360 angles. Task 1 of the E; initiates on a CPU core at ty and finishes at t; when Task 2 of E;
initiates on GPU. At t;, Task 2 of E; ends and its Task 3 begins. At t3, Task 3 of E; finishes and
Task 1 of E; starts on CPU. The rest energies follow the same pattern.
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Figure 9B. The speedup for DRR generation and line integral over CPU.
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Figure 10. The projections calculated by (A) and (C) CPU-based, and (B) and (D) OpenCL-
based GPU implementations. (A) and (B) at 0 degree. (C) and (D) at 90 degree. The relative
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surrounding area. Finally, the gels were returned to the refrigerator and
allowed to solidify for at least 24 hours. The samples were irradiated with
18MV and 250kVp photon beams such that the foils were perpendicular to
the beam direction. T2-weighted images were acquired after 24 hours with a
3T-MRI scanner using a turbo spin-echo sequence. Imaging parameters
were as follows: field-of-view = 180mm x 180mm, pixel-size = 0.35mm x
0.35mm, and slice-thickness = Smm. Dose distributions were calculated by
using a two-point method from the MR images taken at two echo times (20
and 101 ms). Results: There was no signal from the metal foil allowing ease
of identification. All 18MV samples and the 250kVp aluminum sample did
not show any appreciable change in the dose distribution. The 250kVp
samples for lead and gold, however, had a significant decrease in absorbed
dose downstream of the foil. The dose profiles along the beam direction
revealed dose reductions of 18% and 16% for lead and gold, respectively.
Conclusion: We demonstrated that polymer-gel dosimetry can be used to
measure the fine dosimetric structures around a small metallic object
although its accuracy still must be assessed.

SU-E-T-337

Monte-Carlo Study of Dose Perturbation Effects in External Beam
Therapy of the Prostate Caused by the Presence of Post-Implant
Brachytherapy Seeds

R Bassalow'*, A Sabbas', M Delamerced', S Trichter', F Kulidzhanov',
L Nedialkova', D Nori!, K Chao', JChangl, (1) NewYork-Presbyterian
Hospital/ Weill Cornell Medical College, New York, NY

Purpose: Previously it has been reported that brachytherapy dose
distribution can be affected by seed self-attenuation. We investigate the
magnitude of dose perturbation in external beam radiation therapy caused by
the presence of remaining brachytherapy seeds in the prostate. Methods: A
phantom from a patient CT data was generated. A custom Python code was
developed to modify the phantom by replacing selected voxels with the Cs-
131 seed material and density. 3D dose distributions and mean dose in the
volume containing seeds for different seed arrangements were calculated
using Monte-Carlo EGSnrc dosxyznrc code and compared to the dose
distributions without the seeds for a typical 5-field treatment using 6MV and
18MV beams. Seeds were arranged symmetrically around the isocenter in a
rectangular grid pattern with varying number of seeds along the x-, y- and z-
axes. In calculating mean dose and dose difference maps, seed voxels were
excluded from calculation. Results: Difference in mean dose in the volume
containing seeds and the same volume without seeds, was calculated for 6
and 18 MV beams. Mean dose increase is linear with the number of seeds
and ranges from 0.7% for 75 seeds to 1.4% for 175 seeds for 6 MV and from
1.8% for 75 seeds to 4.6% for 18 MV for 175 seeds. Conclusions: In the
external beam radiotherapy of the prostate, that contains seeds from the
previous LDR seed implant, the mean dose in the prostate is increased
proportionally to the number of seeds and the external beam energy used.

SU-E-T-338

Percent Depth Dose Comparison Between Measurements From Three
Varian Linear Accelerators and Varian AAA Golden Beam Data

G Wu'*, G Courlas’, D Lewis®, B Jackson®. Northwest Medical Physics
Center, Lynnwood, WA

Purpose: To validate the use of Varian Golden Beam Data Percentage Depth
Dose (PDD) information for the Eclipse AAA algorithm for newly installed
Varian Linear Accelerators Methods: Comparison was made between
measured data and Varian Golden Beam Data which is often used in AAA
beam models in Eclipse treatment planning systems. Open field and wedge
field data were compared for 4 x 4 cm, 10 x 10 cm, 20 x 20 ¢cm, and 30 x 30
cm field sizes for four physical wedges and for two photon energies.
Results: Small differences on the order of 1% are observed when comparing
measured open field PDD data and PDD data from the AAA Golden Beam
Data set. In contrast, larger differences were observed in wedge field
percentage depth dose for these data sets with the measured data being
greater than AAA data. The difference increases with increasing depth and
decreasing field size. For a 4 x 4 cm field with a 15 degree wedge the
average difference is 6 % at a 25 cm depth for 6 MV photons. These
differences are slightly smaller for 18 MV photon data for most field size
and wedge combinations. Conclusions: The Varian Golden Beam wedged
field PDD data for photon beams is compiled from older linear accelerators
and shows variations from data collected from recently installed machines.
This variation could be due to increased beam hardening effect from the
wedges compared to previous machines. Therefore, caution should be
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applied when using the AAA Golden Beam model for wedged field
calculations, particularly for field sizes smaller or equal to 20 x 20 cm and
depths deeper than 15cm. It is recommended that carefully collected
commissioning data be used for physical wedge PDDs in Eclipse.

SU-E-T-339

Target Change Effect On Surface Dose of Treatment and Imaging
Helical Tomotherapy Beams

E Ehler'*, B Gerbi', (1) University of Minnesota, Minneapolis, MN

Purpose: The target of the TomoTherapy unit is replaced at regular intervals.
This work studies surface dose both before and after a target change for the
treatment and imaging beams.Methods: Attix parallel plate chamber, as well
as LiF powder thermoluminescent dosimeter (TLD) monolayer
measurements were performed on the surface and at depths up to 1.5 cm in
solid water before and after the target change. Due to the 1.0 cm diameter
collecting volume of the Attix chamber, broad imaging beam measurements
were performed with a 5 cm jaw width at isocenter; TLD measurements
were performed using the narrow jaw width used for clinical MVCT
imaging. Measurements at depths of 10 and 20 cm in solid water were also
performed using A1SL cylindrical ionization chambers with a 5 cm field
width.Results: Attix chamber measurements in the broad imaging beam
showed surface dose versus dose at 5 mm to be constant before (31.3 +
0.6%) and after (314 + 0.3%) the target change. TLD monolayer
measurements showed no change in the narrow imaging beam surface dose
(25.0 + 0.8% before and 24.6 + 0.5% after). The treatment beam showed a
small decrease in surface dose after the target change (18.2 + 0.7% before
and 17.0 £ 0.3% after). The ratio of dose at depths of 10 and 20 cm for the
imaging beam was 2% greater after the target change whereas the the
treatment beam ratio was 0.6% greater after the target change as compared
to the ratio measured before the target change Conclusions: Even though
degradation of the thin tungsten target occurs with use, little to no change is
observed in the surface dose for either the imaging or the treatment beam.
This is likely due to a thick, low atomic number metal block located
immediately after the target.

SU-E-T-340
Dose Enhancement Due to Backscattered Electrons of Gold
Nanoparticle: Size and  Shape Dependency Study by

Thermoluminescent Dosimetry

T Marques'*, G Barbi?, O Baffa', P Nicolucci', (1) University of Sao Paulo,
Ribeirdo Preto, SP, BR, (2) Hospital of Clinics of Ribeirdo Preto / USP,
Ribeirdo Preto, SP, BR

Purpose: Quantify dose enhancement fractions (DEF) caused by
backscattered electrons of gold nanoparticles with different size and shape
using thermoluminescent dosimeters (TLD). Methods: Gold nanorods
(AuNP-rod) of 45nm and spherical gold nanoparticles (AuNP) of Snm
average diameter were used in this study. Fourteen Lithium Fluoride TLDs
(LiF-100) groups were pre-calibrated in the 200kV x-ray beam studied.
Different mass-fractions of gold (0%, 0.1%, 0.2%, 0.3%, 0.5%, 0.7% and
0.8%) were casted only in one surface of each tablet. An acrylic plate with a
small recess properly designed to fit tablets of a same group each time;
10cm of acrylic were also positioned down the TLDs to guarantee
backscattering conditions. 2Gy were delivered to all groups. The AuNPs
films were down positioned related to the beam incidence during the
experiments aiming to measure backscattered electrons of AuNPs. TLDs
were positioned in two depths: surface and build-up. DEF was calculated as
the ratio between dose measured with TLD tablets with and without AuNP.
Results: Experimental DEF varies between 1 and 1.26 to both AuNP-rods
and AuNPs when positioned on the surface. At the build-up depth the
experimental DEFs found were 1, 1.02, 1.04, 1.09, 1.12, 1.16 and 1.17
respectively to concentrations 0%, 0.1%, 0.2%, 0.3%, 0.5%, 0.7% and 0.8%
of AuNP-rods; To the same gold concentrations of spherical nanoparticles
the DEFs found were 1, 1.02, 1.02, 1.03, 1.04, 1.08 and 1.11. A linear
behavior between gold concentration casted and DEFs measured was
observed to both depths of irradiation. Conclusions: Differences of 6% in
fractions of dose enhancements can be found when 45nm AuNP-rods and
Snm spherical AuNPs are considered. The angular distribution of scattered
electrons in AuNP combined to nanoparticle size and shape implies in its
self attenuation inside the nanoparticles and thereof the fractions of dose
enhancements around the particles.
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image guided system (IGRT).The displacements and angles given by the
ExacTrac are analysed. Results: The mean shifts, rotations, and standard
deviations were determined, as a measure of the system’s accuracy. Average
translations measured were 0.4 = 0.7 mm, -0.9 + 1.1 mm and 0.6 = 0.6
mm, respectively, for vertical, longitudinal and lateral directions. The mean
deviations take place in the longitudinal direction and usually in the same
sense of direction. Conclusions: The system specifications (2 mm in all
directions) are fulfilled in most of the analysed cases, however some special
patients ( those with orientation problems which no cooperate) present
important deviations in the longitudinal direction up to 8 mm. Professionals
must be aware in these cases, and should use an IGRT verification system.

SU-E-T-581

Correction Factors for Secondary Monitor Unit Calculation in
Stereotactic Lung Radiotherapy

A Melancon'*, R Sadagopan', (1) MD Anderson Cancer Center, Houston,
TX

Purpose: Secondary MU calculation is an important verification step of
treatment planning. Use of simple secondary MU program is limited in
thoracic SBRT due to inaccurate modeling of the dose in low density
medium - lung. The goal of this study was to quantify these inaccuracies
and develop correction factors to improve the accuracy of the secondary MU
calculation. Methods: We estimated the correction factors to account for the
inaccurate modeling of the scatter by the Diamond (K&S)MU verification
program by comparing the MU generated by the program to the pinnacle
TPS using simulated water phantom with lung heterogeneities. The lung and
tumor densities were assigned bulk relative densities of 0.33 and 1.0. Field
size and depths of lung and tissue traversed were varied to establish a clear
trend. Five patients were selected whose treatment MU calculations deviated
by more than 5% and the developed correction factors were applied.
Results: Comparison of MU in phantom indicated that the errors due to lack
of re-buildup ranged from -.5% to -4.0% for 4 cm x 4 cm and -3.3% to -4%
for 10 cm x10 cm. Inaccuracies due to lack of proper forward scatter
modeling increased with field sized -.5% to -3.0% and in general increased
with increasing distance of lung traversed. Application of these correction
factors to the five patients’ verification results reduced the discrepancy from
an average of 8.1% to 6.3%. Conclusion: The most significant correction
factors were due to inaccurate modeling due to (lack of sufficient) re-
buildup and forward scatter. Correction factors can improve the usefulness
of secondary MU program.

SU-E-T-582

Monte-Carlo Study of Dosimetric Effects of Brachytherapy Seeds
Presence in Lung External Beam SBRT

R Bassalow'*, S Trichter', A Sabbas', B Parashar', F Kulidzhanov',
L Nedialkova', G Wernicke', D Nori', K Chao', J Chang', (1) NewYork-
Presbyterian Hospital/ Weill Cornell Medical College, New York, NY

Purpose: In lung SBRT seeds left from a prior intraoperative brachytherapy
may perturb the dose distribution near the target. We investigate the
dosimetric effects of seeds present in the beam paths. Methods: BEAMnrc
dosxyznrc code was used to generate 3D dose distributions for different seed
arrangements using five 6 MV SBRT fields. A custom C++/Python code
was developed to assign seeds of variable quantity and configuration to
selected voxels with the Cs-131 seed density. Two configurations of seed
placement were considered: 1) an “odd” number of seeds per row, with the
central column shadowing the isocenter, and 2) an “even” number of seeds
per row without the isocenter shadowing. Results: For the ‘“odd”
configuration the isocenter dose decreased sharply with the number of seeds
shadowing the isocenter (from 1.8% for 1 seed to 13.1% for 11 seeds).
Adding more seeds in each row lowered the dose by additional 2.4% and
this decrease was almost independent of the number of added seeds. A much
smaller dose reduction (<1.8%) is observed for the “even” seed
configuration, that does not shadow the isocenter directly. Conclusions:
Dose reduction at the isocenter is proportional to the number of seeds that
directly shadow the isocenter. Adding seeds in the beam path, without
shadowing the isocenter, reduces the dose by a small amount. Since
clinically the seeds are arranged in a mix of “odd” and/or “even”
configurations with 1-2 rows and 1-2 columns, the isocenter dose is
expected to be reduced by 0.6% to 5%.
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SU-E-T-583
QA Verifications of RapidArc Type SBRT Treatment Plans
X Song*, N Deb, T Xue, St Luke's Hospital, Bethlehem, PA

Purpose: RapidArc treatments combine features of IMRT and arc
treatments. It may be a superior treatment technique for stereotactic body
radiation therapy (SBRT) in both improved dose distribution as well as
improved patient comfort and reduction in motion due to rapid treatment
delivery. This is a study of the QA verification results on 15 spine and 9
lung patients treated with RapidArc SBRT since August 2009. Methods:
Treatements were delivered on a Varian Trilogy with RapidArc upgrade.
Plans generated used 6 MV photons utilizing Varian Eclipse software. Most
plans consisted of a 2 arc technique. The 3D diode array is the Delta4
system from Scandidos. Delta4 has 1069 P type Si diodes on three wings,
which are inserted to two planes in a cylindrical PMMA phantom. The three
dimensional dose is transferred to the Delta4 by DICOM RT. To minimize
the MLC leakage, and to reduce the finite leaf width (0.5 cm) effects, we
used collimator angles of 155 and 215 (Varian scale). Fraction dose ranged
from 400 cGy to 1800 cGy. For each plan, the planned dose distribution and
measured dose distribution are compared by using 2D isodose display,
profile comparisons, percentage dose deviation, and DTA and Gamma
index. Results: The average percentage of diode with Gamma index (3%
dose and 3 mm) 1 or less is 95.5% with standard deviation of 3.4% for spine
SBRT plans, and average percentage of diode with Gamma index (3% dose
and 3 mm) 1 or less is 97.4% with standard deviation of 2.0% for lung
SBRT plans, Conclusions: All measurement results agree well with the dose
distribution of all SBRT plans. Delta4 system is a good QA tool for
RapidArc type SBRT treatments.

SU-E-T-584

The Accuracy of the Respiratory Motion Tracking with Robotic
Radiosurgery System

M INOUE'*, H Shiomi’, K Okawa’, M Senda®, K Inada’, T Koshi®,
N Yokota’, H Iwata®, K Sato’, (1) Yokohama CyberKnife Center,
Yokohama, JP, (2) Osaka University Graduate School of Medicine, suita,
JP, (3) Yokohama CyberKnife center, Yokohama, JP, (4) Yokohama
CyberKnife center, Yokohama, JP, (5)Yokohama CyberKnife center,
Yokohama, JP, (6) Yokohama CyberKnife center, Yokohama, JP,
(7) Yokohama CyberKnife center, Yokohama, JP, (8)Nagoya City
University Graduate School of Medical Sciences, Nagoya, JP, (9) Japanese
Red Cross Medical Center, Shibuya-ku, JP

Purpose: To evaluate the accuracy of the respiratory motion tracking system
of the CyberKnife by Beam’s eye view images from CCD camera. Methods:
The ball, 20.1 mm in diameter, in which gold marker was placed was used
as a target. Using a dynamic motion phantom, it moved based on motion
either of data sets from a sine curve or irregular patterns of respiration that
came from two patients, both of which had 1 cm amplitude. Treatment
planning was based on a static CT scan using standard parameters for
CyberKnife treatment, and all of the beams in the plan aimed center of the
ball. Beam’s eye view images were recorded with a CCD camera mounted
on a linac head which was tracking the ball. The errors from displacement
between the CCD camera’s central axis and center of the ball were measured
by fifteen times per second, with self-developed software. Results: In the
case of the motion by the sine curve, errors were 2mm or less at 99% of the
tracking time. In the case of the respiratory irregular motion, errors were
3mm or less in 99% of the tracking time. However, more than 5 mm errors
were momentarily detected. Conclusions: We developed a method to
measure statistically the error of the respiratory motion tracking. In this
experiment, it was very small; however, larger errors were observed in
irregular motion, comparing with regular motion with the same amplitude.
The reason is the respiratory motion tracking system uses the algorithm
based on prediction of the future target position using past pattern of motion.
Thus, PTV margin may be set for each patient individually.

SU-E-T-585

A Dosimetric Analysis of Cranial Stereo-Tactic Radio Surgery Plans
Treated by Gamma Knife

a pendse'*, (1) P.D.Hinduja Hospital, MUMBAI, MAHARASHTRA, IN

Purpose: : To quantify the impact of dose planning using different clinically
important parameters such as volume conformity index (VCI),
appropriateness of target volume(ATV), conformity gradient index(CGI),
integral dose (ID), by categorizing size of tumor volume(TV) in small,
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SU-E-J-07

A Preliminary Study On Optimal Dose-Allocation Parameters for Low-
Dose Cone-Beam CT

Z Zhang*, X Han, E Pearson,
University of Chicago, Chicago, IL

J Bian, E Sidky, C Pelizzari, X Pan,

Purpose: Cone-beam CT (CBCT) is widely used for providing image
guidance in radiotherapy and interventional procedures. Due to the patient
safety concern involved in repetitive CBCT scans, significant effort has
been devoted to possibly lowering imaging dose in CBCT. For a given total
dose, it is also important to investigate how image quality can be affected by
dose allocations over projection views and by image-reconstruction
algorithms. In this work, we investigate quantitatively how image quality
changes resulted from different combinations of dose-allocation parameters
and some existing reconstruction algorithms. Methods: We performed
simulation studies by using a numerical phantom containing structures of
different contrast levels. We also acquired real data of a Catphan phantom
(The Phantom Laboratory, Salem, NY) by using the on-board imaging
system (Varian Medical Systems, Palo Alto, CA). At three different total
dose levels, we allocated each of them to different numbers of views ranging
from 120 to 650. For each allocation scheme we applied the FDK and ASD-
POCS algorithms to obtain reconstructed images. A set of quantitative
metrics were used to evaluate image quality based on relevant tasks.
Results: Preliminary results showed that for total dose levels under study,
both FDK and ASD-POCS algorithms yield images with comparable quality
when a large number of views are considered and that images reconstructed
by the ASD-POCS from smaller number of views generally exhibit higher
quality. Overall, for each given total dose level the ASD-POCS algorithm
yields images of comparable or higher quality than does the FDK algorithm.
Conclusions: We demonstrated that CBCT image quality can be optimized
for a fixed total dose by choosing an appropriate combination of dose-
allocation parameters and reconstruction algorithm. This finding may
potentially be used for improving current CBCT image quality and for
designing innovative, low-dose CBCT imaging protocols.

SU-E-J-08

Research the Feasibility of High Dose Radiotherapy for Brain
Metastases Guided by the Contrasted Cone Beam CT

G Gong'*, Y Yin?, T Liu®, J Chen*, JLu’, C Ma®, (1)Shandong Cancer
Hospital and Institute, Jinan, Shandong, CN, (2), jinan, CN, (3) Shandong
Cancer Hospital and Institute, Jinan, Shandong, CN, (4) Shandong Cancer
Hospital and Institute, Jinan, Shandong, CN, (5) Shandong Cancer Hospital
and Institute, Jinan, Shandong, CN, (6) Shandong Cancer Hospital and
Institute, Jinan, Shandong, CN

Purpose: To research the feasibility of high dose radiotherapy for brain
metastases guided by the contrasted cone beam CT through studying how to
implement and improve the contrasted cone-beam CT scanning and image
registration in the progress of CBCT guided brain metastasis radiotherapy.
Methods: 8 brain metastases cases were selected (lung cancer 3cases, liver
cancer 1 cases, breast cancer 2 cases and nasopharyngeal carcinoma 2
cases), and achieved the CBCT scanning, in 20 minutes, 30 minutes, 40
minutes after contrasted stimulation CT scanning. Analyzed the CBCT
image quality and the demonstration capability of the tumor on CBCT
images comparing with the simulation CT. Radiotherapy plans were
designed quickly with the Prescription dose 5Gy/fraction and the image
registration work were completed online, and analyze the potential role of
the contrasted CBCT in radiotherapy for brain metastasis.Results: The
contrasted CBCT could improve the image resolution, the tumor area and
the location relationship between tumor and normal brain tissue were
showed clearly. The demonstration capability of tumor on CBCT in 30
minutes was bigger than in 20 minutes and 40 minutes. The setup errors
were 3.0£0.8mm in z-axial, 2.840.6mm in y-axial and 2.0+0.5mm in x-
axial. Conclusions: The contrasted CBCT image can display the tumor and
location relationship between tumor and normal tissue clearly, it can exhibit
the result of adjustment for setup error directly, it could become an effective
way to ensure the security in high dose radiotherapy for brain metastases.
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SU-E-J-09

Feasibility Study of Volumetric Imaging in Cyberknife Room Using
Scanning Beam X-Ray Sources

T Li*, X Li, Y Yang, D Heron, M Hugq, University of Pittsburgh Medical
Center, Pittsburgh, PA

Purpose: Image guidance system such as the one used in Cyberknife or
Brainlab ExacTrac, utilizes two x-ray sources underground, which generates
a pair of 2D orthogonal images for target localization. This work
investigates the feasibility of bringing 3D or 4D imaging into such
environment. Methods: The x-ray sources in a Cyberknife room are replaced
with scanning x-ray tubes, in which an electron beam is electromagnetically
scanned across a 25cm x 25cm transmission target located behind a
collimator. The collimator restricts the emerging x-ray photons to those
directed towards the detector. The system is simulated to generate a series of
orthogonal 2D projections, and a fully 3D reconstruction algorithm is
developed using the total variation (TV) technique. Parameters such as the
source-to-axis distance, the source-to-detector distance, the electron beam
scanning pitch, and the detector resolution are varied to study their impacts
on the image quality.Results: As the electron beam scanning across the
transmission target, a moving x-ray source is formulated. With as few as 25
paired projections, a 3D image can be reconstructed. It is found that the
image quality increases to a certain degree when finer scanning pitch is
used. The image quality also increases as the distance between the x-ray
source and the isocenter decreases, significantly, however the field of view
(FOV) is reduced. The maximum FOV is about 16 cm under current setup.
Using high detector resolution can also improve the image quality
Conclusions: ~ With scanning beam technology, it is possible to obtain
volumetric images for fixed x-ray imaging systems (i.e. without gantry
moving). The image quality is comparable to the current on-board cone-
beam CT used in the treatment room, however the FOV is limited and the
image reconstruction time is relatively long.

SU-E-J-10

Panoramic Cone Beam Computed Tomography (CBCT)

J Chang*, L Zhou, KSC Chao, NewYork-Presbyterian Hospital/Weill
Cornell Medical College, New York, NY

Purpose: Cone-beam computed tomography (CBCT) is the main imaging
tool for image-guided radiotherapy but its functionalities is limited by small
imaging volume and restricted image position (imaged at the central instead
of treatment position for lateral targets to avoid collisions). In this paper we
present the concept of “panoramic CBCT” which can image patients at the
treatment position with a volume as large as practically needed. Methods:
This novel “panoramic CBCT” technique scans the target panoramically for
different imager positions, stitch together the panoramic projection images
of the same gantry angle to form a larger projection image, and perform
CBCT reconstruction using the stitched projection images. To study the
potential reconstruction artifacts of this imaging technique, we calculated
cone-beam projections of the MCAT thorax phantom for one imager in three
adjacent positions. Different gaps and exposure levels were introduced
between adjacent imager positions to simulate imperfect stitching.
Simultaneous algebraic reconstruction technique (SART) was used to
reconstruct CBCT images using the stitched projection images for half-scan
(180-degreetcone-anlge/2 gantry rotation). As a gold standard, CBCT
reconstruction using projection images big enough to encompass the target
were also performed for full scan (360-degree gantry rotation). Results:
Incomplete reconstruction with artifacts was observed for reconstruction
using projections from the central imager position only. When stitching is
perfect, complete reconstruction was obtained from the stitched projection
images with quality similar to the gold standard. Streak and ring artifacts
were observed when stitching is imperfect and the severity of artifacts
increases with the gap size and exposure level difference. Conclusions:
Since half-scan can be achieved for most treatment positions without
collisions, the proposed “panoramic CBCT” can image tumors of any
location for patients of any size at the treatment position. Good image
stitching algorithms are needed to eliminate the reconstruction artifacts from
imperfect stitching.
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lowest for the most part, however, since larger margins were utilized for
proton planning more investigation is required. On average, the dose to
critical structures, normal brain, and integral dose was smallest for IMPT,
followed by DS, and largest for IMRT. Conclusion: Preliminary data
indicates that dose to critical structures, integral dose, and the dose to
normal brain is reduced with proton therapy; therefore implying merit in this
modality. This dose sparing is crucial because of the high sensitivity of
normal tissues for very young patients.

SU-E-T-496

Dosimetric Comparison Between Protons and Photons in the Field
Junction in Craniospinal Irradiation (CSI)

C Cheng" **, S Srivastava® *, J Buchsbaum" %, L Zhao" %, M Wolanski" ?,
J Simmons', P Johnstone" % I Das" %, (1) Indiana University Health Proton
Therapy Center, Bloomington, IN, (2) Indiana University School of
Medicine, Indianapolis, IN, (3) Reid Hospital & Health Care Service,
Richmond, IN

Purpose: In this study, we investigated the dosimetry in the moving gap
region in proton CSI for various combinations of field junction widths and
feathering step sizes. We have also compared the dosimetry in the field
junction between proton and photon beams. Methods: Dose profiles for two
proton ranges, 11.6cm and 16cm, both with 10cm SOBP for the 30cm snout
are used. Feathering of the junction is simulated by shifting the profiles by
two successive steps. Three junction widths (0, 2, 4mm) and two feathering
step sizes (5, 10 mm) are investigated. Similar simulations (but also include
larger gap widths due to larger penumbra) are performed for 6 and 15 MV x-
rays. Dose profiles at the field junctions are then compared for the proton
and photon fields for various gaps and feathering step sizes. Results: For
protons, full dose is achieved in the field junction for Omm gap for both
Smm and 10mm featherings. However, with even a 2mm gap, the dose falls
to below 90% in the moving gap due to the steep proton penumbra. For
photons, even 4mm gap still results in >90% dose in the moving gap due to
the large penumbra and the ‘tail’ in the profiles. Despite the different dose
characteristics, it is possible to produce similar dose profiles in the moving
gap for proton and photon fields by varying the gap and the feathering sizes
for photon fields. Conclusion: Full dose can be safely achieved in the
junction by ‘hot-matching’ the spine and the brain fields in proton CSI and
feathering the junctions. The steep proton penumbra results in a large dose
gradient even with 2mm gap between fields. It is possible to produce
similar dosimetry in the junction with photon CSI. The difference is that
there is no exit dose with protons.

SU-E-T-497

Experience in Prone Breast Setup Accuracy Improvment

F Kulidzhanov*, A Sabbas, J Chang, S Trichter, M Hayes, G Wernicke,
D Nori, K Chao, New York - Presbyterian Hospital, Weill Cornell Medical
Ctr, New York, NY

Purpose: Quality Improvement of prone breast radiotherapy by modification
of the simulation technique and a prone breast board (PBB). Methods: The
“Horizon” PBB medial edge of the bridge was elevated and marked with
radio-opaque BBs to avoid the bolus effect from the bridge and visualize the
edge during simulation and treatment setup. Side bars were added to
stabilize PBB. For support of the hands, shoulders and clavicles the superior
platform was widened and elongated also indexed handles and shoulder
support were installed. Head support was used for patient’s longitudinal
setup. A “two-step” setup procedure was introduced to improve the setup
accuracy: the patient is setup on the board using the “setup” point that is
easily and reliably identified on patient body and then shifted to the
treatment isocenter based on the treatment planning calculation. Results:
Implementation of the “two-step” setup procedure and modification of PBB
significantly improved the setup accuracy. 74 patients were treated with this
technique: 20% has a displacement (beam relative to the marked edge ) of
more than 1cm, 9.5% between 1cm and 0.5cm, and the rest 70.5% less than
0.5cm. Displacements more than 1cm mostly happened at the beginning of
the implementation this procedure and there was a general trend of
decreasing displacement as we became more familiar with this setup
technique. The radio-opaque markers made it much easier to identify and
avoid unexpected inclusion of the bridge in the treatment fields during the
treatment planning and patient setup. Conclusions: There are currently no
commercially available PBB that are durable, comfortable and flexible for
satisfactory patient setup and alignment. The modification of the prone
breast board and implementation of the new simulation technique have
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partially addressed these concerns and significantly improved the quality of
our prone breast RT program

SU-E-T-498

Comparison of Inter-Fraction Setup Uncertainty of Two Commercially-
Available, Cranial Immobilization Masks Using KV-CBCT and
ExacTrac® Imaging Systems

N Nayebi'*, A Gutierrez*, N Papanikolaou®, University of Texas HSC SA,
San Antonio, TX

Purpose: The 3-point thermoplastic Orfit mask and BrainLAB stereotactic
mask provide immobilization of the head in fractionated radiotherapy. The
purpose of this study was to compare the setup accuracy of these two masks
using pre-treatment kV-CBCT and ExacTrac®. Methods: Both BrainLab
and Orfit masks are currently used in our institution. The BrainLab mask is a
two-part masking system custom fitted to the front and back of the patient’s
head. This mask is used in conjunction with the ExacTrac-based patient
positioning. The Orfit 3-point mask is shaped to the patient’s head similarly
but also encompassing the superior aspect of the head. As part of our current
setup procedure for patients immobilized by Orfit mask, daily portal images
and weekly kV-CBCT image sets are acquired pre-treatment. In this study,
kV-CBCT data from 6 Orfit patients (122 fractions) fixated with the Orfit
mask and ExacTrac data from 11 patients (153 fractions) immobilized by
the BrainLab mask were retrospectively analyzed. Daily patient positioning
was evaluated as the translations between the pre-treatment and reference
image after fusion registration. Results: The mean inter-fraction
displacements in 3D were 2.7+1.4 mm (max=6.4mm) and 3.3+ 1.8 mm
(max=7.9mm) for Orfit and BrainLab groups, respectively. The mean
displacement and systematic setup uncertainty for the Orfit patients were -
0.3+1.0, -1.0+1.4, and -1.0+1.3 mm in the lateral, superior-inferior and
anterior-posterior directions, respectively. For the BrainLab patients, the
mean and systematic setup uncertainties were 0.2+0.8, -1.3+1.8, and -
0.94+2.5 mm in the lateral, anterior-posterior and superior-inferior directions,
respectively. Conclusions: Both masks showed comparable performance in
term of setup uncertainty. Daily image guidance is recommended with either
immobilization system to optimize the accuracy of setup.

SU-E-T-499

Assessment of Patient Setup Accuracy at a Treatment Position After the
Patient Has Been Registered at Another Location Using Robotic
Positioner and a Dual KV Imaging System

A Ghebremedhin*, N Wang, B Patyal, Loma Linda University Medical
Center, Loma Linda, CA

Purpose: We use cardinal angle and beam eye view images with DRRs to
register a patient at every treatment position. This process is time
consuming; moreover, every treatment position is not amenable to imaging.
This study is to assess the combined robotic positioner and gantry
movement accuracy at a treatment position relative to zero yaw image
registration so that additional imaging at the new location can be avoided.
Methods: A Styrofoam phantom 30 cm x 30 cm x 30 cm with beekleys
embedded in such a way that they could easily be distinguished on a DRR.
The phantom was CT scanned with a 2.5 mm slice thickness and a 50 cm
field of view. Treatment planning DRRs were created at numerous table and
gantry angles. The phantom was subsequently set up in the treatment room
with both table yaw and gantry at zero. The table was loaded with 200 Ib
weight in order to replicate a typical patient. Image registration was carried
out using cardinal angle images and the DRRs. The robotic positioner and
gantry were then moved to a new treatment position. The accuracy of the
move was evaluated using the beam eye view image, the orthogonal images
at the new position and the DRRs for this location. The process was repeated
for numerous table and gantry positions as predetermined during treatment
planning. Results: The accuracy was found better than a 1.0 mm for all
moves except near treatment position with table yaw 900 and Gantry angle
between 1800 to 2700, where the accuracy was still better than 1.7 mm.
Conclusions:  As such, the system can be clinically used for patient
registration, but we are in the process of further improving the setup
accuracy for all clinically relevant robotic positioner and gantry movements
without additional imaging.
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real-time for each field using an EPID in cine mode. The dose distribution
was recalculated based on geometrical information obtained from the cine
images. Results: It was observed that the volume of PTVconv is 16%
smaller than PTV4D. Subsequently the SBRT plan using PTVconv provides
suboptimal dose coverage to the tumor than PTV4D. The V100 of PTV4D
decreased from 95% to 82% and D95 of ITV decreased from 47Gy to 42Gy.
The cine EPID images have confirmed tumor excursion with respiratory
motion is within the predefined ITV boundary. However if the plan is based
on apertures designed using PTVconv, there could be geometrical misses
resulting in target under dosage.Conclusion: It is recommended to perform
4D CT and use PTV4D for treatment planning for SBRT lung cancer.

SU-E-T-572

Dose Mass Histogram (DMH) Versus Dose Volume Histogram (DVH)
for SBRT and Craniospinal Patients: What Can We Learn?

M Chao'*, X Chen', J Penagaricano', E Moros', V Ratanatharathorn', P
Corry', (1) University of Arkansas Medical Sciences, Little Rock, AR

Purpose: Dose volume histogram (DVH) has been a valuable tool for plan
evaluation, but it provides limited information for dose assessment of
irradiated tumors and organs, especially for those with significant density
heterogeneities such as lungs. DVH is also at odds with the fact that
radiation dose is defined as energy deposited in a unit mass of medium
irradiated. In this study, dose mass histograms (DMH) were used to
evaluate plans from patients treated with stereotactic body radiotherapy
(SBRT) and craniospinal axis irradiation (CSAI). Methods: Eight patients
were enrolled in the study, of which four of them were treated with SBRT
using a BrainLAB system and the other half were CSALI patients treated with
a Helical TomoTherapy unit. DMHs for these patients were computed based
on the treatment plan’s DVHs by weighting each voxel volume according to
its density as derived from the CT number vs. density table used in the
treatment planning system. All eight plans were exported to a personal
computer for DMH computation and analysis. Comparison between each
patient’s DVH and DMH for planning target volume (PTV) and organs at
risk (OAR) were performed. Results: DMH was generated for the PTV and
OARs. No significant difference between DMH and DVH was observed for
PTV and OARs (heart, kidneys, spinal cord) except for lungs. Lung DMHs
from SBRT patients indicated potential room of dose escalation while those
from CSAI patients showed the opposite. Conclusions: Dose mass histogram
serves as an important tool for evaluation of treatment plans for organs with
variable densities. For organs with uniform density distribution, DMHs were
not significantly different than DVHs, The potential usefulness of DMH for
plan evaluation for organs of heterogeneous density distributions warrants
further study.

SU-E-T-573
Monte Carlo Simulated Peripheral Doses in SRS of the Brain
G Georgiev'*, S Jang', R Hamilton', (1) University of Arizona, Tucson, AZ

Purpose: In arc based brain Stereotactic Radiation Surgery (SRS), a major
concern is the accuracy of the peripheral doses to organs close to the treated
lesions. This concern is more pronounced when planning software utilizes
Pencil Beam algorithm. To evaluate the out-of-target radiation doses to
Organs At Risk (OAR) the predicted organ doses by BrainLab Treatment
Planning System (TPS) were compared with doses acquired by a Monte
Carlo simulation. Methods and Materials: An arc based brain SRS treatment
plan was developed in BrainLab® TPS to be treated on the Novalis® Varian
linear accelerator, using 6 MV photon arcs with a 20 mm cone. The doses to
different points of interest, representing major OAR were investigated. The
photon spectrum in air for 20 mm cone at 100 SSD was designed and
verified for the simulation with EGSnrc Monte Carlo particle transport code
(DOSRZnrc user code). The resulting Percent Depth Dose (PDD) and dose
profile at 75 mm depth were confirmed with respective measurements in a
water phantom. Each arc will be approximated by summing simulated
discrete angled beams following the arc path and accounting for the
difference of their depths to the target. The doses of both calculations will be
normalized to an ion chamber measurement at the isocenter. Results: The
greatest difference in the PDD was less than 1%. MC simulated profile at 75
mm depth appeared to be less than Imm wider than the measured data in the
penumbra region. Conclusions: A method for simulating peripheral doses in
SRS was developed. The agreement in the measured and simulated PDD and
profile provide a basis for successfully utilizing this method and comparing
the calculated peripheral doses by the TPS and the simulated doses by the
Monte Carlo technique.
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SU-E-T-574

Assessment of Target Motion in SBRT Lung Patients Using the Frame-
Based Stereotactic Coordinates

A Sabbas*, F Kulidzhanov, S Trichter, R Bassalow, B Biritz, B Parashar, D
Nori, K S Chao, J Chang, New York Presbyterian Hospital /Weill Cornell
Medical Ctr, New York, NY

Purpose: To assess target movement for SBRT patients receiving hypo-
fractionated radiation for lung. Knowledge of the magnitude of these
movements can determine optimal margins around the GTV. Methods: We
use the Elekta stereotactic body frame (SBF) to deliver an average of four
fractions to lesions of diameter less than 4 cm. The SBF is an effective
immobilizer utilizing a vacuum bag that conforms to the body. A patient is
set up reproducibly in the SBF using its laser pointers. Its fiducial marks are
used to stereotactically localize the target. The SBF’s stereotactic
coordinates are then used to set up the target to isocenter. We obtain a
verification CT prior to each fraction for localization of the target. To
quantify target movement, we have recorded its deviation from its initial
position based on the treatment planning CT. We have then averaged these
deviations over the number of fractions to obtain a mean deviation and its
standard deviation per patient for each of the three directions. Results: For
35 patients that have received SBRT for lung lesions, we have calculated the
weighted mean, the error of the mean and the sample standard deviation for
the three stereotactic coordinates, Lateral, AP and Longitudinal of the
centroid of the GTV that was outlined by the same physician on each of the
verification CT’s. The means are: -3.16 +/- 0.1, 1.27 +/- 0.09 and 0.66 +/-
0.31 mm. The sample standard deviations are: 4.33, 4.35 and 4.24 mm.
Conclusions: Internal target motion is the main contributor to its positional
uncertainty for our SBRT setup. Assuming a normal parent distribution of
the deviations, a uniform margin of 1 cm will provide sufficient coverage of
the target for 98% of the times. This is confirmed by the actual distribution
of our sample.

SU-E-T-575

Comparison of Total Scatter Factor for SRS Measured by Various
Detectors

k fukata*, S Sugimoto, S Ozawa, T Furuya, M Kawashima, T Inoue,
C Toramatsu, K Karasawa, K Sasai, Juntendo University Graduate School
of Medicine, Tokyo, JP

Purpose: Total scatter factor is one of the most important parameters in
commissioning for stereotactic radiosurgery. We compared total scatter
factors which were measured by various detectors. Methods: We attached
circular collimators (7.5mm, 10.0mm, 12.5mm, 15.0mm, 17.5mm, 20.0mm,
25.0mm and 30mm diameters at isocenter) for stereotactic radiosurgery
(BrainLAB) to Varian Clinac 21EX and irradiated 400MU of 10MV
(600MU/min) to the detectors at 3cm depth in the water or water equivalent
phantom. Total scatter factor was measured by PinPoint 3D chamber
(PTW31016), diode detectors (Edge detector (Sun Nuclear), SFD (iba)) and
GAFCHROMIC Film EBT2 (ISP). Data were analyzed using MATLAB
(MathWorks). Results: We obtained total scatter factors of 0.74 (Edge
detector), 0.71 (SFD), 0.67(EBT2), 0.62 (PinPoint 3D Chamber) in 7.5mm
diameter collimator. These scatter factors were normalized by largest
collimator (30mm) reading of each detector. For the decision of total scatter
factors, we normalized these values by 15mm diameter collimator, and
averaged diode detectors and EBT2 less than 15mm. We adopted PinPoint
3D chamber’s data for 15mm and over. Conclusions: To obtain total scatter
factor precisely, we need to take a measurement with various detectors and
evaluate the results carefully. As the next step, we are preparing for Monte
Carlo simulation to compare with measured data.

SU-E-T-576

A Comprehensive Approach for SBRT Irradiation On RPC Spine
Phantom

7 Su'*, Z Zhao®, T Zhao’, Z Li*, (1) University of Florida, Jacksonville, FL,
(2) University of Florida, Jacksonville, FL, (3) Univesity of Florida,
Jacksonville, FL, (4) University of Florida, Jacksonville, FL

Purpose: To evaluate the entire spine SBRT process and perform
comprehensive quality assurance (QA) for RPC Spine Phantom irradiation.
Methods: A RPC spine phantom was obtained for RTOG0631 protocol
credentialing. A 7 beam, 6MV photon, step-and-shoot IMRT treatment plan
was generated using Pinnacle3 treatment planning system (TPS). Total 6Gy
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Therapy Educational Course
Implanted Target Surrogates for
Treatment Verification

WE-A-224-01

Educational Course Therapy: Implanted Target Surrogates for
Radiation Treatment Verification

Z Wangl*, N Kotharyz, (1) Duke University Medical Center, Durham, NC,
(2) Stanford University Medical Center, Palo Alto, CA

Target surrogates have been extensively used in radiation therapy, especially
imaging guided radiation therapy and radiosurgery, for the purposes of
target localization and treatment verification. A wide variety of surrogates
have been used including gold markers (seeds or coils), surgical clips, long-
lasting contrast agents, brachytherapy seeds, and electro-magnetic markers.
This course will review different types of applications of target surrogates in
radiation therapy and discuss the issues related to marker implantation, such
as patient complication, marker migration, dropping, deformation, minimum
numbers of fiducials, and timing between the implantation and planning
imaging acquisition. Application for specific treatment sites, such as
prostate, lung, liver, pancreas, and breast will be addressed. Issues related to
image guidance techniques with target surrogates will be discussed.
Planning target volume (PTV) margin requirements for implanted marker
guided setup will be discussed for each individual site. Marker applications
in verifying the accuracy of respiratory gated treatments will also be
discussed. Quality assurance with respects to marker stability during the
whole course of radiation therapy, deformability with specific implantation
sites, and geometrical accuracy will be addressed.

Learning objectives:

1. Attendees will learn how to assess the quality of marker placement.

2. Attendees will learn how to set up QA programs for treatment with
implanted target surrogates.

Therapy Educational Course Ballroom A
Commissioning and Implementation of New
Equipment or Treatment Paradigms

WE-A-BRA-01

Commissioning and Implementation of New Equipment Or Treatment
Paradigms

J Soen'*, M Pankuch®*, (1) Advocate Christ Medical Center, Oak Lawn, IL,
(2) CDH Procure Proton Therapy Center, Warrenville, IL

A fundamental responsibility of the Clinical Medical Physics is to assist in
the project management and commissioning of new equipment.  The
undertaking of such responsibilities may appear overwhelming when added
to the routine clinical physics responsibilities of an operational center. In
addition, the unique challenge of effective implementation requires
extensive collaborative efforts from the entire staff, including physicians,
therapists, nursing and administration. Methods for successful cooperation
typically fall outside the realm of formal training programs. It is the
responsibility of the onsite medical physicist to first understand the
functionality, the capabilities, and the limitation of their new equipment and
then to productively pass this information along to the clinical staff.

Several simple strategies can be considered before, during and after the
commissioning duties. These include creating a clear, well defined plan
with transparent expectations of the physicians, the clinical staff and
administration. ~ While this is obvious, it is not always clear how this is
accomplished and what pitfalls one may encounter in the process. A new
modality often requires the use of the latest, possibly less familiar tools.
The physicist must ensure proper access and appropriate training for these
tools often leading to unanticipated problems and unfamiliar results. A key
component is to realistically estimate the amount of time it will require and
to communicate that to the whole team. A comprehensive awareness of the
complete system by entire planning team must be a fundamental beginning
product of the project and should be permitted to be flexible enough to
process unexpected complications exposed in the commissioning process.
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The use of these tactics will be discussed in two clinical cases: 1) The
implementation of 4-D CT in a proton therapy environment and 2) the
commissioning of an Elekta accelerator for both CMS-XIO and CMS
Monaco. While specific vendors will be used in the examples, the tactics
discussed will be generally applicable to any vendor or equipment.

Learning Objective:

1. Understand basic strategies, processes and techniques employed in
safe and effective execution of a project plan.

2. Examine the described strategies used by the speakers in two actual
clinical examples.

3. Understand organizational issues that one may have to address prior to
and during the commissioning and implementation of new equipment.

Therapy Scientific Session Ballroom B
Brachytherapy and Radionuclide Therapy

WE-A-BRB-01

Accurate Dosimetric Characterization of a Fully Loaded 20 Mm COMS
1-125 Eye Plaque Using Specially Designed GAFCHROMICTM Film

S Trichter'*, S Chiu-Tsao®, M Zaider’, A Sabbas', F Kulidzhanov',
J Chang', G Cohen’, D Nori', K Chao', (1)New York - Presbyterian
Hospital, Weill Cornell Medical Ctr, New York, NY, (2) Quality MediPhys
LLC, Denville, NJ, (3) Memorial Sloan-Kettering Cancer Ctr., New York,
NY

Purpose: The majority of eye plaques used in the U.S. are of Collaborative
Ocular Melanoma Study (COMS) design with I-125 brachytherapy seeds.
Treatment planning is usually done using the TG-43 formalism, not
accounting for the gold alloy backing and Silastic insert, which significantly
reduce the dose, as calculated by BrachyDose Monte Carlo (MC)
(www.physics.carleton.ca/clrp/eye_plaque/). Dosimetric characterization of
a fully loaded 20 mm COMS plaque using radiochromic film is reported.
Methods: A 20 mm COMS eye plaque was uniformly loaded with 24 6711
1-125 seeds at 6.75 U/seed. Measurements were performed using specially
designed single layer GAFCHROMIC EBT1 film sandwiched perpendicular
to the plaque’s central axis at depths 0 — 19 mm between inserts of a Solid
Water “eye” phantom located at the center of a 30x30x30 cm3 full scatter
Solid Water phantom. The films were calibrated using a 6711 1-125 seed in
Solid Water, applying the TG-43 formalism. Results: Dose distributions in
planes perpendicular to the central axis of the plaque are radially isotropic
and uniform. Measured depth dose on central axis as well as off-axis
profiles, agree well with the results of MC. At 3 mm from the inner sclera,
the measured dose rate is 12.5% lower than TG-43 dose rate in homogenous
water, similar to 11.9% for MC. The thin flexible film enabled
measurements of the dose at the surface of the plaque. Results on duplicate
films agree within 5.5%. Conclusions: GAFCHROMIC film in a Solid
Water phantom is a convenient, accurate, and reproducible dosimeter for I-
125 eye plaque dosimetry. Dose measurements on the inner surface of the
plaque enable precise assessment of the scleral dose and its homogeneity,
and of the active area of the plaque for coverage determination. This work
validates the MC simulations about the dose reduction effect by the plaque’s
backing and insert.

In-Kind support of materials provided by Oncura, Inc., Arlington Heights,
IL and by International Specialty Products, Inc., Wayne, NJ

WE-A-BRB-02

Gold Nanoparticle-Aided Brachytherapy with Vascular Dose Painting:
Estimation of Dose Enhancement to the Endothelial Cell Nucleus

W Ngwa'*, M Makrigiorgos', R Berbeco', (1)Brigham and Women's
Hosptial, Dana Farber Cancer Institute and Harvard Medical School,
Boston, MA

Purpose: Microdosimetry is employed to estimate dose enhancement to
endothelial cell nuclei, caused by radiation-induced photo/Auger electrons
originating from gold nanoparticles (AuNP) targeting the tumor
endothelium, during brachytherapy. Methods: A tumor vascular endothelial
cell (EC) is modeled as a slab of 2um (thickness) x 10um (length) x 10pum
(width). The EC nucleus is centrally located with Sum diameter and
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reduction of 31% was attained using this modulation scheme. Visual
inspection of a modulated CBCT slices shows appreciable image quality
relative to the conventional CBCT. The noise characteristics of the
modulated scan were about 20 HU worse than a conventional scan, likely
due to the presence of scatter in the enlarged CATPHAN phantom because
theoretical predictions are based on primary beam attenuation alone
Conclusions: Initial results demonstrate that the use of a modulated scanning
technique, developed by taking into account patient anatomic variation, may
be a feasible method to reduce dose while preserving image quality in
CBCT-based IGRT.

SU-E-J-20

Dose Calculation for Pelvic Megavoltage Cone Beam CT Image with a
Quadratic-Fit Based Correction

W Hu'*, Z Zhang', JPouliot’, (1)Fudan Universtiy Cancer Hospital,
Shanghai, Shanghai, CN, (2) UC San Francisco, San Francisco, CA

Purpose: The accurate dose recalculation requires that the original pelvic
megavoltage cone beam CT (MVCBCT) images be corrected for cupping
and truncation artifacts caused by beam scattering and field-of-view
limitation. Our group previously developed a pelvic phantom-based
correction algorithm. The purpose of this study is to introduce a simple yet
accurate pelvic MVCBCT image correction strategy based only the planning
kVCT and treatment-day MVCBCT images to allow accurate dose
calculation. Methods: The quadratic-fit (QF) based correction algorithm
uses the planning kVCT as a reference, and individually corrects the
MVCBCT images slice by slice. A realistic pelvic-size water phantom, an
anthropomorphic pelvic phantom, and a clinical pelvic patient were used to
validate the method. Furthermore, a prostate patient with large anatomy
changes in planning CT and a treatment-day MVCBCT was selected for
evaluating the clinical applicability of the method. The dose differences with
and without QF correction were compared. Results: The QF correction
reduced the cupping artifact significantly. The maximum mean CT number
deviations in the soft tissue part of the anthropomorphic phantom between
the conventional CT and MVCBCT without and with QF correction were
15% and 2%, respectively. After applying the QF and data missing
correction, 96.5% of the voxels showed a dose agreement better than 3%
between the planning CT and MVCBCT. In a clinical patient without
significant anatomy changes, the dose difference in the targets and organ at
risks between the planning CT and a treatment-day MVCBCT was within
1.1%. Conclusions: The QF based method is feasible for correcting the
cupping artifact in the pelvic MVCBCT. And, based on the corrected
MVCBCT images, the monitoring of treatment-day dose distributions is
possible.

Research supported in part by Siemens

SU-E-J-21

Verification of a Monte Carlo Model of CBCT Flat Panel Detector
Using BEAMnrc/EGSnre Code

SKim'*, LRen', JJin', JKim', B Movsas', IChetty', (1) Henry Ford
Health System, Detroit, MI

Purpose: Cone beam computed tomography (CBCT) provides wide scan
coverage per rotation; however, its image quality is compromised due to
large amounts of scatter. In this study, we performed detailed Monte Carlo
(MC) simulations of a CBCT flat panel detector to characterize scatter for
the purposes of scatter correction. Methods: An amorphous silicon (aSi) flat
panel detector (Varian Medical Systems) of an On-Board Imager (Varian
Medical Systems) was modeled using BEAMnrc/EGSnrc code system based
on detailed geometric information provided by the manufacturer. Layers
from the proximal Al cover to the light reflector encompassing the 10:1 anti-
scatter grid were simulated using the block component module
(BLOCK_CM) in BEAMnre. Layers from the cesium iodide (Csl) detector
to the proximal Pb electronics protection cover were modeled in
DOSXYZnrc to create a voxelized representation of the detector layer.
Various scatter properties were elicited from phase space files within the
grid and detector layers. A two-dimensional (2-D) cone-beam image “in-air”
(without the phantom) was acquired (125 kVp, 80 mAs). 2-D and 1-D pixel
intensities were compared to the simulated projection to verify the accuracy
of MC simulation of the entire detector system. Results: 2-D pixel intensities
of the computed image agreed well to the measured image as the difference
map showed values within +-10%. However, given the large number of
histories required for detector simulation, the MC uncertainty was quite
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high, up to 10% in some regions. The central axis profile also showed good
agreement between simulation and measurement within 3% on average,
except in the regions where the statistical uncertainty was larger
(1sigma=7.5%). Conclusions: A CBCT imager has been modeled in detail
using the BEAMrmc/EGSnrc code system. Additional verification of the
MC-based modeling is warranted to for the purposes of scatter
characterization.

SU-E-J-22

Measurement-Based Cross-Scatter Correction in Dual Detector Cone-
Beam CT

W Giles*, JBowsher, HLi, FYin, Duke University Medical Center,
Durham, NC

Purpose: A dual detector cone-beam CT (CBCT) system could potentially
allow for dual energy CBCT and dual-view DTS. However, image quality in
this system is severely degraded by the presence of scatter between the two
imaging chains, i.e. cross-scatter. The aim of this work is to develop a
measurement-based method for correcting cross-scatter without increasing
scan-time or exposure and without adding additional hardware. Methods:
The dual detector CBCT imaging system has two tube/detector pairs
mounted orthogonally; each 40x30 cm detector has an anti-scatter grid. The
cross-scatter distribution was measured at a certain angular intervals by
firing a single x-ray tube and reading out both detectors. Cross-scatter at
intermediate angles was estimated by cubic spline interpolation. The cross-
scatter estimates were subtracted from the projections prior to
reconstruction. The angular interval between cross-scatter measurements
was optimized for an anthropomorphic pelvic phantom. Accuracy of scatter
interpolation was evaluated by comparing to directly measured cross-scatter.
Effectiveness of scatter correction was evaluated by measures of contrast
and contrast-to-noise ratio (CNR) in reconstructions of an image quality
phantom from projection data acquired with and without cross-scatter.
Results: For the pelvic phantom and an angular interval of 11 degrees,
interpolated cross-scatter distributions were within 2.5% of measured cross-
scatter distributions. This error remained constant as the angular interval
decreased below 11 degrees and rose sharply to about 90% as the angular
interval increased to 34 degrees. The contrast was 58.0%, 70.8% and 70.8%,
in the uncorrected, corrected, and cross-scatter free reconstructions and
similarly the CNR was 23.6, 22.8 and 24.9. Conclusions: This measurement-
based method effectively corrects for cross-scatter without any additional
hardware or imaging dose.

This work is partially supported by a research grant from Varian Medical
Systems.

SU-E-J-23
Construction of Digital
Radiotherapy (IGRT)

L Zhou', J Chang**, (1) NewYork-Presbyterian Hospital/Weill Cornell
Medical College, New York, NY, (2) NewYork-Presbyterian Hospital/Weill
Cornell Medical College, New York, NY

Phantoms for X-Ray Image-Guided

Purpose: To construct digital phantoms for testing x-ray-based IGRT
software using anatomic CT images and NIST mass attenuation coefficients
table of different tissue types for photon energies ranging from lkeV to
20MeV . Methods: CT images of the interested sites are first segmented into
different tissue types based on the CT numbers, and converted to a three-
dimensional (3D) attenuation phantom by linking each voxel to a lookup
table of that voxel’s tissue type containing the energies and corresponding
mass attenuation coefficients from the NIST table. The x-ray source can be a
radio isotope or an x-ray generator with known spectrum data consisting of
the weight w(n) for each energy bin E(n). Siddon’s method was used to
compute the x-ray transmission line integral for detector m and energy E(n)
by ray tracing through the attenuation phantom from the x-ray source to
detector m and summing up the interpolated attenuation coefficient for E(n)
along the ray. The x-ray fluence at detector m is then the weighted sum of
the exponential of line integral for all energy bins with added Poisson noise.
Results: We built a digital phantom using the CT scan of a Rando head
phantom segmented into three (air, grey/white matter and bone) regions and
simulated poly-energetic projection images for Mohan 4MV energy
spectrum. The projection images are similar to typical portal images
obtained with 4 or 6 MV x-ray source. The CBCT reconstructed from the
simulated projection images showed similar but noisier and blurrier
geometric features in comparison to the segmented CT scan, which is
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expected for a 4 MV source. Conclusions: We have successfully built digital
phantoms using anatomic CT images and NIST mass attenuation
coefficients table. The constructed digital phantoms can be used to generate
2D projection images and 3D CBCT images for testing x-ray-based IGRT
algorithms/systems.

SU-E-J-24

Measurement of Skin Dose Toward Real-Time Tumor Tracking
Irradiation in MHI-TM2000 (VERO): A Preliminary Study

T Nakai'*, A Sawada’, S Kaneko®, HTanabe', M Sueoka', K Kubo',
M Kokubo', (1) Institute of Biomedical Research and Innovation, Kobe,
Hyogo, JP, (2) Kyoto University, Kyoto, Kyoto, JP, (3) Mitsubishi Heavy
Industries, Ltd., Hiroshima, JP

Purpose: The purpose of this study was to estimate skin dose from real-time
X-ray fluoroscopy imaging to do clinical trials for real-time tumor
irradiation in MHI-TM2000 system (Vero). Methods: First, exposure dose
with backscatter was measured using a single set of kilovoltage X-ray tube
and a flat panel detector; a cylindrical ionization chamber (DC300, IBA);
and a water-equivalent plate phantom. The chamber was rigidly attached on
the plate phantom of 200 mm in thickness. Then, the chamber was
positioned to 150 mm upper from the isocenter. Subsequently, exposure
dose to an irradiation field of 171 mm x 226 mm was measured at a speed of
5 fps with 200 mA of the X-ray tube current; and 40~120 kVp of the X-ray
tube voltage, respectively. The nominal exposure time was set to 5 ms. Next,
half-value layer of aluminum was measured using a spherical ionization
chamber (A4, Exradin) to calculate the effective energy and absorbed dose
conversion factors of soft tissue. Then, the skin dose was calculated from the
exposure dose and absorbed dose conversion factors. Results: There were
good liner correlations between the X-ray tube current and skin doses; and
therefore, estimated skin dose from the X-ray fluoroscopy with 1 mAs and
100 kV was 140 pGy. Furthermore, estimated skin dose for one successive
minute exposure at a speed of 5 fps with 0.1 mAs and 100 kV was 4 mGy.
The skin doses in the MHI-TM2000 were greater by a factor of 1.4~1.6 than
those in Elekta Synergy system with the tube voltage of 100 or 120 kV.
Conclusions: We have observed that the skin dose is a little larger than in
the Synergy system while the filtration to the X-ray source has not been
applied to the MHI-TM2000. To perform real-time tumor tracking, further
investigation may be required.

This research was in part sponsored by Mitsubishi Heavy Industries, Ltd.,
Japan.

SU-E-J-25

Just-In-Time Tomography (JiTT): A New Imaging Technique for
Monitoring Target Motion During Volumetric Modulated Arc Therapy
(VMAT)

G Pang'*, (1) Odette Cancer Centre, Department of Radiation Oncology,
University of Toronto, Toronto, ON, CA

Purpose: Volumetric modulated arc therapy (VMAT) is a new efficient way
of delivering intensity-modulated radiation therapy (IMRT) on a
conventional linear accelerator (Linac) in which the gantry rotates while the
beam is on. Intrafraction target motion is still a concern for high precision
VMAT treatments. In this work, we propose to apply a new concept --- just-
in-time tomography (JiTT) to monitor target motion during a VMAT
delivery. Methods: Similar to the cone beam computed tomography
(CBCT) approach, JiTT (Pang and Rowlands, Phys. Med. Biol. 50, N323
(2005)) uses a gantry mounted X-ray source (e.g., a kV source on a Linac)
and an X-ray area detector to acquire projection data by simultaneously
rotating them around the target. Differing from CBCT, JiTT can be
performed during the treatment (i.e., imaging and treatment at the same
time), and it takes less time to generate the needed tomographical, beam’s-
eye-view images of the treatment target in real time. A computer simulation
using MATLAB has been conducted to investigate the feasibility of this new
approach. Results: JiTT images of the Shepp-Logan phantom with motion
have been obtained. It has been shown that target motion can result in
significant motion artifacts in JiTT images. These motion artifacts in the
images could then be used to determine target motion and guide the VMAT
treatment. Conclusions: We have proposed to apply a new concept --- just-
in-time tomography (JiTT) to image-guided VMAT delivery on a
conventional Linac equipped with a kilovoltage cone beam computed
tomography (kV-CBCT) system. A computer simulation has been conducted
and it has been demonstrated that JiTT images are sensitive to target motion.
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SU-E-J-26

Real-Time Dynamic Management of the Correlation Between Internal
Tumor Movement and External Abdominal Motion

HWu'*, DJain', Q Zhao®, (1) [UPUL Indianapolis, IN, (2) IU Health
Proton Therapy Center, Bloomington, IN

Purpose: To reduce radiation exposure, internal/external correlation has
been applied to derive tumor position based on radiation free external
motion tracking. However, the reliability and stability of the correlation is a
big concern. This study will characterize the temporal correlation patterns
and provide a dynamic approach to build reliable correlation with minimum
internal imaging. Methods: Retrospective analysis has been performed on
simultaneously collected 3D internal and 1D external motion of eight
patients with 51 treatment days and 165 beams. Both static and dynamic
correlations are built through linear and quadratic functions. Static approach
compares and summarized the correlation patterns of different granularities
(different patients, treatment fractions, beams, and breathing cycles).
Dynamic approach studies the temporal correlation patterns and derives
tumor positions by adjusting three parameters: internal imaging frequency,
previous acquired tumor positions, and future tumor positions. The
correlation coefficient and the difference between derived and truly
observed tumor positions are used to evaluate the accuracy. Results: The
statistical analysis showed that the internal/external correlation is patient
specific. Overall, the quadratic correlation outperforms the linear
correlation. For the 8 patients, three patients have steady internal/external
correlation (1 SD <0.35%), three with medium variation (<0.65%), and two
with significant changes (<2.50%). The temporal changes of the last two
patients showed that considerable correlation variations exist from day to
day, beam to beam, and breathing cycle to cycle during the same beam
delivery. Different combinations of the three parameters for the dynamic
approach showed the most recent breathing patterns are of more importance
in building a reliable correlation and internal imaging frequency of 1 Hz is
sufficient for most patients. Conclusions: This study addressed several
major concerns for establishing reliable internal/ external correlations.
Dynamic correlation with proper settings will yield improved tumor tracking
precision with minimal internal imaging.

In part supported by NIH/NCI 1R21CA130849

SU-E-J-27

4DCT-Derived Treatment Planning Scan with Improved Quality

D Michalski'*, G Bednarz?, M Hug’, D Heron®, (1) UPMC, Pittsburgh, PA,
(2) University of Pittsburgh Medical Center, Pittsburgh, PA, (3) University
of Pittsburgh Medical Center, Pittsburgh, PA, (4) UPMC cancer institute,
Pittsburgh, PA

Purpose: To improve the quality of the treatment planning CT volume for
cancer occurring in upper abdomen. Method and Materials:Delineation of
tumors in liver or pancreas critically depends on the image quality due to
rather weak radio-opacity difference between the tumor and surrounding
tissue. Since for cases with tumor motion > 0.5cm, phase 50% scan is used
for treatment planning the quality of this image is worse than its helical
equivalent. Thus in order to improve Signal to Noise ratio (SNR) and
Contrast to Noise ratio (CNR) of the phase 50 scan a synchronized
averaging of the entire 4DCT data set is applied to create a composite CT
volume equivalent to phase 50 scan. Four dimensional CT scans of ten
patients with liver and pancreas cancer were used retrospectively in this
study. In-house implementation of Demons algorithm allowed for adding the
deformed CT phases to phase 50% scan. Results: Improved SNR for all
cases was observed. Average improvement of SNR for all cases in the
region of interest was by a factor of 2.8. The scan also look better for a
visual inspection. Conclusion: Synchronized averaging of the 4 DCT scan
can be used to obtain better quality treatment planning scans. However
possible artefacts in 4DCT phases might preclude effective use of the entire
set of CT phases.
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surface irregularity and scattering characteristics differ from each other. As for the lower dose regions, the pass ratio was up to
30.1%, indicating that large differences were observed between the AAA and the AcurosXB. The presence of low density regions,
such as lung and bowel gas, and the accuracy of beam modeling in penumbra regions were attributed to the differences. Partic-
ularly in breast cases, lower doses were spread over the contralateral breast surface with the AAA, but not with the AcurosXB.

Conclusions: This study demonstrated that the AcurosXB algorithm had a good agreement with the AAA in homogeneous
region; however, large differences were observed in the penumbra regions and heterogeneous regions. When the AcurosXB is
applied in the clinical practice, the detail examinations are required for various sites.

Author Disclosure: S. Sato: None. M. Nakamura: None. M. Nakata: None. Y. Tsuruta: None. Y. Miyabe: C. Other Research Sup-
port; Research contract with Varian Medical Systems. T. Mizowaki: None. A. Sawada: None. M. Hiraoka: C. Other Research
Support; Sponsored research program of Varian Medical Systems.

3459 Non-Vertical Co-Planar Beam Arrangement Can Improve Dose to Organs at Risk (OARs)

L. Nedialkova, M. Delamerced, A. Sabbas, J. Chang, C. Chao
New York-Presbyterian Hospital/Weill Cornell Medical Center, New York, NY

Purpose/Objective(s): Although non-coplanar beams can achieve better sparing of the OARs, they usually require complex and
undesirable combination of gantry and couch rotations. In this study, we investigate an alternative approach-the non-vertical co-
planar beam arrangement in which the patient or the linear accelerator (LINAC) is tilted to best match the patient anatomy and
avoid the OARs.

Materials/Methods: We used the built-in body board function of our treatment planning system to simulate the tilt of the patient
or the LINAC for skull base/brain, head and neck, and prostate planning. This function allows the tilting of patient body up to 60
degrees from the gantry side and 10 degrees from the couch side. Thirty treatment (10 for each site, most IMRT but some 3D
conformal) plans were randomly selected and retrieved from the archive for this study. For each plan, we first found the optimal
tilt angle by re-optimization using different body angles while keeping the original planning parameters including collimator an-
gle, gantry angle, jaw sizes, dose-volume histogram constraints. The plan with the optimal tilt angle was then further optimized by
adjusting the planning parameters. The considered OARs were brainstem, optic nerves, optic chiasm, and optic lenses for the skull
base/brain; oral cavity, brain stem, parotid, mandible, cord, larynx, cochlea and esophagus for head and neck; and rectum, bladder
and right/left femur for prostate. Dose volume histograms (DVHs) of these OARs were compared between the original and new
plans.

Results: By changing the body angle of the treatment position, we were able to decrease the doses to the OARs and keep the PTV
coverage for skull base/brain and prostate plans. No significant improvements were observed for head and neck cases. The most
substantial improvement was achieved for skull base/brain cases, in which the dose reductions were significant for lenses (right
57.3£27.9%, left 48.7 +£ 40.7%), optic nerves (right 16.2 +49.0%, left 19.6 + 52.3%), and optic chiasm (17.7 + 33.3%) but not for
brain stem (0.1 + 19.4%). For prostate cases, significant dose reduction was achieved for femurs (right 11.0 + 10.5%, left 11.9 +
9.3%) while dose only decreased slightly for bladder (1.0 + 0.7%) and rectum (1.4 + 1.8%). We expect better sparing of bladder
and rectum for prostate cases if the patient could have been tilted at a larger angle from the couch side.

Conclusions: The non-vertical co-planar beam arrangement provides an additional flexibility for treatment planning to achieve
similar OAR sparing as the non-coplanar beam arrangement. Since this new beam arrangement accomplished dose reduction by
tilting the patient or LINAC instead of rotating the couch, it also allows dose delivery using volumetric modulated arc therapy.

Author Disclosure: L. Nedialkova: None. M. Delamerced: None. A. Sabbas: None. J. Chang: None. C. Chao: None.

3460 Evaluation And Analyze Of Out-of-field Doses In Head and Neck Radiation Therapy For Different
Delivery Techniques: From 3DCRT To VMAT

C. Lafondl’z, M. Olivierl, E. Chajonl, J. Manens'*?

'Eugene Marquis Center, Regional Cancer Center, Rennes 35042, France, 2INSERM U642, University of Rennes, Rennes,
France

Purpose/Objective(s): In radiotherapy, the dose delivered by a linear electrons accelerator out of the treatment field depends on
the implemented delivery technique. The purpose of this study is to evaluate and set for head and neck (H&N) treatments the out-
of-field dose level in Volumetric Modulated Arc Therapy (VMAT), when compared with conformal radiotherapy (3DCRT), step-
and-shoot (S&S) and sliding window (SW) IMRT.

Materials/Methods: This study used the treatment planning system Pinnacle V9.0, two linear accelerators: an Elekta Synergy
and a Varian Clinac 2100C. We used GR200A thermoluminescent dosimeters that were placed in the ATOM-CIRS phantom: i) to
plot dose profiles until 57 cm from the field edge with a 5 cm step, j) to measure the dose at radiosensible organs, k) to establish the
spatial dose distribution around two transverse sections. Measured doses were rescaled to the total treatment. We analyzed and
compared these doses basing on out-of-field dose components.

Results: When the distance from the field edge increased from 5 to 57 cm, the measured doses decreased from 149 to 4 cGy in SW,
from 113 to 2 cGy in VMAT, from 100 to 3 cGy in S&S, and from 85 to 4 ¢cGy in 3DCRT. In SW, in VMAT, in S&S, and in 3DCRT,
the measured doses were respectively of 211, 120, 111 and 102 c¢Gy for the left crystalline lens, respectively of 70, 29, 27, and 27
cGy for the left breast, and respectively of 4, 2, 3 and 4 cGy for the gonads. Around each transverse sections located at4,5 and 9,5 cm
from the field edge, the mean measured dose was respectively of 78 and 37 cGy in VMAT, and of 75 and 32 cGy in S&S- IMRT.

Conclusions: For H&N treatments, VMAT out-of-field doses were in the same order of magnitude compared to S&S doses, but
out-of-field doses were spatially differently distributed. VMAT doses were on average 60% smaller than in SW for distances
ranging from 5 to 57 cm from the field edge.

Author Disclosure: C. Lafond: None. M. Olivier: None. E. Chajon: None. J. Manens: None.
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Materials/Methods: Patients with large pendulous breasts were selected to be treated in the prone position to benefit the dosi-
metric advantages. Each patient was positioned prone on the immobilization board allowing the ipsilateral breast to fall in the
open slot. The contralateral breast was pulled out in the opposite direction to clear a beam path. The treatment isocenter was
placed about 7cm below the surface of the immobilization board, centered in the left-right and crania-caudal directions. A sep-
arate imaging isocenter was placed 15cm posterior to the treatment isocenter, which is 8cm above the surface of the immobili-
zation board, in the same left-right and crania-caudal planes. Images taken at this isocenter allowed improved imaging of the ribs
and sternum compared to imaging at the treatment isocenter. Medial- and lateral-tangential beams were designed to cover the
entire breast with 2-3cm skin flash. Daily setup was done by aligning lasers in the treatment room to the imaging isocenter based
on the skin markers. Next, two orthogonal images in posterior-anterior (PA) and left-lateral (LLat) views were acquired using on-
board MV and kV imaging systems to verify the patient position. Patient positioning correction was performed by manually ro-
tating the patient and automatically applying the translational shift of the table. After repositioning, the table was shifted 15cm
from the imaging isocenter to the treatment isocenter. The medial-tangential treatment beam was then imaged with the MV
imaging system to verify skin-flash, treatment isocenter, and field shape and weekly lateral-tangential beam was also imaged.

Results: Average shifts for repositioning in vertical, longitudinal, and lateral directions were 0.9cm, 0.6cm, and 0.8cm at the ini-
tial imaging isocenter and were 0.3cm, 0.2cm, and 0.0cm at the treatment isocenter. No repositioning was performed after
imaging of lateral tangential ports. The average time spent for daily imaging was 9.2 minutes. The daily average numbers of im-
ages were 1.2 for kV and 3.9 for MV.

Conclusions: A dual-isocenter image guidance technique was developed for prone-breast treatment. This allows us to perform IGRT
without collision for large patients. Further improvements are expected to reduce the patient setup time and the number of images.

Author Disclosure: S. Yoo: None. J. O’Daniel: None. J. Horton: None. R. Blitzblau: None. F. Yin: None.

3288 Feasibility Study of Panoramic Cone Beam Computed Tomography (CBCT)

L. Zhou', Y. Chi?, K. S. C. Chao', J. Chang'
!NewYork Presbyterian Hospital/Weill Cornel Medical College, New York, NY, 2Columbia University, New York, NY

Purpose/Objective(s): We have previously proposed a novel “panoramic CBCT” technique which can image patients at the
treatment position with a volume as large as practically needed, and demonstrated its concept and reconstruction artifacts
with simulated data. In this study, we investigate its clinical feasibility using phantom data.

Materials/Methods: In panoramic CBCT we scan the target panoramically for half scan (180°+cone angle/2 gantry rotation),
stitch together the panoramic projection images of the same gantry angle, and use the stitched projection images for CBCT re-
construction. To study the feasibility of this imaging technique, we acquired projection data for a CT calibration phantom using
the on-board kV CBCT system of a linear accelerator (LINAC). The center of the phantom was positioned 12 cm to the right of the
LINAC central axis. Two CBCT scans were performed: one with kV detector in the center position and the other with kV detector
shift by 14.8 cm to the right. The projection images of the same gantry angles were stitched together according to the reported
detector positions to form large projections. Each stitched projection image consisted of images from the central position, the right
and the left lateral positions (14.8 cm to each side). We averaged the image intensity for pixels in the overlapping region, adopted
the original image intensity of pixels in the non-overlapping regions and padding open-air intensity for the left position since no
real projection images were acquired (no object on the left side). Both conventional FDK (Feldkamp filtered backprojection) and
SART (Simultaneous Algebraic Reconstruction Technique) methods were used to reconstruct CBCT images for half scan. The
reconstructed volume was a matrix of 512x512x256 voxels with a voxel size of Imm. No additional correction and image pro-
cessing were used before reconstruction.

Results: The projection images of individual imager location were incomplete for half scan CBCT reconstruction as the images of
the target were truncated at certain gantry angles. Complete reconstructions were obtained for both FDK and SART methods from
the stitched projection images for half scan. SART reconstruction had better contrast-to-noise ratio than FDK reconstruction at the
expense of computation time (a day vs. a half hour). Image artifacts were observed due to misalignment of the projection images
and exposure fluctuation during image acquisition.

Conclusions: Implementation of the proposed panoramic CBCT in a clinical environment is feasible for half scan (~200° gantry
rotation), which can be performed for most cases in treatment position without collisions. Good image stitching algorithms are
needed to minimize the reconstruction artifacts due to imperfect stitching. Fast parallel processing is also required to speed up
SART reconstruction for clinical use.

Author Disclosure: L. Zhou: None. Y. Chi: None. K.S.C. Chao: None. J. Chang: None.

3289 Peripheral Patient Dose Measurements for IMRT Delivered with Helical Tomotherapy and Linac

D. D. Deshpande', R. A. Kinhikar', R. Upreti', S. Chaudhari', C. Tambe', S. Kadam', D. Dhote?

"Tata Memorial Hospital, Mumbai, India, ZDepartment of Electronics, Brijlal Biyani Science College, Amravati, India

Purpose/Objective(s): To estimate peripheral doses (PD) to the healthy tissues outside the treated region for intensity-modulated
radiotherapy (IMRT) delivered with helical Tomotherapy (HT) and linac with dynamic multileaf collimator (dMLC). The PD is
aresult of the increased x-ray leakage radiation to the patient due to the longer beam-on times associated with IMRT. The increas-
ing use of IMRT has focused attention on the need to account for PD because of increasing probability of secondary malignancies.
It was attempted in this study to measure the PD for IMRT patients.

Materials/Methods: On Trilogy linac (Varian) and HT, both with 6 MV photons, 20 patients each were randomly selected for this
study. Radiotherapy plans were generated with the Eclipse (Varian) and with the Tomoplan planning system. Measurements of PD
were done with the help of thermoluminescent dosimeters (TLD: LiF:MgTi) and Semi Conductor Diodes (DPD-12) along the
longitudinal axis of the patient outside the primary beam at different distances (5 cm interval up to 25 cm) from the edge of
the planning target volume (PTV). Diodes and TLDs (for low dose sensitivity) were calibrated in Linac and HT prior to the mea-
surements. TLDs were irradiated for ten consecutive fractions considering the sensitivity of the detector. Diodes were kept at 10
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excellent outcomes. However, the commonly used dose-volume metrics for
normal liver do not correlate well with NTCP. A new metric is proposed in
this study.

SU-C-BRB-05

Accounting for Anisotropic Growth of Glioma in Radiotherapy
Planning

J Unkelbach'*, B Menze?, E Konukoglu®, A Motamedi’, N Ayache’, H
Shih®, (1) Massachusetts General Hospital, Boston, MA, (2) ETH Zurich,
Switzerland, (3) Microsoft Research, Cambridge, UK, (4) Massachusetts
General Hospital, Boston, MA, (5) INRIA Sophia Antipolis, France (6)
Massachusetts General Hospital, Boston, MA

Purpose: We study a phenomenological tumor growth model for improved
target volume definition for radiotherapy of glioblastoma. Currently, an
isotropic margin is added to the visible tumor to account for microscopic
tumor cell infiltration in normal appearing brain tissue. However, it is
known that glioma growth is not isotropic. The ventricular system and the
dura, including falx cerebri and tentorium cerebelli, represent anatomical
barriers for migrating cells. Such anatomical constraints are currently not
consistently and quantitatively incorporated in target delineation. Methods:
We assume that tumor growth is characterized by local proliferation of
tumor cells and diffusion into neighboring tissue. Mathematically, this can
be described via a partial differential equation of reaction-diffusion type, the
Fisher-Kolmogorov-Equation. Anatomical constraints are modeled via no-
flux boundary. Solving the model equations provides a three-dimensional
distribution of the tumor cell density. The radiotherapy target can be defined
as an iso-line of the cell density. Results: Two specific questions were
investigated: First, tumor locations in which the model may be particularly
useful have been identified; and second, a sensitivity analysis with respect to
the model inputs was performed. Tumors located in proximity to the falx
cerebri may benefit: The model is able to describe both the falx as a
boundary and the corpus callosum, which provides a route for tumor cells to
spread to the contralateral hemisphere. This effect is often not consistently
accounted for in manual target delineation. Among all model parameters,
correct segmentation of the brain is a critical prerequisite. Conclusions: The
tumor growth model represents a tool to objectively create target volumes
for radiotherapy of glioblastoma by consistently accounting for known
growth patterns. All model inputs can be linked to model outputs, making it
possible to assess the impact of uncertainties - an essential step for an
application in clinical practice.

SU-C-BRB-06

Modeling Stereotactic Body Radiation Therapy (SBRT) Including Cell
Cycle-Dependent Radiosensitivity, Hypoxia, Reoxygenation and
Proliferation: Is SBRT Explainable Based On Classical Radiobiological
Factors?

J Jeong'*, J O Deasy’, (1) University of Missouri, Columbia, MO, (2)
Memorial Sloan Kettering Cancer Center, New York, NY

Purpose: The tumoricidal effectiveness of standard fractionation
radiotherapy is usually understood qualitatively in terms of proliferation,
hypoxia, and reoxygenation. We have developed a novel, state-based
computational model that includes those factors. The efficacy of SBRT has
been hypothesized to be due to other factors, such as apoptosis of
vasculature and/or immune-response factors. The goal of this project is to
see if SBRT can potentially be explained using only those classical
radiobiology factors. Methods: The state-based computational model
considers the cell cycle effect on radiosensitivity and cycle reassortment.
Varying fractionation schemes were compared in terms of model predicted
equivalent dose at 2 Gy/fx (EQD_model). Using relevant parameters for
lung cancer tumors, the EQD model was estimated for several typical
SBRT regimes. Results: SBRT is predicted to benefit from less
repopulation (as expected) and high cell-kill relative effectiveness, but is
also predicted to suffer from less reoxygenation and the absence of cell-
cycle reassortment. Overall, the model predicted EQD model was
significantly reduced from the BED-based NTD2 (NTD2=BED/1.2,
assuming alpha/beta=10), typically by about 25-30%. The treatment
duration of SBRT affected the treatment efficacy and the ratio of
EQD_model/NTD2 was lowest for high dose single fraction SBRT (~60%).
With longer treatment duration, the EQD_model increased and approached
to NTD2, due to increased reoxygenation. For most evaluated SBRT
regimens, predicted cell-survival levels were too high to account for the
reported high local-response rates of the SBRT outcomes. Conclusions:
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Considering four Rs of radiobiology, the equivalent dose in 2 Gy/fx was
estimated for several SBRT regimes. The treatment efficacy of SBRT
estimated from BED is significantly overestimated compared to the model
results and the SBRT schedule seems to affect the treatment efficacy. Non-
classical biological or radiobiological principals are apparently at work in
high-dose SBRT treatments. Supported by the Enid A. Haupt Endowment
for Medical Physics

Joint Imaging-Therapy Short Oral Ballroom A
Motion Assessment and Management: CT, CBCT, &
Fluoroscopy

SU-C-BRA-01

4D Cone-Beam CT Acquisition Using Respiratory Phase Predication
Technique

P Yan'*, L Zhou’, Z Li*>, Y Chi', J Chang’, C Chao" % (1) Columbia
University Medical Center, New York, NY, (2) Cornell University, New
York, NY

Purpose: Respiration-correlated CBCT reduces respiratory motion artifacts
at the cost of increased view-aliasing artifacts due to the gaps in projection
data that are sorted to other phases. Respiratory-gated acquisitions can cover
the full scanning range but is inefficient (~5 minutes per phase). In this
study, we developed a 4D CBCT acquisition method using respiratory phase
predication technique that can potentially acquire full projection data for
each phase within a clinically acceptable (~10 minutes or less) time.
Methods: The proposed 4D CBCT continuously scans the target until
sufficient number of projections is acquired for all phases. The respiratory
phase predication technique consists of the following iterative steps: (1)
training using respiratory signal for the first few (e.g., five) breathing cycles;
(2) initial optimization of the gantry rotation speed; (3) adaptive control of
the rotation speed and image acquisition during the scan (4) sorting the
projection images into different phases. The method was validated using the
4D XCAT digital lung phantom with the motion driven by a sinusoid wave
and a real patient respiration signal acquired with RPM system. CBCT
images were reconstructed for each phase using the simultaneous arithmetic
reconstruction  technique and compared with the mixed-phase
reconstruction. Results: Sufficient projection images (an angular interval
less than 1 degree) were acquired for all 10 phases after 10 gantry rotations.
The acquisition time was estimated from 10-12 minutes assuming each
gantry rotation took ~1 minute. The CBCT images reconstructed from the
mixed-phase projections were blurred in comparison to those for individual
phases. Conclusion: A respiratory prediction technique for 4D CBCT has
been developed and validated with real patient breathing pattern. We plan to
further reduce the number of gantry rotations and therefore the scanning
time by improving the control of adaptive image acquisition and taking
advantage of data redundancy as in 4D CT.

SU-C-BRA-02

Evaluation of 2D DIR From CBCT to 4DCT Projections as a Tool for
IGART

V Kearney'*, X Wang', X Gu’, H Yan', X Zhen', X Jia', S Jiang', L
Cervino', (1) University of California San Diego, La Jolla, CA, (2) UT
Southwestern Medical Center, Dallas, TX

Purpose: To demonstrate 2D parallelized DIR as a method to correct for
anatomical changes of patient anatomy and respiratory motion. CBCT to
simulated 4D-CT projections using DIR can be used in real time for
respiratory phase determination, patient setup or as a retrospective analysis
to track inter- and intra-fractional deformations. Methods: Ten phases of
simulated 4DCT respiratory projections were individually registered to
pulmonary CBCT projections using a modified 2D-DIR demons algorithm
implemented on GPUs. An automated global image-preprocessing algorithm
of the simulated projection was implemented to account for the relative local
inter-modality intensity mismatch. The deformation vector field
intermodality congruence was inspected using bony structures, diaphragm
position, and tumor position. A phase prediction matrix was constructed by
choosing the lowest sum absolute value of the ten deformation vector fields
generated by DIR. Results: For AP projections SI and tangential respective
deformation maximum displacements were 4.8mm and 4.78mm with a mean
displacement of 1.71mm +/- 1.17mm and 1.07mm +/- 0.94mm. For Lateral
projections SI and tangential respective deformation maximum
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Projection images demonstrate that the iris produces effective collimation
with minimal leakage. Reconstructed CBCT images are affected by
truncation artefact, but this may be remedied by data filling techniques or
other (e.g. pi-line) reconstruction algorithms. Conclusions: The technology
presented is a novel approach to kV CBCT, localizing imaging dose to a
chosen VOI while, compared to full-field CBCT, reducing dose both inside
and outside of the VOI. No conflict of interest exists.

TH-C-BRA-03

Fast Iterative Cone Beam CT Reconstruction On GPGPU Using
OpenCL

L Zhou*, J Chang, Cornell Medical College, New York, NY

Purpose: Algebraic reconstruction technique (ART) type algorithms
produce superior image quality for CBCT and CT reconstructions over the
popular filtered-back-projection based approaches but are too slow for real-
time clinical applications. The purpose of this study is to employ the
emerging OpenCL architecture to accelerate simultaneous ART (SART) by
parallelizing the most time-consuming forward- and back-projections using
General-Purpose-Graphics-Processing-Unit (GPGPU). Methods: For each
iteration, SART sequentially performs three ray-driven projections (one
forward- and two back-projections) for each acquired projection image. To
accelerate  SART reconstruction, both forward projection and back-
projection kernels were scheduled on GPGPU using data parallelism to take
full advantage of compute units on GPGPU. The single-work-item-for-
single-ray technique was employed as parallelization mechanism. We
conducted numerical experiments to test OpenCL-based implementation on
a Dell Precision T7500 workstation with two quad-core CPUs and one
Nvidia Tesla C2050 GPGPU. Poly-energetic projection data (512x512) for
the Mohan 4 MV energy spectrum were simulated each degree for 360
gantry angles for a head-and-neck digital phantom and were fed into the
SART algorithms for CBCT reconstruction of 256x256x256 volume. To
accelerate poly-energetic projection computation, we partitioned the
workloads using task parallelism and data parallelism and scheduled them in
a parallel computing ecosystem consisting of CPU and GPGPU using
OpenCL only. Results: The GPGPU computation time including the kernel
launch time, kernel running time and data transfer time was 42 ms for
forward-projection and 95 ms for back-projection. Each SART iteration took
101 s on GPGPU in comparison to 7195 s on a single-threaded CPU. The
proposed method achieved a ~71-times speedup. The relative difference of
the reconstructed images between the CPU-based and OpenCL/GPGPU-
based implementations was on the order of 0.00001 and virtually
indistinguishable. Conclusions: We have successfully implemented the
SART algorithm on GPGPU using OpenCL and significantly reduced the
reconstruction time to a level that is almost suitable for real-time clinical
applications.

TH-C-BRA-04

Endorectal Balloons in Post-Prostatectomy: Do Gains in Stability Lead
to More Predictable Dosimetry?

M Jameson'**, J De Leon', A Windsor'®, K Cloak', L Holloway'** P
Vial"*, M Sidhom'?, P Metcalfe?, (1) Liverpool and Macarthur Cancer
Therapy Centres, Liverpool, NSW, Australia (2) University of Wollongong,
Wollongong, NSW, Australia (3) Collaboration for Cancer Outcomes
Research and Evaluation, Liverpool, NSW, Australia (4) School of Physics,
University of Sydney, Sydney, NSW, Australia

Purpose: To perform a comparative study assessing potential benefits of
endorectal balloons (ERB) in post-prostatectomy patients Methods: Ten
retrospective post-prostatectomy patients without ERB and ten prospective
patients with the ERB in situ were treated with IMRT using kilo voltage
cone beam computed tomography (kVCBCT) image guidance (IGRT). A
kVCBCT dataset from each treatment week was registered to the planning
dataset, recontoured and the original plan recalculated on the kvCBCTs to
recreate actual anatomical conditions during treatment. The imaging,
structure and dose data were imported into Matlab. In house applications
analysed geometric variation in the two groups and calculated cumulative
equivalent uniform dose (EUD). Results: Analysis of the kVCBCT datasets
showed that the ERB improved target volume stabilization from millimetre
to sub-millimetre reproducibility. The variation in bladder location in the
non ERB cohort was 1.5 + 0.9 cm compared to 0.6 + 0.4 in the ERB group.
While the superior rectum location variation was 1.1 + 0.8 cm and 0.3 + 0.3
cm for non ERB and ERB respectively. The mean difference in cumulative
EUD and planned EUD for the clinical target volume (CTV) was 0.6 £+ 0.04
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Gy for non ERB and 0.4 + 0.1 Gy for ERB. The largest normal tissue
differences were seen for the bladder with an increase of 4.4 + 0.1 Gy for
non ERB and 1.2 + 0.02 Gy for ERB in the cumulative compared with the
planned EUD. Differences in delivered superior rectal EUD was improved
in the ERB cohort with a difference of -0.2 + 0.04 Gy verse 3.0 = 0.3 Gy in
the non ERB group. Conclusions: The ERB cohort was found to have more
stable and reproducible anatomy when compared to the non ERB cohort.
Planned and cumulative EUD differences were greatest for the bladder and
rectum.

TH-C-BRA-05

High Quality Four Dimensional Cone-Beam CT by Deforming Prior
Planning CT

J Wang*, X Gu, T Solberg, UT Southwestern Medical Center, Dallas, TX

Purpose: To enhance the image quality of four dimensional cone beam
computed tomography (4D-CBCT) of lung cancer patients through using
information from the initial planning CT. Method and Materials: 4D-CBCT
is obtained by deforming the planning CT. The estimation of the
deformation vector fields (DVF) to deform the planning CT is formulated as
a unconstrained optimization problem. The objective function to be
minimized is the sum of the squared difference between the forward
projection of the deformed planning CT and the measured 4D-CBCT
projection. A non-linear conjugate gradient (NLGC) method is used to solve
the DVF. As the number of the variables in the DVF is much greater than
the number of measurements, the solution to such a highly ill-posed problem
is very sensitive to the initial parameters during the optimization process.
We propose to estimate the DVF using demons registration between
planning CT and 4D-CBCT reconstructed by total variation minimization as
the initial parameters in the optimization process. A 4D nonuniform
rotational B-spline based cardiac-torso (NCAT) phantom and a patient 4D-
CBCT are used to evaluate the algorithm. Results: Image quality of 4D-
CBCT is substantially improved by using the proposed strategy in both
NCAT phantom and patient studies. For the NCAT phantom, the relative
error within lung in 4D-CBCT reconstructed using the standard FDK from
20 projection views is 43.3%; the relative error is 21.5% in images
reconstructed by total variation minimization, and further reduced to 12.5%
in images reconstructed using the proposed strategy. Conclusion: Using the
proposed strategy, high quality 4D-CBCT can be obtained by deforming an
initial planning CT Results from the phantom evaluation study
demonstrates that 20 projections are sufficient to reconstruct 4D-CBCT of
high accuracy. This work was supported in part by Cancer Prevention and
Research Institute of Texas (CPRIT RP110562-p2).

TH-C-BRA-06

Measurement Based Source Model for On-Board Imager Monte Carlo
Dosimetry Simulations

K McMillan*, A Michailian, M McNitt-Gray, D Ruan, University of
California, Los Angeles, Los Angeles, CA

Purpose: The purpose of this study is to investigate and develop a
systematic approach to quantify the dose impact of the radiographic and
cone-beam computed tomography (CBCT) modes of operation of the on-
board imager (OBI) on radiotherapy treatment machines, independent of
manufacturer's data specifications. Methods: In order to facilitate dose
calculations using Monte Carlo (MC) methods, we have developed an
equivalent source model for OBI systems consisting of an equivalent
spectrum module incorporative of intrinsic filtration and an equivalent filter
module characterizing the added bowtie filter. The equivalent spectrum was
generated by iteratively updating the source spectrum estimate until the
calculated beam behavior matched the measured half-value layer and
quarter-value layer values. The equivalent filter was established by
obtaining a series of exposure readings along the bowtie profile and
calculating the equivalent path lengths of a particular filter material. The
equivalent spectrum module was validated by assessing the consistency of
the estimation results obtained from half- and full- bowtie measurements.
The end-to-end system was validated by comparing dose distributions from
MC simulations based on an equivalent spectrum and an equivalent filter
with dose distributions from film measurements for both the full- and half-
bowtie scenario. Results: Results were generated using a 95 kVp beam.
Agreement was observed between the equivalent source spectrums derived
from measurements using either full- or half- bowtie filters. This
consistency indirectly validates the consistency and accuracy of the
equivalent source approach, as the experimental data are mutually



	DID YearEndReport 2012-08-16
	DOD_Year2_Report_v5
	Introduction
	Specific Aims
	The Project Milestone Schedule
	Year 2 Project Plan and Status
	Year 2 Publications
	Year 2 Results
	Discussion of Year 2 Project Results
	References
	Appendix: Year 2 Publications

	Appendix
	01 2012 MPH-panoramic CBCT-Chang
	s1
	F1
	s2
	s2A
	F2
	s2B
	s2C
	s2D
	s2E
	s2F
	s2G
	F4
	F3
	s3
	F5
	F6
	F7
	s4
	F8
	F9
	F10
	F11
	F12
	T1
	F13
	F14
	s5
	cor1
	B1
	B2
	B3
	B4
	B5
	B6
	B7
	B8
	B9
	B10
	B11
	B12
	B13
	B14
	B15
	B16
	B17
	B18
	B19
	B20
	B21
	B22
	B23
	B24
	B25
	B26
	B27
	B28
	B29
	B30
	B31
	B32
	B33
	B34
	B35
	B36
	B37
	B38
	B39
	B40
	B41
	B42
	B43
	B44
	B45

	02 87825_1_supp_578386_m71w9p[1]
	03 2011 AAPM-MC for prostate implant-Bassalow
	04 2011 AAPM-MC for lung implant-Bassalow
	05 2011 AAPM-panoramic CBCT-Chang
	06 2011 AAPM-prone breast setup-Kulidzhanov
	07 2011 AAPM-SBRT frame accuracy-Sabbas
	08 2011 AAPM-eye plaque measurements-Trichter
	09 2011 AAPM-digital phantom-Zhou
	10 2011 ASTRO-noncoplanar beams-Nedialkova
	 Non-Vertical Co-Planar Beam Arrangement Can Improve Dose to Organs at Risk (OARs)
	 Evaluation And Analyze Of Out-of-field Doses In Head and Neck Radiation Therapy For Different Delivery Techniques: From 3DC ...

	11 2011 ASTRO-Panoramic CBCT-Zhou
	 Feasibility Study of Panoramic Cone Beam Computed Tomography (CBCT)
	 Peripheral Patient Dose Measurements for IMRT Delivered with Helical Tomotherapy and Linac

	12 2012 AAPM-4D CBCT using respiratory phase preditcation-Yan
	13 2012 AAPM-CBCT reconstruction using OpenCL-Zhou


